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DOKUMENTAT STANDARDE
TE PROCEDURES SE HAPUR
MALLRA'?

“Blerje Materiale mjekimi pér shérbimin e hemodinamikés pér nevoja té QSUT, SUSN,
Spitalit Rajonal Shkodér dhe Spitalit Rajonal Fier” ndaré né 7 lote - Marréveshje Kuadér
me disa operatoré ekonomik (njé OE té vetém fitues pér sejcilin lot)- ku té gjitha kushtet
jané té pércaktuara - me afat 24 muaj me fond limit total 442,665,500 leké pa TVSH

REF-64800-07-09-2020

1

Né rastet e mosparashikimeve konkrete né kété set dokumentash autoriteti kontraktor do ti
referohet parashikimeve té legjislacionit dhe rregullave té prokurimit publik né fugi.
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| NJOFTIMI | KONTRATES

Seksioni 1. Autoriteti Kontraktor

1.1 Emri dhe adresa e autoritetit kontraktor

Emri Ministria e Shéndetésisé dhe Mbrojtjes Sociale

Adresa Rruga e Kavajés, nr. 1001, Tirané

Tel/Fax +355 4 2376178

E-mail anjeza.alliu@shendetesia.gov.al; ervin.lani@shendetesia.gov.al;

Fagja e Internetit www.shendetesia.gov.al

1.2 Lloji i autoritetit kontraktor:

Institucion géndror Institucion i pavarur
X O
Njesi e geverisjes vendore Tjetér
H H

1.3  Kontraté né kuadrin e njé Marréveshjeje té vecanté ndérmjet Shqipérisé dhe njé
Shteti tjetér:

Po O Jo X

Seksioni 2. Objekti i kontratés:

“Blerje Materiale mjekimi pér shérbimin e hemodinamikés pér nevoja té QSUT, SUSN,
Spitalit Rajonal Shkodér dhe Spitalit Rajonal Fier” ndaré né 7 lote :

- Lot. 1 - “Katetere koronare diagnostike” me fond limit/vlera e pritshme e kontratave
43,392,950 (dyzet e tre milion e treqind e néntédhjeté e dy mijé e néntéqind e pesédhjeté)
leké pa TVSH

- Lot. 2 - “Set pér pérgatitjen pér koronarografine angioplastike” me fond limit/vlera e
pritshme e kontratave 48,045,900 (dyzet e teté milion e dyzet e pesé mijé e néntéqgind)
leké pa TVSH
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Lot. 3 - “Ballona dhe kateter guide dhe gida angioplastike” me fond limit/vlera e
pritshme e kontratave 120,906,400 (njéqgind e njézet milion e néntéqind e gjashté mijé e
katérgind) leké pa TVSH

Lot. 4 “Drug Eluting Balloon catheter-kateter ballon i medikuar” me fond limit/vlera e
pritshme e kontratave 9,663,500 (nénté milion e gjashteqind e gjashtédhjeté e tre mijé e
peséqind) leké pa TVSH

Lot. 5 “Coronary stent graft system- Graft stente koronare” me fond limit/vlera e
pritshme e kontratave 8,058,000 (teté milion e pesédhjeté e teté mijé) leké pa TVSH
Lot. 6 “Stenta t€ medikuara” me fond limit/vlera e pritshme e kontratave 85,118,000
(tetédhjeté e pesé milion e njéqgind e tetémbédhjeté mijé) leké pa TVSH

Lot. 7 “Drug-eluting stent for restenosis- stenta t¢ medikuara pér restenozé” me fond
limit/vlera e pritshme e kontratave 127,480,750 (njéqgind e njézet e shtaté milion e
katérgind e tetédhjeté mijé e shtatéqind e pesédhjeté) leké pa TVSH

2.1 Numri i referencés sé procedurés/lotit: REF-64800-07-09-2020

Lot.1 - REF-64813-07-09-2020
Lot.2 - REF-64815-07-09-2020
Lot.3 - REF-64817-07-09-2020
Lot.4 - REF-64819-07-09-2020
Lot.5 - REF-64821-07-09-2020
Lot.6 - REF-64823-07-09-2020
Lot.7 - REF-64825-07-09-2020

2.2 Lloji i “Kontratave Publike pér Mallra”

Blerje  Qira Leasing Blerje me késte Njé kombinim i tyre
X a a H H

2.3 Kontraté né bazé t&¢ Marréveshjes Kuadér

Po X Jo 0
2.4 Lloji i Marreveshjes Kuadér
Me njé Operator Ekonomik 0
Me disa operatoré ekonomiké X (njé OE té vetém pér sejcilin lot)

Té gjitha kushtet jané té pércaktuara Pox Jo O

Né Marréveshjen Kuadér me 1 Operator Ekonomik, kur té gjitha kushtet jané té
pércaktuara, té jepen arsyet e pérzgjedhjes sé késaj lloj Marréveshje Kuadér.
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1.Lidhur me prokurimin e kétij objekti, jané té pércaktuara té gjitha kushtet kryesore t& marréveshjes kuadér té tilla
si artikujt, specifikimet e sakta teknike, kushtet e réndésishme lévrimit si dhe sasité e pritshme t& mallrave té
kérkuara.

2.Nga pervoja e prokurimit te ketyre artikujve né vite nga MSHMS si organ Qendror Blerés cmimet e tregut kane
rezultuar té jene te gendrueshem dhe nuk ndryshojne ne funksion t&é momentit apo vendit té levrimit.

3.Duke gené se né kété Marréveshje Kuader pérfshihen shumé autoritete kontraktore, pér arsye teknike dhe
organizative, lévrimi nga operatoré té ndryshém ekonomiké nuk do té ishte i favorshém, pasi jo vetém mund té
shoqgérohej me véshtirési pér mospérputhjen e artikujve gé funksionojné sistematikisht, por shogérohet edhe me
kosto shtesé dhe vonesa té furnizimit, pér kryerjen e procedurave t& minikonkurimit nga AK, palé e késaj MK.
4.Ndryshimi i OE né rast se kjo marréveshje do té lidhej me disa OE pér sejcilin lot (pra rrjedhimisht ku jo té gjitha
kushtet do té ishin té pércaktuara) do té shkaktonte kosto shtesé, pasiguri dhe konfuzion pér OE té suksseshém, gjé
gé do té shogerohej me rritjen e afateve té lévrimit. Lidhja e MK me njé OE pér lot, do té shogérohej me
miréorganizimin e kétij t& fundit pér sigurimin e mallrave né kohé, sigurimin e njé rezerve dhe furnizimin né
kohén e kerkuar nga AK. Gjithashtu siguria pér kontratat gé parashikohet té lidhen i jep mundési OE té ulé kostot e
ofertés.

5.Marréveshja kuadér me disa OE ku jo té gjitha kushtet jané té pércaktuara nuk konsiderohet kontraté. Kjo do té
thoté gé AK nuk kané mekanizma detyruese pér OE té shpallur té suksesshem pér pjesemarjen e tyre né
minikonkurse dhe rrjedhimisht né lidhjen e kontratave pas zhvillimit té tyre . Pasiguria dhe vonesat mund té sjellé
deshtime né furnizmin me kéto materiale pér spitalet né kohén e duhur, duke patur impakt direkt tek pacienti.

6. Organi Qendror Blerés éshté né gjendje té krijojé njé ide té ploté dhe té sakté mbi té gjitha transaksionet qé
kryhen né bazé té MK-sé, si dhe véshtirésine pér t€ komunikuar dhe pér t€ monitoruar autoritetet kontraktore té
pérfshira gé do té bénin thirrjet potenciale pér kontratat individuale. Ekziston gjithashtu risku sa i takon organizimit
kompleks t& MK-ve gé njohuria mbi ményrén se si funksionon sistemi i MK dhe procedurat e thirrjeve pér kontrata
individuale do té mbeteshin té paqarta pér shumé autoritete kontraktore periferike.

7.Né rastin e njé marréveshje kuadér, ku jané pércaktuar té gjitha kushtet, autoriteti kontraktor jep lote, bazuar né
njé furnizues. Né rastin e marréveshjes kuadér konkrete ku jané pércaktuar té gjitha kushtet, autoriteti kontraktor
lidh marréveshje kuadér me njé operator ekonomik, pér ¢do lot.

8.Nga eksperiencat e méparshme té prokurimit té kétij objekti nga kjo Ministri, ka rezultuar se numri i OE lokal
pjesémarrés ka qgené i kufizuar dhe pér kété arsye me géllim hapjen e konkurrencés éshté pérdorur procedura e
hapur mbi kufirin e larté monetar.

9.Duke gené se Shqipéria éshté njé treg i vogél dhe mallrat objekt i MK jané mallra importi pra nuk ka prodhim
vendas, me géllim garantimin e furnizimeve né afatet kohore té pércaktuara pér sejcilin AK pérfitues si dhe duke
marré né konsideraté numrin e madh té kétyre té fundit, MK me njé OE té vetém fitues pér sejcilin lot do té
garantonte siguriné e furnizimeve sipas kushteve té pércaktuara dhe brenda afateve té kérkuara duke sjellé stabilitet
né menaxhimin e kontratave dhe té nevojave té AK.

2.5 Numri i operatoréve ekonomiké me té cilét do té perfundojé Marréveshja Kuadér: 1
(njé) OE té vetém pér sejcilin lot.

(Kétu duhet té pércaktohet numri maksimal i operatoréve ekonomiké me té cilét do té lidhet
Marréveshja Kuadér).

2.6 Kushtet gé do zbatohen né rastin e rihapjes sé | Nuk do té keté rihapje té
konkurimit dhe/ose pérdorimi i mundshém i | konkursit.
blerjes elektronike . Kontratat do té lidhen sipas

kerkesave te AK, me operatorin
ekonomik me te suksesshém,
i cili do te ofroje cmimin me te
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ulet per sejcilin lot.

Dhénia e kontratave do té behet
nga cdo AK palé né
marréveshje.

2.7 Autoriteti kontraktor/Autoritetet kontraktore té cilat do té lidhin marréveshjen
kuadér: MSHMS

AK palé né MK:

1. QSUT- vlera e pritshme e kontratave total 364,844,050 leké pa TVSH dhe sipas loteve:
Lot. 1 - 30,129,000 leké pa TVSH

Lot. 2—- 39,831,050 leké pa TVSH

Lot. 3- 105,044,000 leké pa TVSH

Lot. 4 - 5,377,500 leké pa TVSH

Lot. 5- 6,120,000 leké pa TVSH

Lot. 6 — 66,000,000 leké pa TVSH

Lot. 7- 112,342,500 leké pa TVSH

2. SU “Shefqet Ndroqi” - vlera e pritshme e kontratave total 29,551,000 leké pa TVSH dhe
sipas loteve:

Lot. 1 - 6,800,500 leké pa TVSH
Lot. 2— 1,918,500 leké pa TVSH
Lot. 3- 3,979,750 leké pa TVSH
Lot. 4 — 268,000 leké pa TVSH
Lot. 5— 510,000 leké pa TVSH
Lot. 6 — 5,632,000 leké pa TVSH
Lot. 7- 10,442,250 leké pa TVSH

3. Spitali Rajonal Shkodér - vlera e pritshme e kontratave total 30,289,050 leké pa TVSH
dhe sipas loteve:

Lot. 1- 2,426,700 leké pa TVSH
Lot. 2- 3,392,950 leké pa TVSH
Lot. 3— 7,548,900 leké pa TVSH
Lot. 4— 1,778,000 leké pa TVSH
Lot. 5— 1,428,000 leké pa TVSH
Lot. 6- 9,306,000 leké pa TVSH
Lot. 7- 4,408,500 leké pa TVSH

4. Spitali Rajonal Fier - vlera e pritshme e kontratave total 17,981,400 leké pa TVSH dhe
sipas loteve:
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Lot.1- 4,036,750 leké pa TVSH
Lot. 2 - 2,903,400 leké pa TVSH
Lot. 3— 4,333,750 leké pa TVSH
Lot. 4 — 2,240,000leké pa TVSH

Lot.5— 0

Lot. 6-
Lot. 7-

2.8

1.

2.

4,180,000 leké pa TVSH
287,500 leké pa TVSH

Pérshkrim i shkurtér i kontratés/marréveshjes kuadér

Fondi limit/Vlera e pritshme e kontratés 442,665,500 leké pa TVSH (katéqind e dyzet
e dy milion e gjashtéqind e gjashtédhjeté e pesé mijé e peséqind) Leké pa TVSH ndaré
né lote:

Lot. 1 - “Katetere koronare diagnostike” me fond limit/vlera e pritshme e kontratave
43,392,950 (dyzet e tre milion e treqind e néntédhjeté e dy mijé e néntéqind e pesédhjeté)
leké pa TVSH dhe shumatore cmimi pér njési 60,645 leké pa TVSH.

Lot. 2 - “Set pér pérgatitjen pér koronarografine angioplastike” me fond limit/vlera e
pritshme e kontratave 48,045,900 (dyzet e teté milion e dyzet e pesé mijé e néntéqgind)
leké pa TVSH dhe shumatore cmimi pér njési 46,175 leké pa TVSH.

Lot. 3 - “Ballona dhe kateter guide dhe gida angioplastike” me fond limit/vlera e
pritshme e kontratave 120,906,400 (njéqgind e njézet milion e néntéqind e gjashté mijé e
katérgind) leké pa TVSH dhe shumatore cmimi pér njési 291,120 leké pa TVSH.

Lot. 4 “Drug Eluting Balloon catheter-kateter ballon i medikuar” me fond limit/vlera e
pritshme e kontratave 9,663,500 (nénté milion e gjashteqind e gjashtédhjeté e tre mijé e
peséqind) leké pa TVSH dhe shumatore cmimi pér njési 470,000 leké pa TVSH.

Lot. 5 “Coronary stent graft system- Graft stente koronare” me fond limit/vlera e
pritshme e kontratave 8,058,000 (teté milion e pesédhjeté e teté mijé) leké pa TVSH dhe
shumatore cmimi pér njési 2,448,000 leké pa TVSH.

Lot. 6 “Stenta t&€ medikuara” me fond limit/vlera e pritshme e kontratave 85,118,000
(tetédhjeté e pesé milion e njéqgind e tetémbédhjeté mijé) leké pa TVSH dhe shumatore
cmimi pér njési 473,000 leké pa TVSH.

Lot. 7 “Drug-eluting stent for restenosis- stenta t¢ medikuara pér restenozé” me fond
limit/vlera e pritshme e kontratave 127,480,750 (njégind e njézet e shtaté milion e
katérgind e tetédhjeté mijé e shtatéqind e pesédhjeté) leké pa TVSH dhe shumatore
cmimi pér njési 2,728,250 leké pa TVSH

NEé rastin kur objekti i prokurimit pérbéhet nga disa artikuj, shumatorja e gmimeve
Pér njési éshté 6,517,190 Leke pa TVSH sipas loteve:

- Lot. 1 - “Katetere koronare diagnostike” shumatore cmimi pér njési 60,645 leké
pa TVSH.
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- Lot. 2 - “Set pér pérgatitien pér koronarografine angioplastike” shumatore
cmimi pér njési 46,175 leké pa TVSH.
- Lot. 3- “Ballona dhe kateter guide dhe gida angioplastike” shumatore cmimi
pér njési 291,120 leké pa TVSH.
- Lot. 4 “Drug Eluting Balloon catheter-kateter ballon i medikuar” shumatore
cmimi pér njési 470,000 leké pa TVSH.
- Lot. 5 “Coronary stent graft system- Graft stente koronare” shumatore cmimi
pér njési 2,448,000 leké pa TVSH.
- Lot. 6 “Stenta té medikuara” shumatore cmimi pér njési 473,000 leké pa TVSH.
- Lot. 7 “Drug-eluting stent for restenosis- stenta té medikuara pér restenozé”
shumatore cmimi pér njési 2,728,250 leké pa TVSH

3. Burimi i Financimit Buxheti i shtetit

4. Objekti i kontratés/marréveshjes kuadér “Blerje Materiale mjekimi pér shérbimin e
hemodinamikés pér nevoja té QSUT, SUSN, Spitalit Rajonal Shkodér dhe Spitalit
Rajonal Fier” ndaré né 7 lote - Marréveshje Kuadér me disa operatoré ekonomik (njé
OE té vetém fitues pér sejcilin lot)- ku té gjitha kushtet jané té pércaktuara - me afat
2 vjegar (24 muaj)

2.9 Kohézgjatja e kontratés ose afati kohor pér ekzekutimin:
Kohézgjatja né muaj [J [ [ ose dite LI 10
ose

duke filluarnga JO/00/0000 me pérfundimne OO/00/0000

2.9.1. Kohézgjatja e Marréveshjes Kuadér

Kohézgjatja né muaj: 24 ose dité: (1110 (nga nénshkrimi i Marréveshjes Kuadér(jo mé
shumé se (4) vjet)

Ose duke filluar nga  C/00/00 (dd/mm/vvwy)

Pérfunduar mé O0/00/00 (dd/immivewvy)

2.10 Vendi i dorézimit té objektit té kontratés/marréveshjes kuadér:
Prané AK pérfituese sipas listés sé shpérndarjes

2.11 Ndarjané LOTE:

Po X Jo 0
Nése po,

2.12  Pérshkrim i shkurtér i loteve
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Lot. 1 - “Katetere koronare diagnostike” me fond limit/vlera e pritshme e kontratave
43,392,950 (dyzet e tre milion e treqind e néntédhjeté e dy mijé e néntéqind e pesédhjeté)
leké pa TVSH dhe shumatore cmimi pér njési 60,645 leké pa TVSH.

Lot. 2 - “Set pér pérgatitjen pér koronarografine angioplastike” me fond limit/vlera e
pritshme e kontratave 48,045,900 (dyzet e teté milion e dyzet e pesé mijé e néntéqind)
leké pa TVSH dhe shumatore cmimi pér njési 46,175 leké pa TVSH.

Lot. 3 - “Ballona dhe kateter guide dhe gida angioplastike” me fond limit/vlera e
pritshme e kontratave 120,906,400 (njéqgind e njézet milion e néntéqind e gjashté mijé e
katérgind) leké pa TVSH dhe shumatore cmimi pér njési 291,120 leké pa TVSH.

Lot. 4 “Drug Eluting Balloon catheter-kateter ballon i medikuar” me fond limit/vlera e
pritshme e kontratave 9,663,500 (nénté milion e gjashteqind e gjashtédhjeté e tre mijé e
peséqind) leké pa TVSH dhe shumatore cmimi pér njési 470,000 leké pa TVSH.

Lot. 5 “Coronary stent graft system- Graft stente koronare” me fond limit/vlera e
pritshme e kontratave 8,058,000 (teté milion e pesédhjeté e teté mijé) leké pa TVSH dhe
shumatore cmimi pér njési 2,448,000 leké pa TVSH.

Lot. 6 “Stenta t¢ medikuara” me fond limit/vlera e pritshme e kontratave 85,118,000
(tetédhjeté e pesé milion e njéqgind e tetémbédhjeté mijé) leké pa TVSH dhe shumatore
cmimi pér njési 473,000 leké pa TVSH.

Lot. 7 “Drug-eluting stent for restenosis- stenta t¢ medikuara pér restenozé” me fond
limit/vlera e pritshme e kontratave 127,480,750 (njéqgind e njézet e shtaté milion e
katérgind e tetédhjeté mijé e shtatéqind e pesédhjeté) leké pa TVSH dhe shumatore
cmimi pér njési 2,728,250 leké pa TVSH

Njé Ofertues mund té aplikojé pér [njé lot], [disa lote], [té gjitha lotet]. Pér ¢do lot paragitet njé
oferté e vecanté.

2.13

Opsionet:

Numri i rinovimeve t& mundshme (nése ka): [1[]
Ose:nga L1 ne LJ0J

2.14

2.14.1

Do té pranohen variantet:
Po 0 Jo X

Do té pranohet nenkontraktimi:
Po 0 Jo X

Nese do te lejohet nenkontraktimi, te specifikohet pergindja e lejuar per nenkontraktim:

Autoriteti kontraktor do t’1 beje pagesa te drejperdrejte nenkontraktorit:
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Po 0 Jo 0
Shenime te tjera

2.15. Gjaté procesit té prokurimit né fushén e Teknologjisé té Informacionit dhe
Komunikimit (TIK) jané pérdorur standartet e pérgatitura nga Agjencia Kombétare e
Shogerisé sé Informacionit:

Po a Jo a

2.16. Gjaté procesit té prokurimit né fushén e Teknologjisé té Informacionit dhe
Komunikimit (TIK), né rastin kur standardet jané té pa-aplikueshme, éshté marré
miratimi  paraprak nga Agjencia Kombétare e Shoqgérisé sé Informacionit:

Po a Jo a

Seksioni 3 Informacioni ligjor, ekonomik, financiar dhe teknik

3.1 Kiriteret e Pranimit sipas shtojcés 9.

3.2 Sigurimi i Ofertés?: (i zbatueshém né rastin e procedurave té prokurimit me vleré mé té
larté se kufiri i larté monetar, né rast se kérkohet nga autoriteti kontraktor).

Operatori Ekonomik paraget Formularin e sigurimit té ofertés, kur kérkohet, sipas Shtojcés 4.
Vlera e kérkuar e sigurimit té ofertés éshté 8,853,310 Leké (shuma e shprehur né fjalé: tete
milion e teteqind e pesedhjete e tre mije e treqind e dhjete).

Né rastet e dorézimit té ofertés pér Lote, vlera e sigurimit té ofertés, kur kérkohet, pér secilin nga
Lotet éshté si mé poshté:

Lot.1 - 867,859 Leké
Lot.2 - 960,918 Leké
Lot. 3- 2,418,128 Lekeé
Lot. 4 - 193,270 Leké
Lot. 5- 161,160 Leké
Lot. 6- 1,702,360 Leké

2 Sigurimi i ofertes nuk kérkohet né procedurat e prokurimit me vleré mé té ulét se kufiri i larté monetar
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Lot. 7 - 2,549,615 Leké

Seksioni 4 Procedura

4.1 Lloji i procedurés: E Hapur mbi kufirin e larte monitor

Proceduré prokurimi e rishpallur
Po 0 Jo X

Nése éshté proceduré e rishpallur té plotésohen té dhénat identifikuese té procedurés sé anuluar:

a) Numri i referencés né sistemin e prokurimit elektronik té procedurés sé prokurimit té anulluar

b) Objekti i prokurimit té procedurés sé prokurimi té anulluar
c)Fondi limit i procedurés sé prokurimit té anulluar

4.2 Kriteret e pérzgjedhjes sé fituesit:

A) ¢mimi mé i ulét X pér lot
Pér efekt krahasimi, vlerésimi i ofertave té paraqgitura do té béhet mbi bazén e vlerés totale
té ofertuar pér sejcilin lot (cmim pér njési te ofertuar x sasi te pritshme).

Kontratat bazuara né MK do té lidhen mbi bazén e cmimeve pér njési té ofertés sé
shpallur té suksesshme.

Kujdes:

Totali i cmimeve pér njési pér lot nuk duhet té kalojé shumatoren e cmimeve pér njési té
lotit té publikuar né kéto DT.

Vlera e pritshme e kontratave pér lot nuk duhet té kalojé fondin limit t&¢ MK pér lot.

OE duhet té mos tejkaloje fondet limite té parashikuara pér sejcilin AK perfitues.

Né té kundért oferta do té refuzohet.

Shénim:

- Marreveshja Kuader do te lidhet me vleren e Fondit Limit té sejcilit lot té pércaktuar né kéto

DST.
- Me mbarimin e Fondit Limit ose afatit, perfundon dhe Marreveshja Kuader pér sejcilin lot.

Né rastin e procedurave té prokurimit pér furnizimin me karburante, gazoil, benzol dhe karburant
pér ngrohje, cmimi mé i ulét bazohet né:

i) cmimi i bursés, sipas Reuters lévruar sipas kushtit CIF-Shqipéri, i cili éshté publikuar né
Buletinin e fundit té Njoftimeve Publike, para datés sé dorézimit dhe hapjes sé ofertave;
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i1) elementet fiskale, pérfshi akcizén, taksé karboni si dhe ¢do taksé tjetér sipas legjislacionit né
fuqi;
1ii) marzhi mé i ulét i fitimit, té shprehur né pérgindje.

Vlera absolute e marzhit té fitimit nuk do té ndryshojé gjaté ekzekutimit té kontratés, né rast té
luhatjes se ¢mimeve.

Ose
B) oferta ekonomikisht mé e favorshme O
lidhur me réndésiné: Cmimi OO piké
etj. OO piké
Autoriteti Kontraktor duhet té specifikojé pikét pér ¢do kriter vlerésimi té vendosur.

4.3  Afati kohor pér dorézimin e ofertave ose kérkesave pér pjesémarrje:
Data: 24/08/2020 (dd/mm/vwwv) Ora: 10:00
Vendi:

Kur oferta kérkohet té paraqitet me mjete elektronike operatorét ekonomike duhet té
dorézojné ofertén né ményré elektronike né fagen zyrtare té APP-sé, www.app.gov.al

4.4  Afati kohor pér hapjen e ofertave ose kérkesave pér pjesémarrije:
Data: 24/08/2020 (dd/mmiwvw) Ora: 10:00
Vendi:

Informacioni mbi ofertat e paragitura me mjete elektronike duhet t’i komunikohet té
gjithé atyre Operatoréve Ekonomiké gé kané dorézuar oferta, né bazé té kérkesés sé tyre.

45  Periudha e vlefshmérisé sé ofertave: 180 (e shprehur né dité)

4.6  Gjuha (-ét) pér hartimin e ofertave ose kérkesave pér pjesémarrje:

Shqip X Anglisht X
Tjetér

Seksioni 5 Informacione plotésuese

51 Dokumenta me pagesé (i zbatueshém vetém pér procedurat gé nuk zhvillohen me mjete
elektronike):

11


http://www.app.gov.al/

Dokumentat Standarde té Tenderit

Po 0 Jo O

Nése Po
Monedha Cmimi

Ky ¢mim mbulon kostot aktuale té kopjimit dhe shpérndarjes sé DT tek Operatorét Ekonomiké.
Operatorét Ekonomike té interesuar kané té drejté té kontrollojné DT para blerjes sé tyre.

5.2 Informacione shtesé (vendi, zyra, ményrat pér térhegjen e dokumentave té tenderit)

Data e shpérndarjes sé kétij njoftimi 10.07.2020

12



Dokumentat Standarde té Tenderit

Njoftimi i kontrates pér t’u plotésuar nga Autoriteti Kontraktor, i cili do té publikohet né

Buletinin e Njoftimeve Publike

1. Emri dhe adresa e autoritetit kontraktor

Emri Ministria e Shéndetésisé dhe Mbrojtjes Sociale

Adresa Rruga e Kavajés Nr 1001 Tirané

Tel/Fax +355 4 2376178

E-mail ervin.lani@shendetesia.gov.al,anjeza.alliu@shendetesia.gov.al

Fagja né Internet www.shendetesia.gov.al

2. Lloji i procedurés se prokurimit: e hapur mbi kufirin e larté monetar - prokurim me
mjete elektronike - mallra.

3.Numri i referencés sé procedurés/lotit REF-64800-07-09-2020

Lot.1-
Lot.2 -
Lot.3 -
Lot.4 -
Lot.5 -
Lot.6 -
Lot.7 -

REF-64813-07-09-2020
REF-64815-07-09-2020
REF-64817-07-09-2020
REF-64819-07-09-2020
REF-64821-07-09-2020
REF-64823-07-09-2020
REF-64825-07-09-2020

4. Objekti i kontratés/marréveshjes kuadér “Blerje Materiale mjekimi pér shérbimin e
hemodinamikés pér nevoja té QSUT, SUSN, Spitalit Rajonal Shkodér dhe Spitalit Rajonal
Fier” ndaré né 7 lote - Marréveshje Kuadér me disa operatoré ekonomik (njé OE té vetém
fitues pér sejcilin lot)- ku té gjitha kushtet jané té pércaktuara - me afat 2 vjecar (24 muaj):

Lot. 1 - “Katetere koronare diagnostike” me fond limit/vlera e pritshme e kontratave
43,392,950 (dyzet e tre milion e treqind e néntédhjeté e dy mijé e néntéqind e pesédhjeté)
leké pa TVSH dhe shumatore cmimi pér njési 60,645 leké pa TVSH.

Lot. 2 - “Set pér pérgatitjen pér koronarografine angioplastike” me fond limit/vlera e
pritshme e kontratave 48,045,900 (dyzet e teté milion e dyzet e pesé mijé e néntéqgind)
leké pa TVSH dhe shumatore cmimi pér njési 46,175 leké pa TVSH.

Lot. 3 - “Ballona dhe kateter guide dhe gida angioplastike” me fond limit/vlera e
pritshme e kontratave 120,906,400 (njégind e njézet milion e néntégind e gjashté mijé e
katérgind) leké pa TVSH dhe shumatore cmimi pér njési 291,120 leké pa TVSH.

Lot. 4 “Drug Eluting Balloon catheter-kateter ballon i medikuar” me fond limit/vlera e
pritshme e kontratave 9,663,500 (nénté milion e gjashteqind e gjashtédhjeté e tre mijé e
peségind) leké pa TVSH dhe shumatore cmimi pér njési 470,000 leké pa TVSH.
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- Lot. 5 “Coronary stent graft system- Graft stente koronare” me fond limit/vlera e
pritshme e kontratave 8,058,000 (teté milion e pesédhjeté e teté mijé) leké pa TVSH dhe
shumatore cmimi pér njési 2,448,000 leké pa TVSH.

- Lot. 6 “Stenta t¢ medikuara” me fond limit/vlera e pritshme e kontratave 85,118,000
(tetédhjeté e pesé milion e njéqgind e tetémbédhjeté mijé) leké pa TVSH dhe shumatore
cmimi pér njési 473,000 leké pa TVSH.

- Lot. 7 “Drug-eluting stent for restenosis- stenta t¢ medikuara pér restenozé” me fond
limit/vlera e pritshme e kontratave 127,480,750 (njéqgind e njézet e shtaté milion e
katérgind e tetédhjeté mijé e shtatéqind e pesédhjeté) leké pa TVSH dhe shumatore
cmimi pér njési 2,728,250 leké pa TVSH

Duke gené se objekti i prokurimit pérbéhet nga disa artikuj, shumatorja e cmimeve pér njési pér
té gjitha lotet éshté 6,517,190 Leké pa TVSH.

5. Fondi limit total: 442,665,500 leké pa TVSH (katégind e dyzet e dy milion e gjashtéqind e
gjashtédhjeté e pesé mijé e peséqind),

6. Kohézgjatja e kontratés ose afati kohor pér ekzekutimin: Kontratat mund te lidhen nga
AK perfituese brenda afatit 24 muaj nga data e neshkrimit te MK nga palet, pér sejcilin lot.

7. Afati kohor pér dorézimin e ofertave ose kérkesave pér pjesémarrje: : 24/08/2020
(dd/mm/ivww) Ora: 10:00

8. Afati kohor pér hapjen e ofertave ose kérkesave pér pjesémarrije: : 24/08/2020
(dd/mm/vww) Ora: 10:00

9. Lista e AK-ve palé né MK

AK palé né MK:

1. QSUT- vlera e pritshme e kontratave total 364,844,050 leké pa TVSH dhe sipas loteve:
Lot. 1 - 30,129,000 leké pa TVSH

Lot. 2 - 39,831,050 leké pa TVSH

Lot. 3- 105,044,000 leké pa TVSH

Lot. 4 — 5,377,500 leké pa TVSH

Lot. 56,120,000 leké pa TVSH

Lot. 6 — 66,000,000 leké pa TVSH

Lot. 7- 112,342,500 leké pa TVSH

2. SU “Shefqet Ndroqi” - vlera e pritshme e kontratave total 29,551,000 leké pa TVSH dhe
sipas loteve:
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Lot. 1 - 6,800,500 leké pa TVSH
Lot. 2 - 1,918,500 leké pa TVSH
Lot. 3- 3,979,750 leké pa TVSH
Lot. 4 — 268,000 leké pa TVSH
Lot. 5— 510,000 leké pa TVSH
Lot. 6 — 5,632,000 leké pa TVSH
Lot. 7- 10,442,250 leké pa TVSH

3. Spitali Rajonal Shkodér - vlera e pritshme e kontratave total 30,289,050 leké pa TVSH

dhe sipas loteve:

Lot. 1- 2,426,700 leké pa TVSH
Lot. 2- 3,392,950 leké pa TVSH
Lot. 3— 7,548,900 leké pa TVSH
Lot. 4— 1,778,000 leké pa TVSH
Lot. 5— 1,428,000 leké pa TVSH
Lot. 6- 9,306,000 leké pa TVSH
Lot. 7- 4,408,500 leké pa TVSH

4. Spitali Rajonal Fier - vlera e pritshme e kontratave total 17,981,400 leké pa TVSH dhe

sipas loteve:

Lot.1- 4,036,750 leké pa TVSH
Lot. 2— 2,903,400 leké pa TVSH
Lot. 3— 4,333,750 leké pa TVSH
Lot. 4 — 2,240,000leké pa TVSH
Lot.5- 0

Lot. 6- 4,180,000 leké pa TVSH
Lot. 7- 287,500 leké pa TVSH
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UDHEZIME PER OPERATORET EKONOMIKE

Seksioni 1. Hartimi i ofertés

11

1.2

1.3

14

1.5

1.6

Operatorét Ekonomiké jané té detyruar té pérgatisin oferta, né pérputhje me kérkesat e
pércaktuara né kéto DT. Ofertat gé nuk pérgatiten né pérputhje me kéto DT do té
refuzohen si té papranueshme.

Operatori Ekonomik pérballon kostot gé lidhen me pérgatitjen dhe dorézimin e ofertés sé
tij. Autoriteti Kontraktor nuk éshté pérgjegjés pér kéto kosto.

Pér procedurat e prokurimit gqé zhvillohen né rrugé shkresore, origjinali i ofertes duhet té
shtypet ose té shkruhet me bojé qé nuk fshihet. Té gjitha fletét e ofertés duhet té lidhen sé
bashku dhe té numerizohen. Té gjitha fletét e ofertés, pérvec literaturés sé
pandryshueshme e té printuar duhet té pajisen me iniciale ose té nénshkruhen nga Personi
(-at) e autorizuar. Cdo ndryshim né oferté duhet té jeté i lexueshém dhe i firmosur nga
Personat e Autorizuar.

Né rast té ofertave té paragitura nga njé bashkim operatorésh ekonomik, oferta duhet té
shogérohet me Prokurén/autorizimin me Shkrim pér Personat e Autorizuar qé do té
pérfagésojné bashkimin gjaté procedurés sé prokurimit

Operatori ekonomik, mban pérgjegjési pér té gjithé dokumentacionin e paragitur si pjesé
e ofertés. Né rast verifikimi t€é pérmbajtjes sé dokumentacionit té paraqitur, apo té
vetédeklarimeve, kur pérmbajtja e tyre nuk rezulton e vérteté, operatori ekonomik
ndodhet né kushtet e parashikuara né nenin 13, pika 3, gérma (a) té LPP-sé.

Oferta duhet té pérfshijé dokumentat e méposhtém:

a) Formulari i Ofertés, plotésuar sipas Shtojcés 1 té DT ose Shtojcés 2 té DT (né rastin e
procedurave té prokurimit pér furnizimin me karburante, gazoil, benzol dhe karburant pér
ngrohje).

b) Dokumentat gé lidhen me objektin e prokurimit (skica, katalogje, kampione etj)

c¢) Deklaratén pér paraqitje oferte té pavarur sipas shtojcés 2/1.
¢) Dokumentat dhe vértetimet e kérkuara né Shtojcén 8.
d) (Opsion) ofertén alternative teknike (nése parashikohet)

Njé Operator Ekonomik duhet té paragesé vetém njé oferté.
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1.7

1.8

1.9

Me plotesimin e Shtojcés “Deklaraté mbi garantimin e zbatueshmérisé sé Dispozitave
Ligjore né Marrédhéniet e Punés®, operatori ekonomik pranon se ka kontrata pune me
cdo punémarrés dhe gé respekton té drejtat e punémarrésve, sipas dispozitave té Kodit té
Punés (ku pérfshihen edhe té drejtat e gruas shtatzéné, gruas qé sapo ka lindur dhe/ose
gruas me fémijé né gji, té parashikuara né nenet 104, 105, 105/a, 106, 108 dhe 115, dhe té
legjislacionin té punés né térési.

Fshehtésia e procesit sipas nenit 25 té LPP-sé.

Pér procedurat e prokurimit gé zhvillohen né rrugé shkresore, Operatorét Ekonomiké

duhet té dorézojné vetém ofertén origjinale té futur né njé zarf jotransparent, t¢ mbyllur,

té& vulosur dhe firmosur me emrin dhe adresén e Ofertuesit dhe t& shénuar: “Oferté pér

furnizimin e mallrave; Nr e Njoftimit _.

“MOS E HAPNI, ME PERJASHTIM TE RASTEVE KUR ESHTE I PRANISHEN

KOMISIONI | VLERESIMIT TE OFERTES, DHE JO PARA dd/mm/vv
orés “

Kur oferta kérkohet té paraqitet me mjete elektronike, operatorét ekonomike duhet
té dorézojné ofertén né ményré elektronike né fagen zyrtare té APP-sé,
www.app.gov.al.

Pér procedurat e prokurimit gé zhvillohen né rrugé shkresore, ofertuesit mund té
modifikojné ose té térheqin ofertat e tyre, me kusht qé ky modifikim ose térhegje té
kryhet para afatit kohor pérfundimtar pér paragitjen e ofertave. Si modifikimet, ashtu
edhe térheqjet duhet t’i komunikohen Autoritetit Kontraktor me shkrim para datés sé&
fundit pér dorézimin e ofertave. Zarfi qé pérmban deklaratén e Ofertuesit duhet té
shénohet pérkatésisht: “MODIFIKIM OFERTE” ose “TERHEQJE OFERTE”.

Kur oferta kérkohet té paraqitet me mjete elektronike, ofertuesi mund te modifikojé
né ¢do kohé ofertén deri pérpara pérfundimit té afatit kohor pér dorézimin e
ofertave, pa patur nevojé pér ndonjé komunikim me autoritetin kontraktor, pasi
veprimet kryhen né llogariné e tij, né fagen zyrtare té APP-sé, www.app.gov.al.

Seksioni 2 Pérllogaritja e ofertés ekonomike

2.1

2.2

Operatori Ekonomik duhet té plotésojé Formularin e Ofertés bashkangjitur me kéto DT,
duke pércaktuar mallrat gé do té levrohen, sasité dhe ¢mimin e tyre.

Té gjitha ¢gmimet duhet té kuotohen né Monedhén Shqiptare (Lek), duke pérfshiré edhe
tatimet gé zbatohen, por pa pérfshiré TVSH. Nése ¢mimet kuotohen né njé monedhé té
huaj, atéheré ato duhet té kthehen né Leké Shqiptare sipas kursit zyrtar t&¢ kémbimit té
Bankés sé Shqipérisé, né datén né té cilén éshté dérguar pér publikim njoftimi i kontratés
dhe duhet té ruhen né até kurs deri né skadimin e periudhés sé vlefshmérisé sé ofertés.
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2.3

2.4.

2.5

2.6

Ofertuesi duhet té shénojé né Formularin e Ofertés, cmimet totale té ofertés té té gjitha
Mallrave, pa TVSH. Vlera e TVSH, kur aplikohet, i shtohet ¢cmimit té& dhéné dhe pérbén
vlerén totale té ofertés.

Né rastin e nje marréveshje kuadér ku té gjitha kushtet NUK jané pércaktuar, cmimet pér
kontratat e bazuara né marréveshjen kuadér nuk jané té fiksuara; ato jané objekt i
ndryshimit pas njé mini-konkursi midis operatoréve ekonomiké, palé né marreveshjen
kuadér.

Sigurimi i Ofertés, kur kérkohet, duhet té dorézohet bashké me ofertén para skadimit té
afatit kohor pér dorézimin e ofertave. Mospajtimi me kérkesat pér sigurimin e ofertés do
té keté si pasojé refuzimin e ofertés.

Sigurimi i Ofertés mund té dorézohet né njé nga format e méposhtme:

a) garanci bankare
b) garanci sigurimi

Formulari i sigurimit té ofertés duhet té nénshkruhet nga léshuesi (Banka, kompania e
sigurimit, etj) dhe duhet té dorézohet sé bashku me ofertén para hapjes sé ofertave,
pérndryshe oferta do té refuzohet.

Dokumentat si mé sipér duhet té jené té vlefshém pérgjaté gjithé periudhés sé
vlefshmérisé sé ofertés. Né rastin kur sigurimi i ofertés ka formén e njé garancie bankare,
Autoriteti Kontraktor ia rikthen ofertuesve sigurimin pérkatés brenda 15 ditéve nga
nénshkrimi i kontratés.

2.7 Periudha e Vlefshmérisé sé Ofertés

Periudha e vlefshmérisé sé ofertés fillon gé nga momenti i hapjes sé ofertave. Né ¢do rast,
té paktén 5 dité nga pérpara pérfundimit té afatit kohor pér vlefshémriné e ofertave,
autoriteti kontraktor mund t’i kérkojé Ofertuesit me shkrim t€ zgjas€ periudhén e
vlefshméris€, deri né njé daté t& caktuar. Ofertuesi mund t’a refuzojé kété kérkesé me
shkrim pa humbur té drejtén pér rimbursim té sigurimit té ofertés, kur ka njé tillé.
Ofertuesi qé bie dakord té zgjasé periudhén e vlefshmérisé sé ofertés njofton Autoritetin
Kontraktor me shkrim, dhe paraget njé sigurim oferte té zgjatur, nése ka pasur njé té
tillé. Oferta nuk mund té modifikohet. Nése Ofertuesi nuk i pérgjigjet kérkesés sé béré
nga Autoriteti Kontraktor lidhur me zgjatjen e periudhés sé vlefshmérisé sé ofertés, ose
nuk e pranon kérkesén né fjalé, ose nuk paraget njé sigurim té zgjatur té ofertés, kur
kérkohet, atéheré Autoriteti Kontraktor do té refuzojé ofertén.

2.8 Veprimet e jashtéligjshme sipas Nenit 26 té LPP-sé

Seksioni 3. Vlerésimi i Ofertave
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3.1 Kriteret e pérzgjedhjes
(Opsioni 1) Cmimi mé i ulét i ofertés sé kualifikuar.
Kontrata do t’i akordohet atij Ofertuesi gé ka ofruar cmimin mé ulét té ofertés.

NEé rastin e procedurave té prokurimit pér furnizimin me karburante, gazoil, benzol dhe karburant
pér ngrohje, cmimi mé i ulét bazohet né:

1) ¢cmimi i bursés, sipas Reuters lévruar sipas kushtit CIF-Shqipéri, i cili éshté publikuar né
Buletinin e fundit té Njoftimeve Publike, para datés sé dorézimit dhe hapjes sé ofertave;

ii) elementet fiskale, pérfshi akcizén, taksé karboni si dhe ¢do taksé tjetér sipas legjislacionit né
fuqi;

iii) marzhi mé i ulét i fitimit, té shprehur né pérgindje.

Vlera absolute e marzhit té fitimit nuk do té ndryshojé gjaté ekzekutimit té kontratés, né rast té
luhatjes se ¢mimeve.

(Opsioni 2) Oferta ekonomikisht mé e favorshme.

Pér Kkriteret vlerésuese duhet pércaktuar garté pesha specifike e secilit kriter dmth sa piké do té
keté ¢cdo kriter dhe si do té llogariten pikét pér ofertuesit e njépasnjéshém.

Té gjitha kriteret e vendosura pér vlerésimin e ofertave duhet té jené sa mé objektive dhe té
shprehen né shifra. Né ¢do rast, kur Kkriteret jané mé shumé se njé, pesha e kriterit t& cmimit nuk
do té jeté mé pak se 50 piké. Pikét maksimale gé do té marré njé oferté do té jené 100.

Formula me té cilén do té llogariten pikét e ofertuesve né kété rast éshté:
Po= Pk1+Pk2+Pk3+.....

Ku:
Po - jane pikét totale té ofertés sé vlerésuar
Pk1/Pk2/Pk3/... - jane pikét pér ¢do kriter té vlerésuar

Pikét pér ¢do kriter pérllogariten sipas formulés:
Pk1=Vminkl x Pmaxk1/Ok1

Pkl Pikét e kriterit qé vlerésohet

Vminkl  Vlerae mé e ulét e kriterit gé vlerésohet

Pmaxk1 Pikét maksimale qé i jepen kriterit gé vlerésohet
Ok1 Treguesi i ofertés pér kriterin gé vlerésohet
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Sqgarim: Si kriter vlerésimi duhet té pérzgjidhet vetém njéri prej opsioneve. Plotésimi i té dy
opsioneve e bén procedurén té pavlefshme.

3.2

3.2.1

3.2.2

3.3

3.3.1

3.3.2

Korrigjimi i gabimeve dhe pjesét e hequra

Autoriteti Kontraktor korrigjon ato gabime né oferté, gé jané thjesht té njé natyre
aritmetike, nése gabimi zbulohet gjaté shqyrtimit té ofertave. Autoriteti Kontraktor e
njofton menjéheré Ofertuesin né fjalé me njé njoftim me shkrim/elektronik mbi ¢do
korrigjim té tillé dhe mund té vazhdojé me ndryshimin e gabimit, me kusht qé Ofertuesi
t’a ket€ miratuar két€ komunikim qé& i €shté béré€. Nése Ofertuesi refuzon t€ pranojé
korrigjimin e propozuar, atéheré oferta do té refuzohet, pa konfiskim té sigurimit té
ofertés, nése ekziston njé e tillé.

Gabimet né llogaritjen e ¢mimit do té korrigjohen nga Autoriteti Kontraktor, si mé
méposhté:

- né rast se ka mospérputhje ndérmjet shumave té shprehura né shifra dhe atyre né fjalé,
atéheré do té mbizotérojné shumat e shprehura né fjalé, me pérjashtim té rasteve kur
shuma né fjalé lidhet me njé gabim aritmetik;

- nése ka mospérputhje ndérmjet cmimit njési dhe vlerés sé pérgjithshme gé merret nga
shumézimi i ¢mimit njési dhe sasisé, atéheré do té mbizotérojé ¢cmimi njési, dhe
rrjedhimisht duhet té korrigjohet shuma né total, nése ka njé gabim né njé shumeé total, gé
korrespondon me mbledhjen ose zbritjen e néntotaleve, atéheré do té mbizotérojé
néntotali dhe totali duhet té korrigjohet. Shumat e korrigjuara né kété ményré jané té
detyrueshme pér ofertuesin. Nése ofertuesi nuk i pranon ato, atéheré oferta e tij do té
refuzohet Ofertat me gabime aritmetike refuzohen, kur shumat absolute té té gjitha
korrigjimeve jané mé shumé se + 2% e vlerés sé ofertés ekonomike té ofruar
Ofertat anomalisht té uléta

Nése oferta e dorézuar, rezulton anomalisht e ulét né lidhje me mallrat e ofruara, atéheré
Autoriteti Kontraktor i kérkon Ofertuesit né fjalé té justifikojé ¢cmimin e ofruar. Nése
Ofertuesi nuk arrin té japé njé justifikim qé té bindé Autoritetin Kontraktor, atéheré ky i
fundit ka té drejté té refuzojé ofertén.

Oferta do té cilésohet anomalisht e ulét sipas pércaktimit té béré né nenin 66 té Kreut VII
té RrPP .

Né rastin kur jané té vlefshme dy ose mé pak oferta, né pérputhje me nenin 56, té LPP-sgé,
oferta vlerésohet anomalisht e ulét kur ajo éshté ulur mé shumé se 25 pérqgind e fondit
limit té pérllogaritur.

Né rastin kur jané té vlefshme tre ose mé shumé oferta, né pérputhje me nenin 56 té LPP-
sé, oferta vlerésohet anomalisht e ulét nése vlera e saj do té jeté mé e vogél se 85 pérgind
e mesatares sé ofertave té vlefshme.
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Nése njé apo disa oferta vlerésohen si anomalisht té uléta, komisioni i vlerésimit té
ofertave duhet té kérkojé sgarime nga ofertuesit, pérpara se té marré vendim pér
kualifikimin ose jo té tyre, né pérputhje me nenin 56 té LPP.

Né cdo rast ofertuesi ka detyrimin té argumentojé dhe dokumentojé me prova shkresore
sgarimet mbi elementin/elementét e vecanté té ofertés, né pérputhje me kérkesat e nenit
56 té LPP.

Formula gé do té zbatohet pér té cilésuar njé oferté anomalisht té ulét, né rastin kur ka tre
ose mé shumé oferta té vlefshme éshté si mé poshté:

O - Oferta
Mo — Mesatarja e Ofertave té vilefshme
n-— Numri i Ofertave té vlefshme

Zv - Zbritja e Mundshme
Mo=01+02+03+...0n/n
Zwm =85 % Mo

Vlera e Ofertés qé vlerésohet <ZM........... , st rrjedhim Oferta éshté Anomalisht e
Ulét

Né rastin kur kriter vlerésimi éshté pérzgjedhur oferta ekonomikisht mé e favorshme, do té
verifikohet nése ofertat jané anomalisht té uléta vetém nése oferta e klasifikuar me pikét
mé té larta e ka ofertén ekonomike me vlerén mé té ulét.

3.4.  Ankimi administrativ né dispozicion té Operatoréve Ekonomiké sipas nenit 63 té LPP-sé.

Seksioni 4. Nénshkrimi i Kontratés

4.1 Njoftimi i fituesit

Autoriteti Kontraktor njofton Ofertuesin fitues, pérmes dérgimit té njoftimit té fituesit, si¢
parashikohet né Shtojcén 14. Njé kopje e kétij njoftimi publikohet né Buletinin e
Njoftimeve Publike, si¢c kérkohet né Nenin 58 té LPP-sé.

4.2 Sigurimi i kontratés

4.2.1 Autoriteti Kontraktor kérkon sigurim pér ekzekutimin e kontratés. Shuma e sigurimit pér
ekzekutimin e kontratés do té jeté 10 % e vlerés sé kontratés. Formulari i Sigurimit té
Kontratés, sipas Shtojcés 19 té DT, duhet té nénshkruhet dhe té dorézohet para
nénshkrimit té kontratés.

4.2.2 Sigurimi pér ekzekutimin e kontratés mund té dorézohet né njé nga format e méposhtme:
I. garanci bankare
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ii. garanci sigurimi

Ky formular nuk pérdoret nga autoritetet kontraktore né rastin e prokurimit té kontratave
sektoriale.

4.3 Njoftimi i kontratés sé nénshkruar

Né pajtim me RrPP, pas nénshkrimit té kontratés, autoriteti kontraktor dérgon njé
njoftim né APP pér publikim né Buletinin e Njoftimeve Publike.

Shénim: Autoritetet kontraktore nuk duhet té ndérhyjné pér té béré asnjé lloj ndryshimi né
dokumentat e tenderit nga pika 1 né pikén 4.

I1l.  SHTOJCAT
Shtojcat e méposhtme jané pjesé pérbérése e DT:

Shtojca 1: Formulari i Ofertés ekonomike

Shtojca 2: Formulari i Ofertés ekonomike, né rastin e procedurave té prokurimit pér furnizimin
me karburante, gazoil, benzol dhe karburant pér ngrohje

Shtojca 2/1: Deklaraté pér paragitje oferte té pavarur

Shtojca 3: Ftesa pér Oferté né rastin e Marréveshjes Kuadér

Shtojca 4: Formulari i Sigurimit té Ofertés

Shtojca 5: Formulari i Informacionit Konfidencial

Shtojca 6: Deklaraté mbi pérmbushjen e specifikimeve teknike nga operatori ekonomik
Shtojca 7: Deklarata pér konfliktin e interesit
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Shtojca 8: Deklaraté mbi pérmbushjen e kritereve té pérgjithshme

Shtojca 8/1: Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave Ligjore né marédhéniet e
punés

Shtojca 9: Formular pér Vértetimin e Kualifikimit/pjesémarrjes

Shtojca 10: Specifikimet teknike

Shtojca 11: Planifikimi i kontratave né marréveshjen kuadér

Shtojca 12: Sasia e mallrave dhe kushtet e [évrimit

Shtojca 13: Formulari pér Njoftimin S’kualifikimit

Shtojca 14: Formulari i Njoftimit té Fituesit

Shtojca 15 Formulari i Njoftimit té Operatoréve Ekonomike té suksesshém né Marréveshjen
Kuadér

Shtojca 16: Kushtet e Pérgjithshme té Kontratés

Shtojca 17: Kushtet e Vecanta té Kontratés

Shtojca 18: Formulari i njoftimit té Kontratés sé nénshkruar

Shtojca 18/1: Formulari i njoftimit t& Kontratés sé nénshkruar pér publikim né Buletinin e

Njoftimeve Publike

Shtojca 19: Formulari i Sigurimit té Kontratés

Shtojca 20: Formulari i Ankesés né Autoritetin Kontraktor

Shtojca 21: Draft Marréveshja Kuadér ku Jo té gjitha kushtet jané té pércaktuara

Shtojca 22: Draft Marréveshja Kuadér ku té gjitha kushtet jané té pércaktuara

Shtojca 23: Formulari i Njoftimit t¢ Anulimit
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Shtojca 1

[ Shtojcé pér t’u plotésuar nga operatori ekonomik]

FORMULARI | OFERTES EKONOMIKE

Emri i Ofertuesit

Pér: [Emri dhe adresa e autoritetit kontraktor]

* * %

Procedura e prokurimit: [lloji i procedurés]
Pérshkrim i shkurtér i kontratés: [objekti]

Publikimi (nése zbatohet): Buletini i Njoftimeve Publike [Data] [Numri]/Nr.Referencés né fagen

e APP-sé

* * *

Duke iu referuar procedurés sé lartpérmendur, Ne, té nénshkruarit, deklarojmé se:

1. Cmimi total i ofertés soné éshté [monedha dhe vlera e ofertés]; pa TVSH;

2. Cmimi total i ofertés soné éshté [monedha dhe vlera e ofertés]; me TVSH
1 2 3 4 5 6
Nr Pérshkrimi i mallrave Sasia Cmimi Cmimi Afati

Njési Total

Cmimi Neto)

TVSH (%)

Cmimi Total

Nénshkrimi i ofertuesit

Vula

Shénim: Cmimet duhet té shprehen né Monedhén (' kérkuar né dokumentat e tenderit )
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Shtojca 2

[ Shtojcé pér t'u plotésuar nga operatori ekonomik né rastin e procedurave té prokurimit pér
furnizimin me karburant, gazoil, benzol dhe karburant per ngrohje]

FORMULARI | OFERTES EKONOMIKE

Emri i Ofertuesit

Pér: [Emri dhe adresa e autoritetit kontraktor]

* *x *

Procedura e prokurimit: [lloji i procedurés]
Pérshkrim i shkurtér i kontratés: [ objekti]

Publikimi (nése zbatohet): Buletini i Njoftimeve Publike [Data] [Numri]

* * *

Duke iu referuar procedurés sé lartpérmendur, Ne, té nénshkruarit, deklarojmé se:

1. Marzhi yné i fitimit i shprehur né pérqgindje &shté si mé poshté:

1 2

3

5

Nr Pérshkrimi i mallrave

Marzhi i fitimit i shprehur né

perqindje

Afati i
levrimit

Nénshkrimi i ofertuesit

Vula
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Shtojca 2/1
[Shtojcé pér t'u plotesuar nga Operatori Ekonomik]

DEKLARATE

Pér paragitje Oferte té Pavarur

E operatorit ekonomik pjesémarrés né procedurén e prokurimit publik qé do té zhvillohet né

daté: ; nga Autoriteti Kontraktor: ; me objekt:
; me fond limit:

Uné i nénshkruari , me cilésiné e pérfagésuesit té operatorit

ekonomik , Né mbéshtetje té nenit 1 t& Ligjit Nr. 9643, daté 20.11.2006

“Pér prokurimin publik”, t€ ndryshuar si dhe n€ mbéshtetje t& Ligjit Nr.9121/2003 “Pér
mbrojtjen e konkurrencés”, béj kété deklarim dhe garantoj se deklaratat e méposhtme jané té
vérteta dhe té plota né ¢do aspekt:

Uné vértetoj, né interes té: qé:
(Emri i operatorit ekonomik)

1. Uné kam lexuar dhe kuptuar pérmbajtjen e késaj Deklarate;

2. Uné kuptoj gé oferta e paragitur do té s’kualifikohet dhe/ose pérjashtohet nga pjesémarrja
né prokurimet publike, nése kjo Deklaraté vértetohet se nuk éshté e ploté dhe / ose e
sakté né ¢do aspekt;

3. Uné jam i autorizuar nga Ofertuesi té firmos kété Deklaraté dhe té parages oferté né
interes té Ofertuesit;

4. Cdo person, firma e té cilit shfaget né dokumentacionin e ofertés,éshté i autorizuar nga
Ofertuesi pér té pérgatitur dhe pér té nénshkruar ofertén né interes té Ofertuesit;

5. Pér géllim té késaj deklarate dhe ofertés sé paragitur, uné kuptoj qé fjala “konkurrenté”
nénkupton ¢do operator tjetér ekonomik, té ndryshém nga Ofertuesi, té paragitur ose jo si
bashkim operatorésh ekonomik, qé:

a) paragesin njé oferté né pérgjigje té Njoftimit t¢ Kontratés dhe/ose té Ftesés pér
Oferté, té béré nga Autoriteti Kontraktor;
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b) éshté njé ofertues potencial, i cili bazuar né kualifikimin, aftésité ose pérvojat e tij,
mundet té dorézojé njé oferté né pérgjigje, té Njoftimit t¢ Kontratés dhe/ose té Ftesés
pér Oferté.

6. Ofertuesi deklaron se: (kliko njé nga alternativat e méposhtme):

a) Ofertuesi ka pérgatitur ofertén e tij né ményré té pavarur, pa u konsultuar, pa
komunikuar dhe pa béré marréveshje apo pa réné dakord me asnjé konkurrent
tjetér; O

b) Ofertuesi éshté konsultuar, ka komunikuar, ka béré marréveshje me njé ose mé
shumé konkurrenté né lidhje me kété proceduré prokurimi. Ofertuesi deklaron se
né dokumentet bashkangjitur, né detajet e késaj oferte, jané pérfshiré emrat e
konkurrentéve, natyra dhe shkaget e konsultimit, komunikimit, marréveshjes apo
angazhimit (rasti i bashkimit té operatoréve ekonomiké ose nénkontraktimit).

H

7. N& vecanti, pa kufizuar paragrafét 6. a) dhe 6. b), té pérmendur mé lart, nuk ka pasur
konsultime, komunikime, kontraté apo marréveshje me ndonjé konkurrent né lidhje me:

a) c¢cmimet;

b) metodat, faktorét ose formulat e pérdorura pér llogaritjen e gmimit;

c) géllimin apo vendimin pér té paragitur apo jo njé oferté; ose,

d) paraqgitjen e njé oferte gé nuk i plotéson specifikimet e kérkesés pér oferté.

8. Pérveg késaj, nuk ka pasur konsultime, komunikime, marréveshje apo kontrata me ndonjé
konkurrent né lidhje me cilésing, sasing, specifikimet apo dérgesa té vecanta té
produkteve apo shérbimeve té cilat lidhen me prokurimin né fjalé, pérvec se kur jané
deklaruar sipas paragrafit t&é mésipérm 6. b).

9. Kushtet e ofertés nuk u jané béré té njohura dhe as nuk do t’u béhen té njohura me géllim
nga Ofertuesi konkurrentéve té tjeré, né cdo ményré qofté, para datés dhe kohés sé hapjes
zyrtare té ofertave, shpalljes fitues dhe lidhjes sé kontratés, vetém nése kérkohet me ligj
ose nése deklarohen né ményré specifike sipas paragrafit 6.b).

(Emri dhe Firma e Personit té Autorizuar pér Pérfagésim té Ofertuesit)

(Titulli sipas pozicionit né puné) (Data)
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Shtojca 3

[ Shtojcé pér tu plotésuar nga autoriteti kontraktor né Marréveshjen Kuadér gjaté rihapjes sé
procesit té mini-konkursit]

FTESA PER OFERTE

(shkruani emrin e Autoritetit Kontraktor)
fton pér té paragitur oferta né procedurén pér furnizimin e mallrave té méposhtme:

(jepni njé pérshkrim té sakté té objektit té kontratés dhe sasisé si¢ pérkufizohet né Dokumentat e
Tenderit (DT).

Vendi i Dorézimit té Mallit
(jepni nje pershkrim te shkurter)

Malli duhet té dorézohet brenda datés

Oferta duhet té paragitet
[Jep adresén e sakté]

Pérpara

[Pércaktoni datén dhe orén]

Kriteret e pércaktimit té ofertés fituese

Forma e komunikimit:

Me shkrim [J elektronike (email, fax, etj) O
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Shtojca 4.
[Letér me koké e Bankés / Kompanisé sé Sigurimeve]
[ Shtojcé pér t’u paraqitur nga operatori ekonomik kur kérkohet nga autoriteti kontraktor]

FORMULARI | SIGURIMIT TE OFERTES

[Data]
Pér: [Emri dhe adresa e autoritetit kontraktor]
Né emér té: [Emri dhe adresa e ofertuesit té siguruar]

* * *

Procedura e prokurimit [lloji i procedurés]
Pérshkrim i shkurtér i kontratés: [objekti]

Publikimi (nése zbatohet): Buletini i Njoftimeve Publike [Data] [Numri]/Nr.Referencés né fagen
e APP-se

* * *

Duke iu referuar procedurés sé lartpérmendur,

Ne vértetojmé se [emri i ofertuesit té siguruar] ka derdhur njé depozité prané [emri dhe adresa e
bankés / kompanisé sé sigurimit] me njé vleré prej [monedha dhe vlera, e shprehur né fjalé dhe
shifra] si kusht pér sigurimin e ofertés, dorézuar nga operatori i lartpérmendur ekonomik.

Marrim pérsipér té transferojmé né llogariné e [emri i autoritetit kontraktor] vlerén e siguruar,
brenda 15 (pesémbédhjeté) ditéve nga kérkesa juaj e thjeshté dhe e paré me shkrim, pa kérkuar
shpjegime, me kusht gé kjo kérkesé té pérmendé mospérmbushjen e njérit nga kushtet e
méposhtme:

- Ofertuesi e ka térhequr ose ka ndryshuar ofertén, pas afatit pérfundimtar pér paragitjen e
ofertave ose para afatit perfundimtar, nése éshté pércaktuar késhtu né dokumentat e
tenderit;

- Ofertuesi ka refuzuar nénshkrimin e kontratés sé prokurimit kur autoriteti kontraktor e
kérkon njé gjé té tillé;
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- Ofertuesi nuk ka paraqgitur sigurimin e kontratés, ku oferta é&shté shpallur fituese ose nuk
ka plotésuar ndonjé kusht tjetér pérpara nénshkrimit té kontratés sé pércaktuar né
dokumentat e tenderit.

Ky Sigurim éshté i vlefshém pér periudhén e specifikuar né [njoftimin e kontratés ose ftesén pér
tender].
[Pérfagésuesi i bankés / kompanisé sé sigurimit]
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Shtojca 5

LISTA E INFORMACIONIT KONFIDENCIAL
[ Shtojcé pér t’u plotésuar nga Operatori Ekonomik, nése éshté rasti]

(Shénoni mé poshté informacionin gé déshironi té€ mbahet konfidencial)

Lloji, natyra e Numri i fages dhe | Arsyet pse ky Afati kohor gé ky
informacionit gé pikate DT qgé informacion duhet informacion té
duhet té mbetet déshironi té mbeten | té mbetet mbetet konfidencial
konfidencial konfidenciale konfidencial

KUJDES

Cdo e dhéné, gé nuk éshté regjstruar si e dhéné konfidenciale, do té konsiderohet se titullari i
kétyre té drejtave ka dhéné veté pélgimin pér dhénien e informacionit pérkatés dhe Autoriteti
Kontraktor nuk mban asnjé pérgjegjési pér publikimin e kétij informacioni.

Nuk pérbén sekret tregtar informacioni, qé duhet té béhet publik né bazé té ligjit, qé lidhet me
shkeljen e ligjit, apo qé duhet té publikohet né bazé té praktikave té€ mira tregtare e parimeve té
etikés tregtare. Pérhapja e kétij informacioni vlerésohet e ligjshme, nése népérmjet kétij akti
synohet té€ mbrohet interesi publik.

Pérfagésuesi i ofertuesit

Nénshkrimi

Vula
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Shtojca 6

[ Shtojcé pér t'u plotésuar nga Operatori Ekonomik]

DEKLARATE MBI PERMBUSHJEN E SPECIFIKIMEVE TEKNIKE

Deklaraté e operatorit ekonomik pjesémarrés né procedurén e prokurimit publik, gé do té

zhvillohet né daté nga Autoriteti Kontraktor me objekt
me fond limit

Uné i nénshkruari ,me cilésiné e té personit juridik
deklaroj se:

Pérmbushim té gjitha specifikimet teknike, té pércaktuara né dokumentat e tenderit dhe e
vértetojmé kété me certifikata e dokumenta (nése kérkohen nga autoriteti kontraktor), té dorézuar
bashké me kété deklaraté.

Data e dorézimit té deklaratés

Pérfagésuesi i ofertuesit
Nénshkrimi

Vula
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Shtojca 7

[ Shtojcé pér t'u plotesuar nga Operatori Ekonomik]

DEKLARATE
Mbi konfliktin e interesave

Deklaraté e operatorit ekonomik pjesémarrés né procedurén e prokurimit publik gé do té
zhvillohet né daté nga Autoriteti Kontraktor me objekt
me fond limit

Konflikti i interesit éshté gjendja e konfliktit ndérmjet detyrés publike dhe interesave privaté té
njé zyrtari, né té cilén ai ka interesa privaté, té drejpérdrejté ose té térthorté gé ndikojné, mund té
ndikojné ose duket sikur ndikojné né kryerjen né ményré té padrejté té detyrave dhe
pérgjegjésive té tij publike.

Né zbatim té nenit 21 pika 1 e Ligjit Nr. 9367, daté 07.04.2005, kategorité e zyrtaréve pércaktuar
né Kreun I, Seksioni Il, gé iu ndalohet né ményré absolute té pérfitojné né ményré té
drejtpérdrejté ose té térthorté nga lidhja e kontratave me njé palé njé institucion publik jané:

- Presidenti i Republikés, Kryeministri, zvkryeministri, ministrat, ose zvministrat,
Deputetet, Gjyqtarét e Gjykatés Kushtetuese, Gjyqtarét e Gjykatés sé Larté, Kryetari i
Kontrollit té Larté té Shtetit, Prokurori i Pérgjithshém, Gjyqtarét e Prokurorét né nivelin
e Gjykatés sé Shkallés sé Paré e né até té Apelit, Avokati i Popullit, Anétari i Komisionit
Qendror té Zgjedhjeve, Anétari i Késhillit té Larté té Drejtésisé, Inspektori i Pérgjithshém
i Inspektoratit té Larté té Deklarimit dhe Kontrollit t¢ Pasurive dhe Konfliktit té
Interesave, Anétarét e Enteve Rregullatore, (Késhilli i Mbikqyrjes i Bankés sé Shqipérisé,
pérfshiré Guvernatorin dhe Zv/Guvernatorin; té konkurrencés, telekomunikacionit;
energjisé; furnizimit me ujé; té sigurimeve; letrave me vleré; mediave), Sekretarét e
Pérgjithshém té institucioneve gendrore si dhe ¢do zyrtar tjetér, né ¢do institucion publik,
gé éshté té paktén i barazvlefshém pér nga pozicioni me drejtorét e pérgjithshém,
titullarét e institucioneve té administratés publike gé nuk jané pjesé e shérbimit civil.

Pér zyrtarét e nivelit t&¢ mesém drejtues sipas nenit 31, dhe pér zyrtarét e parashikuar né
nenin 32 té kreut té 111, seksioni 2 t& kétj ligji, ndalimi sipas pikés 1 t& kétij neni, pér
shkak té interesave private té zyrtarit, t€ pércaktuara né kété piké zbatohet vetém né
lidhjen e kontratave né fushén e territorit dhe té juridiksionit té institucionit, ku punon
zyrtari. Ky ndalim zbatohet edhe kur palé éshté njé institucion i varésise.

Kur zyrtari éshté né funksionin e kryetarit a té nénkryetarit té bashkisé, komunés ose té késhillit
té garkut, té anétarit té késhillit pérkatés ose éshté zyrtar i nivelit té larté drejtues té njé njésie té
geverisjes vendore, ndalimi pér shkak té interesave privaté té zyrtarit, té pércaktuara né kété
piké, zbatohet vetém né lidhjen e kontratave, sipas rastit, me bashkiné, komunén ose késhillin e
garkut, ku zyrtari ushtron kéto funksione. Ky ndalim zbatohet edhe kur palé né kontraté éshté njé
institucion publik, né varési té késaj njésie (neni 21 pika 2 e Ligjit Nr. 9367, daté 07.04.2005).
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Ndalimet e pércaktuara né nenin 21 pika 1, 2 té Ligjit Nr. 9367, daté 07.04.2005, me
pérjashtimet pérkatése, zbatohen né té njéjtén masé edhe pér personat e lidhur me zyrtarin gé né
kuptim té kétij ligji jané bashkéshorti/ja, bashkéjetuesi, fémijé né moshé madhoré, prindérit
e zyrtarit té bashkéshortit/es dhe bashkéjetuesit/es.

Uné i nénshkruari , me cilésiné e pérfagésuesit té personit juridik
deklaroj nén pérgjegjésiné time personale se:

Jam né dijeni té kérkesave dhe ndalimeve té pércaktuara né Ligjin Nr. 9367, daté 07.04.2005
“Pér parandalimin e konfliktit t€ interesave né ushtrimin e funksioneve publike” i ndryshuar, Si
dhe né aktet nénligjore té nxjerra né zbatim té tij nga Inspektorati i Larté i Deklarimit dhe
Kontrollit té Pasurive si dhe té Ligjit Nr. 9643, daté 20.11.2006 “Pér prokurimin publik”, i
ndryshuar.

Né pérputhje me to deklaroj se asnjé zyrtar i pércaktuar né Kreun Il1, Seksioni Il te Ligjit Nr.

9367, daté 7.4.2005, dhe né Kkété deklaraté, nuk zotéron interesa private né meényré té
drejtpérdrejté ose té térthorté me personin juridik qé uné pérfagésoj.

Data e dorézimit té deklaratés

Emri, Mbiemri, Nénshkrimi

Vula
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Shtojca 8

[ Shtojcé pér t’u plotésuar nga Operatori Ekonomik]

DEKLARATE MBI PERMBUSHJEN E KRITEREVE TE PERGJITHSHME

Deklaraté e operatorit ekonomik pjesemarrés né procedurén e prokurimit gqé do té zhvillohet né
daté nga  Autoriteti Kontraktor me objekt
me fond limit

Uné i nénshkruari me cilesiné té  operatorit ekonomik
deklaroj nén pérgjegjésiné time té ploté se:

e Operatori ekonomik éshté 1 regjistruar né Qendrén
Kombétare té Biznesit dhe ka né fushén e veprimtarisé objektin e prokurimit. N& rastin kur
ofertuesi éshté njé organizaté jofitimprurése, duhet té deklarojé se éshté i regjistruar si
person juridik, sipas Ligjit Nr.8788, daté 07.05.2001 “Pér Organizatat jo Fitimprurése”.

e Operatori ekonomik nuk éshté dénuar pér asnjé nga veprat
penale, té parashikuara Nenin 45/1 té LPP.

e Personi/at né cilésiné e anétarit té organit administrativ, drejtuesit ose mbikéqyrésit,
aksionerit ose ortakut, ose ka kompetenca pérfagésuese, vendimmarrjeje ose kontrolluese
brenda operatorit ekonomik, si mé poshté:

etj.
nuk jané ose kané gené té dénuar me vendim gjygésor té formés sé preré pér asnjé nga
veprat penale, té pércaktuara né nenin 45/1 té LPP2,

e Operatori ekonomik nuk éshté dénuar me vendim té gjykatés sé
formés sé preré, pér vepra gé lidhen me veprimtariné profesionale.

e Operatori ekonomik nuk éshté né proces falimentimi (statusi
aktiv).

3 Autorizoj Autoritetin Kontraktor té béjé verifikimet pérkatése té gjendjes gjygésore té personave té deklaruar né
kété Deklaraté.
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e Operatori ekonomik ka paguar té gjitha detyrimet pér pagimin e
tatimeve e té kontributeve té sigurimeve shogérore, sipas legjislacionit né fuqi.

Né cdo rast, autoriteti kontraktor ka té drejté té kryejé verifikimet e nevojshme mbi
vértetésiné e informacionit té deklaruar nga operatori ekonomik si mé sipér.

Data e dorézimit té deklaratés
Nénshkrimi i ofertuesit

Vula
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Shtojca 8/1
[ Shtojcé pér t 'u plotésuar nga Operatori Ekonomik]

DEKLARATE MBI GARANTIMIN E ZBATUESHMERISE SE DISPOZITAVE
LIGJORE NE MARREDHENIET E PUNES

Deklaraté e Operatorit Ekonomik pjesémarrés né progedurén e prokurimit gé do té zhvillohet né

daté nga Autoriteti Kontraktor me objekt me
fond limit
Uné i nénshkruari me cilésiné e té operatorit ekonomik

, deklaroj nén pérgjegjésiné time té ploté gé:

e Operatori ekonomik garanton mbrojtjen e té drejtés sé
punésimit dhe profesionit nga ¢do formé diskriminimi, té parashikuar nga legjislacioni i
punés né fuqi.

e Operatori ekonomik lidh me punémarrésit kontratat pérkatése té
punés dhe garanton masat né drejtim té sigurisé dhe shéndetit né puné pér té Gjithé dhe,
né ményreé té vecanté, pér grupet e rrezikuara, bazuar né legjislacionin e punés né fuqi.

e Operatori ekonomik nuk ka masé Ligjore né fuqi, té& vendosur nga
Inspektoriati Shtetéror i Punés dhe Shérbimeve Shogérore (ISHPSHSH). Né rastet kur
jané konstatuar shkelje ligjore, operatori ekonomik ka marré masat e nevojshme pér
adresimin e tyre, brenda afateve té pércaktuara nga ISHPSHSH.

Data e dorézimit té deklaratés
Pérfagésuesi i ofertuesit
Nénshkrimi

Vula
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Shtojca 9
[ Shtojcé pér t’u plotesuar nga Autoriteti Kontraktor]

1. KRITERET E PERGJITHSHME TE PRANIMIT/KUALIFIKIMIT

Ofertuesi duhet té deklarojé se:

a) Eshté i regjistruar né Qendrén Kombétare té Biznesit dhe ka né fushén e veprimtarisé objektin
e prokurimit. Né rastin kur ofertuesi éshté njé organizaté jofitimprurése, duhet té deklarojé se
éshté i regjistruar si person juridik, sipas Ligjit Nr.8788, daté 07.05.2001 “Pér Organizatat jo
Fitimprurése”.

b) nuk éshté né proces falimentimi, (statusi aktiv)

c) nuk éshté dénuar pér shkelje penale, né pérputhje me Nenin 45/1 té LPP,

¢) nuk éshté dénuar me vendim té gjykatés sé formés sé preré, pér vepra gé lidhen me
veprimtariné profesionale.

d) ka paguar té gjitha detyrimet pér pagimin e tatimeve e té kontributeve té sigurimeve
shogérore, sipas legjislacionit né fugi.

Edhe Ofertuesi i huaj duhet té deklarojé se i plotéson té gjitha kérkesat e renditura mé sipér
népérmjet paragitjes sé njé vetédeklarate me shkrim.

Nése gjuha e pérdorur né proceduré éshté gjuha shqipe, atéheré dokumentat né gjuhé té huaj
duhet té shogérohen me njé pérkthim té noterizuar né gjuhén shqipe.

Né rastet e bashkimit té operatoréve ekonomiké, c¢do anétar i grupit duhet té dorézojé
vetédeklaratén e lartpérmendur.

Kriteret e Pérgjithshme pér Pranim, nuk duhet té ndryshohen nga autoritetet kontraktore.

Kéto kritere duhet té plotésohen me dorézimin e vetédeklaratés me shkrim té subjektit, né
ditén e hapjes sé ofertés, sipas Shtojcés 8.

Né cdo rast, autoriteti kontraktor ka té drejté té kryejé verifikimet e nevojshme mbi
VErtetésiné e informacionit té deklaruar nga operatori ekonomik si mé sipér.

Ve¢ késaj, nése oferta dorézohet nga njé bashkim operatorésh ekonomiké, duhet té dorézohen:
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a. Marréveshja e noterizuar sipas sé cilés bashkimi i operatoréve ekonomikeé éshté krijuar
zyrtarisht;
b.  Prokura e posagme.

2. KRITERET E VECANTA TE KUALIFIKIMIT Lot. 1 - “Katetere koronare
diagnostike”

1. Kandidati/Ofertuesi duhet té dorézojé:

a. Formularin e Ofertés, sipas Shtojcés 1 ose Shtojcés 2 (né rastin e procedurave té prokurimit pér

furnizimin me karburante, gazoil, benzol dhe karburant pér ngrohje);

b. Deklarate pér paragitje oferte té pavaruar sipas Shtojcés 2/1;

c. Sigurimin e ofertés, (nése éshté e zbatueshme) sipas Shtojcés 4;

¢. Deklaraté mbi pérmbushjen e specifikimeve teknike, sipas Shtojcés 6;

d. Deklaraté mbi Konfliktin e Interesit sipas Shtojcés 7;

dh. Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave ligjore né marrédhéniet e punés
sipas Shtojces 8/1;

e. Vértetimin gé konfirmon shlyerjen e té gjitha detyrimeve té maturuara té energjisé elektrike té

kontratave té energjisé gé ka operatori ekonomik gé éshté i regjistruar né Shqipéri.

2. Kandidati/Ofertuesi duhet té dorézojé:

2.1 Kapaciteti ligjor/profesional i operatoréve ekonomiké:
- - sipas Kritereve té Pérgjithshme té kualifikimit

2.2 Kapaciteti ekonomik dhe financiar:

1. Kopje té deklaratave té xhiros vjetore pér tre vitet e fundit (2017,2018,2019). Vlera
mesatare e xhiros sé kétyre tre viteve duhet té jeté jo me e vogel se 40% té fondit limit té
kétij loti.

2.3 Kapaciteti teknik:
Pérsa i pérket aftésisé teknike e profesionale, Operatori Ekonomik duhet té pérmbushé kérkesat e
méposhtme minimale:

1. Furnizime té méparshme té ngjashme né njé vleré jo me e vogel se 40% té fondit limit té
kétij loti, té realizuara gjaté tre viteve té fundit nga data e hapjes sé ofertave té lotit 1 té
késaj procedure prokurimi. Si déshmi pér pérvojén e méparshme kérkohen vértetime té
Iéshuara nga njé ent publik ose fatura tatimore té shitjes, ku shénohen datat, shumat dhe
sasité e mallrave té furnizuara. Né rastin e pérvojés sé méparshme té realizuar me
sektorin privat si déshmi pranohen vetém faturat tatimore te shitjes ku te shénohen datat,
shumat dhe sasité e mallrave té furnizuara.

2. Operatori ekonomik duhet té vetédeklarojé origjinén e mallit dhe kompaniné prodhuese (té
plotésohet né shtojcén 1 té DST)

3. Ofertuesi duhet té jeté i certifikuar 1ISO 9001:2015 pér import, eksport, tregetim té pajisjeve
mjekésore /ose/ ekuivalent. Pér kété ai duhet té paragesé certifikatén pérkatese, té vlefshme.
Certifikata te jeté leshuar nga njé organ i vilerésimit té konformitetit, i akredituar nga organizmi
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kombétar i akreditimit ose organizma ndérkombétaré akreditues, té njohur nga Republika e
Shqipérisé.

4. Operatori ekonomik duhet té paragesé Certifikaté 1ISO 9001:2015 /ose/ ekuivalent, ose 1SO
13485 ”Per Sistemin e menaxhimin te cilesise per pajisjet mjekésore”, /ose ckuivalent/, té
vlefshme, pér prodhuesin/t e artikujve té ofruar. Certifikata te jeté leshuar nga njé organ i
vlerésimit t€ konformitetit, i akredituar nga organizmi kombétar i akreditimit ose organizma
ndérkombétaré akreditues, té njohur nga Republika e Shqipérisé.

5. Ofertuesi duhet te paragese Certifikate konformiteti CE sipas direktivés MDD 93/42 EEC, (té
pérditésuar), per te gjithe artikujt e ofruar, sipas kategorizimit té tyre, té pérkthyer dhe té
noterizuar.

6. Ofertuesi duhet té paragesé autorizim nga prodhuesi i mallrave ose nga distributori i autorizuar
nga prodhuesi, ku ne cdo rast te dokumentohet lidhja e distributorit me prodhuesin, pér lejimin e
tregétimit té artikujve té tij. (té perkthyer dhe te noterizuar)

7. Operatori duhet té parages€ “Autorizim pér tregtim té pajisjeve mjekésore”, t&€ leshuar nga
MSHMS sipas Ligjit 89/2014 “Pér pajisjet mjekesore”.

8. Kérkohen té paragiten katalogé tekniké pér té gjithé artikujt e ofertuar ku té jené té pasqyruara
specifikimet teknike té kérkuara pér secilin artikull. Né katalogé, duhet té shenohet sipas
numrit te artikullit ne Formularin e Ofertes dhe te markohen me ngjyré té ndezur (té
verdhé), artikujt e ofruar. (Katalogét duhet té€ ngarkohen né www.app.gov.al sé bashku me
dokumentacionin e kérkuar né kéto DT. Pérshkrimi teknik duhet té jeté i pérkthyer né gjuhén

shqipe)
9. Kerkohen mostra per te gjithe artikujt e kerkuar si me poshte:

- Kateter diagnostikues — 2 cope (i majte dhe i djathte)
- Guida angiografie — 1 cope

Dorézimi i Kampioneve/ mostrave té béhet prané Ministrisé sé Shéndetésisé dhe Mbrojtjes Sociale,
té mbyllura me ngjitése né zarf/a ose kuti jo transparente té vulosur/a, mbi té cilin/at té shénohet:
“Mos e hapni me pérjashtim te rasteve kur éshté i pranishém Komisioni i Vlerésimit te Ofertave te
procedurés se prokurimit «.......... » dhe jo para datés : 2020,0ra

- Sé bashku me mostrat ofertuesi duhet té japé edhe njé shkresé té vulosur dhe firmosur ku té
listohen mostrat qé ndodhen né zarf/kuti.

- Mbi ¢cdo mostér té dorézuar, ofertuesi duhet té shénoje Nr. Rendor té Artikullit gé pérfagéson
sipas formularit té ofertés (shtojca 1).

- Né paketimin e ¢do mostre duhet té evidentohet garté origjina e mallit e cila duhet té
pérputhet me origjinén e deklaruar nga ofertuesi né formularin e ofertés (Shtojca 1).

Mostrat e dorézuara duhet té jené té shogéruara me listén e inventarizimit dhe té identifikuara
sipas Nr. Rendor té formularit te ¢gmimit, e cila dorézohet vetém elektronikisht. Nése ka mungesa
mostrash pér artikuj té vecanté ose nése origjina e stampuar mbi mostér nuk pérputhet me
origjinén e deklaruar nga ofertuesi, atéheré oferta do té quhet jo e rregullt dhe rrjedhimisht do
té skualifikohet.

40


http://www.app.gov.al/

Dokumentat Standarde té Tenderit

Té gjithé dokumentat duhet té jené origjinalé ose kopje té noterizuara té tyre. Rastet e
mos-dorézimit té njé dokumenti, ose té dokumentave té rreme e té pasakta, konsiderohen si
kushte pér skualifikim.

2. KRITERET E VECANTA TE KUALIFIKIMIT Loti 2 “Set pér pérgatitjen pér
koronarografine angioplastike”

1. Kandidati/Ofertuesi duhet té dorézojé:

a. Formularin e Ofertés, sipas Shtojcés 1 ose Shtojcés 2 (né rastin e procedurave té prokurimit pér

furnizimin me karburante, gazoil, benzol dhe karburant pér ngrohje);

b. Deklarate pér paragitje oferte té pavaruar sipas Shtojcés 2/1;

c. Sigurimin e ofertés, (nése éshté e zbatueshme) sipas Shtojcés 4;

¢. Deklaraté mbi pérmbushjen e specifikimeve teknike, sipas Shtojcés 6;

d. Deklaraté mbi Konfliktin e Interesit sipas Shtojcés 7;

dh. Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave ligjore né marrédhéniet e punés
sipas Shtojces 8/1;

e. Vértetimin gé konfirmon shlyerjen e té gjitha detyrimeve té maturuara té energjisé elektrike té

kontratave té energjisé gé ka operatori ekonomik gé éshté i regjistruar né Shqipéri.

2. Kandidati/Ofertuesi duhet té dorézojé:
2.1 Kapaciteti ligjor/profesional i operatoréve ekonomike:
- - sipas Kritereve té Pérgjithshme té kualifikimit

2.2 Kapaciteti ekonomik dhe financiar:

1. Kopje té deklaratave té xhiros vjetore pér tre vitet e fundit (2017,2018,2019). Vlera mesatare e
xhiros sé kétyre tre viteve duhet té jeté jo me e vogel se 40% té fondit limit té kétij loti.

2.3 Kapaciteti teknik:

Pérsa i pérket aftésisé teknike e profesionale, Operatori Ekonomik duhet t€ pérmbushé kérkesat e
méposhtme minimale:

Furnizime té méparshme té ngjashme né njé vleré jo me e vogel se 40% té fondit limit té kétij loti, té
realizuara gjaté tre viteve té fundit nga data e hapjes sé ofertave té lotit 2 té késaj procedure
prokurimi. Si déshmi pér pérvojén e méparshme kérkohen vértetime té Iéshuara nga njé ent publik
ose fatura tatimore té shitjes, ku shénohen datat, shumat dhe sasité e mallrave té furnizuara. Né rastin
e pérvojés sé méparshme té realizuar me sektorin privat si déshmi pranohen vetém faturat tatimore
te shitjes ku te shénohen datat, shumat dhe sasité e mallrave té furnizuara.

2. Operatori ekonomik duhet té vetédeklarojé origjinén e mallit dhe kompaniné prodhuese (té
plotésohet né shtojcén 1 té DST)

3. Ofertuesi duhet té jeté i certifikuar 1ISO 9001:2015 pér import, eksport, tregetim té pajisjeve
mjekésore /ose/ ekuivalent. Pér kété ai duhet té paragesé certifikatén pérkatese, té vlefshme.
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Certifikata te jeté leshuar nga njé organ i vlerésimit té konformitetit, i akredituar nga organizmi
kombétar i akreditimit ose organizma ndérkombétaré akreditues, té njohur nga Republika e
Shqipérisé.

4. Operatori ekonomik duhet té paragesé Certifikaté 1SO 9001:2015 /ose/ ekuivalent, ose ISO 13485
”Per Sistemin e menaxhimin te cilesise per pajisjet mjekésore”, /ose ekuivalent/, té vlefshme, pér
prodhuesin/t e artikujve té ofruar. Certifikata te jeté leshuar nga njé organ i vlerésimit té
konformitetit, i akredituar nga organizmi kombétar i akreditimit ose organizma ndérkombétaré
akreditues, té njohur nga Republika e Shqipérisé.

5. Ofertuesi duhet te paragese Certifikate konformiteti CE sipas direktivés MDD 93/42 EEC, (té
pérditésuar), per te gjithe artikujt e ofruar, sipas kategorizimit té tyre, té pérkthyer dhe té noterizuar.

6. Ofertuesi duhet té paragesé autorizim nga prodhuesi i mallrave ose nga distributori i autorizuar
nga prodhuesi, ku ne cdo rast te dokumentohet lidhja e distributorit me prodhuesin, pér lejimin e
tregétimit té artikujve té tij. (t€ perkthyer dhe te noterizuar)

7. Operatori duhet t&€ paragesé “Autorizim pér tregtim té pajisjeve mjekésore”, t&€ leshuar nga
MSHMS sipas Ligjit 89/2014 “Pér pajisjet mjekesore”.

8. Kérkohen té paragiten katalogé tekniké pér té gjithé artikujt e ofertuar ku té jené té pasgyruara
specifikimet teknike té kérkuara pér secilin artikull. Né katalogé, duhet té shenohet sipas numrit te
artikullit ne Formularin e Ofertes dhe te markohen me ngjyré té ndezur (té verdhé), artikujt e ofruar.
(Katalogét duhet té ngarkohen né www.app.gov.al sé bashku me dokumentacionin e kérkuar né
kéto DT. Pérshkrimi teknik duhet té jeté i pérkthyer né gjuhén shqipe)

9. Kerkohen mostra per te gjithe artikujt e kerkuar si me poshte:

- Introducer (sheths) — 1 cope

- Introducer (sheths) radial — 1 cope

- Radial Artery Compression Device — 1 cope

- Rubinet 3-rrugésh (monifolds) — 1 cope

- Angiography pack (set angiografie) — 1 set

- High pressure Angiographic Syring (Set me shiringa Angiografike me presion te
larte) — 1 cope

Dorézimi i Kampioneve/ mostrave té béhet prané Ministrisé sé Shéndetésisé dhe Mbrojtjes Sociale,
té mbyllura me ngjitése né zarf/a ose kuti jo transparente té vulosur/a, mbi té cilin/at té shénohet:
“Mos e hapni me pérjashtim te rasteve kur éshté i pranishém Komisioni i Vlerésimit te Ofertave te
procedurés se prokurimit «.......... » dhe jo para datés : 2020,0ra

- Sé bashku me mostrat ofertuesi duhet té japé edhe njé shkresé té vulosur dhe firmosur ku té
listohen mostrat gé ndodhen né zarf/kuti.

- Mbi ¢do mostér té dorézuar, ofertuesi duhet té shénoje Nr. Rendor té Artikullit gé pérfagéson
sipas formularit té ofertés (shtojca 1).
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- Né paketimin e ¢do mostre duhet té evidentohet garté origjina e mallit e cila duhet té
pérputhet me origjinén e deklaruar nga ofertuesi né formularin e ofertés (Shtojca 1).

Mostrat e dorézuara duhet té jené té shogéruara me listén e inventarizimit dhe té identifikuara
sipas Nr. Rendor té formularit te gmimit, e cila dorézohet vetém elektronikisht. Nése ka mungesa
mostrash pér artikuj té vecanté ose nése origjina e stampuar mbi mostér nuk pérputhet me
origjinén e deklaruar nga ofertuesi, atéheré oferta do té quhet jo e rregullt dhe rrjedhimisht do
té skualifikohet.

2. KRITERET E VECANTA TE KUALIFIKIMIT Loti 3 “Ballona dhe kateter guide dhe
gida angioplastike”

1. Kandidati/Ofertuesi duhet té dorézojé:

a. Formularin e Ofertés, sipas Shtojcés 1 ose Shtojcés 2 (né rastin e procedurave té prokurimit pér

furnizimin me karburante, gazoil, benzol dhe karburant pér ngrohje);

b. Deklarate pér paragitje oferte té pavaruar sipas Shtojcés 2/1;

c. Sigurimin e ofertés, (nése éshté e zbatueshme) sipas Shtojcés 4;

¢. Deklaraté mbi pérmbushjen e specifikimeve teknike, sipas Shtojcés 6;

d. Deklaraté mbi Konfliktin e Interesit sipas Shtojcés 7;

dh. Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave ligjore né marrédhéniet e punés
sipas Shtojces 8/1;

e. Vértetimin gé konfirmon shlyerjen e té gjitha detyrimeve té maturuara té energjisé elektrike té

kontratave té energjisé gé ka operatori ekonomik qé éshté i regjistruar né Shqipéri.

2. Kandidati/Ofertuesi duhet té dorézojé:

2.1 Kapaciteti ligjor/profesional i operatoréve ekonomiké:
- - sipas Kritereve té Pérgjithshme té kualifikimit

2.2 Kapaciteti ekonomik dhe financiar:

1. Kopje té deklaratave té xhiros vjetore pér tre vitet e fundit (2017,2018,2019). Vlera
mesatare e xhiros sé kétyre tre viteve duhet té jeté jo me e vogel se 40% té fondit limit té
kétij loti.

2.3 Kapaciteti teknik:
Pérsa i pérket aftésisé teknike e profesionale, Operatori Ekonomik duhet té pérmbushé kérkesat e
méposhtme minimale:

2. Furnizime té méparshme té ngjashme né njé vleré jo me e vogel se 40% té fondit limit té
kétij loti, té realizuara gjaté tre viteve té fundit nga data e hapjes sé ofertave té lotit 3 té
késaj procedure prokurimi. Si déshmi pér pérvojén e méparshme kérkohen vértetime té
Iéshuara nga njé ent publik ose fatura tatimore té shitjes, ku shénohen datat, shumat dhe
sasité e mallrave té furnizuara. Né rastin e pérvojés sé méparshme té realizuar me
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sektorin privat si déshmi pranohen vetém faturat tatimore te shitjes ku te shénohen datat,
shumat dhe sasité e mallrave té furnizuara.

2. Operatori ekonomik duhet té vetédeklarojé origjinén e mallit dhe kompaniné prodhuese (té
plotésohet né shtojcén 1 té DST)

3. Ofertuesi duhet té jeté i certifikuar ISO 9001:2015 pér import, eksport, tregetim té pajisjeve
mjekésore /ose/ ekuivalent. Pér kété ai duhet té paragesé certifikatén pérkatese, té vlefshme.
Certifikata te jeté leshuar nga njé organ i vlerésimit té konformitetit, i akredituar nga organizmi
kombétar i akreditimit ose organizma ndérkombétaré akreditues, té njohur nga Republika e
Shqipérisé.

4. Operatori ekonomik duhet té paragesé Certifikaté 1ISO 9001:2015 /ose/ ekuivalent, ose 1SO
13485 Per Sistemin e menaxhimin te cilesise per pajisjet mjekésore”, /ose ekuivalent/, té
vlefshme, pér prodhuesin/t e artikujve té ofruar. Certifikata te jeté leshuar nga njé organ i
vlerésimit té konformitetit, i akredituar nga organizmi kombétar i akreditimit ose organizma
ndérkombétaré akreditues, té njohur nga Republika e Shqipérisé.

5. Ofertuesi duhet te paragese Certifikate konformiteti CE sipas direktivés MDD 93/42 EEC, (té
pérditésuar), per te gjithe artikujt e ofruar, sipas kategorizimit té tyre, té pérkthyer dhe té
noterizuar.

6. Ofertuesi duhet té paragesé autorizim nga prodhuesi i mallrave ose nga distributori i autorizuar
nga prodhuesi, ku ne cdo rast te dokumentohet lidhja e distributorit me prodhuesin, pér lejimin e
tregétimit té artikujve té tij. (t€ perkthyer dhe te noterizuar)

7. Operatori duhet t€ paraqesé “Autorizim pér tregtim té pajisjeve mjekésore”, t€ leshuar nga
MSHMS sipas Ligjit 89/2014 “Pér pajisjet mjekesore”.

8. Kérkohen té paragiten katalogé tekniké pér té gjithé artikujt e ofertuar ku té jené té pasqyruara
specifikimet teknike té kérkuara pér secilin artikull. Né katalogé, duhet té shenohet sipas
numrit te artikullit ne Formularin e Ofertes dhe te markohen me ngjyré té ndezur (té
verdhé), artikujt e ofruar. (Katalogét duhet té€ ngarkohen né www.app.gov.al sé bashku me
dokumentacionin e kérkuar né kéto DT. Pérshkrimi teknik duhet té jeté i pérkthyer né gjuhén

shqipe)
9. Kerkohen mostra per te gjithe artikujt e kerkuar si me poshte:

- Ballon angioplastike (Rapid exchange PTCA catheter; Non compliant Rapid
exchange PTCA catheter; OTW) 1 cope

- PTCA Guidewire 0.014” 1 cope

- Kateter drejtues koronar (coronary guide catheter side holes; without side holes)

- Inflation device (pistoleta e fryrjes se ballonit) 1 cope

- Set: torque, metallic insertion (Komplet : Torku+shiringe metalike) 1 set

- Katetere per ballon intra-aortik 1 cope

Dorézimi i Kampioneve/ mostrave té béhet prané Ministrisé sé Shéndetésisé dhe Mbrojtjes Sociale,
té mbyllura me ngjitése né zarf/a ose kuti jo transparente té vulosur/a, mbi té cilin/at té shénohet:
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“Mos e hapni me pérjashtim te rasteve kur éshté i pranishém Komisioni i Vlerésimit te Ofertave te
procedurés se prokurimit «.......... » dhe jo para datés : 2020,0ra ___ :

- Sé bashku me mostrat ofertuesi duhet té japé edhe njé shkresé té vulosur dhe firmosur ku té
listohen mostrat gé ndodhen né zarf/kuti.

- Mbi ¢do mostér té dorézuar, ofertuesi duhet té shénoje Nr. Rendor té Artikullit gé pérfagéson
sipas formularit té ofertés (shtojca 1).

- Né paketimin e ¢do mostre duhet té evidentohet garté origjina e mallit e cila duhet té
pérputhet me origjinén e deklaruar nga ofertuesi né formularin e ofertés (Shtojca 1).

Mostrat e dorézuara duhet té jené té shogéruara me listén e inventarizimit dhe té identifikuara
sipas Nr. Rendor té formularit te gmimit, e cila dorézohet vetém elektronikisht. Nése ka mungesa
mostrash pér artikuj té vecanté ose nése origjina e stampuar mbi mostér nuk pérputhet me
origjinén e deklaruar nga ofertuesi, atéheré oferta do té quhet jo e rregullt dhe rrjedhimisht do
té skualifikohet.

2. KRITERET E VECANTA TE KUALIFIKIMIT loti 4 “Drug Eluting Balloon catheter-
kateter ballon i medikuar”

1. Kandidati/Ofertuesi duhet té dorézojé:

a. Formularin e Ofertés, sipas Shtojcés 1 ose Shtojcés 2 (né rastin e procedurave té prokurimit pér

furnizimin me karburante, gazoil, benzol dhe karburant pér ngrohje);

b. Deklarate pér paragitje oferte té pavaruar sipas Shtojcés 2/1;

c. Sigurimin e ofertés, (nése éshté e zbatueshme) sipas Shtojcés 4;

¢. Deklaraté mbi pérmbushjen e specifikimeve teknike, sipas Shtojcés 6;

d. Deklaraté mbi Konfliktin e Interesit sipas Shtojcés 7;

dh. Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave ligjore né marrédhéniet e punés
sipas Shtojces 8/1;

e. Vértetimin gé konfirmon shlyerjen e té gjitha detyrimeve té maturuara té energjisé elektrike té

kontratave té energjisé gé ka operatori ekonomik qé éshté i regjistruar né Shqipéri.

2. Kandidati/Ofertuesi duhet té dorézojé:
2.1 Kapaciteti ligjor/profesional i operatoréve ekonomiké:
- - sipas Kritereve té Pérgjithshme té kualifikimit

2.2 Kapaciteti ekonomik dhe financiar:

1. Kopje té deklaratave té xhiros vjetore pér tre vitet e fundit (2017,2018,2019). Vlera
mesatare e xhiros sé kétyre tre viteve duhet té jeté jo me e vogel se 40% té fondit limit té
kétij loti.

2.3 Kapaciteti teknik:
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Pérsa i pérket aftésisé teknike e profesionale, Operatori Ekonomik duhet té pérmbushé kérkesat e
méposhtme minimale:

3. Furnizime té méparshme té ngjashme né njé vleré jo me e vogel se 40% té fondit limit té
kétij loti, té realizuara gjaté tre viteve té fundit nga data e hapjes sé ofertave té lotit 4 té
késaj procedure prokurimi. Si déshmi pér pérvojén e méparshme kérkohen vértetime té
Iéshuara nga njé ent publik ose fatura tatimore té shitjes, ku shénohen datat, shumat dhe
sasité e mallrave té furnizuara. Né rastin e pérvojés sé méparshme té realizuar me
sektorin privat si déshmi pranohen vetém faturat tatimore te shitjes ku te shénohen datat,
shumat dhe sasité e mallrave té furnizuara.

2. Operatori ekonomik duhet té vetédeklarojé origjinén e mallit dhe kompaniné prodhuese (té
plotésohet né shtojcén 1 té DST)

3. Ofertuesi duhet té jeté i certifikuar 1ISO 9001:2015 pér import, eksport, tregetim té pajisjeve
mjekésore /ose/ ekuivalent. Pér kété ai duhet té paragesé certifikatén pérkatese, té vlefshme.
Certifikata te jeté leshuar nga njé organ i vlerésimit té konformitetit, i akredituar nga organizmi
kombétar i akreditimit ose organizma ndérkombétaré akreditues, té njohur nga Republika e
Shqipérisé.

4. Operatori ekonomik duhet té paragesé Certifikaté 1SO 9001:2015 /ose/ ekuivalent, ose 1SO
13485 ”Per Sistemin e menaxhimin te cilesise per pajisjet mjekésore”, /ose ekuivalent/, t&
vlefshme, pér prodhuesin/t e artikujve té ofruar. Certifikata te jeté leshuar nga njé organ i
vlerésimit té konformitetit, i akredituar nga organizmi kombétar i akreditimit ose organizma
ndérkombétaré akreditues, té njohur nga Republika e Shqipérisé.

5. Ofertuesi duhet te paragese Certifikate konformiteti CE sipas direktivés MDD 93/42 EEC, (té
pérditésuar), per te gjithe artikujt e ofruar, sipas kategorizimit té tyre, té pérkthyer dhe té
noterizuar.

6. Ofertuesi duhet té paragesé autorizim nga prodhuesi i mallrave ose nga distributori i autorizuar
nga prodhuesi, ku ne cdo rast te dokumentohet lidhja e distributorit me prodhuesin, pér lejimin e
tregétimit té artikujve té tij. (té perkthyer dhe te noterizuar)

7. Operatori duhet té paragesé “Autorizim pér tregtim té pajisjeve mjekésore”, t&€ leshuar nga
MSHMS sipas Ligjit 89/2014 “Pér pajisjet mjekesore”.

8. Kérkohen té paragiten katalogé tekniké pér té gjithé artikujt e ofertuar ku té jené té pasqyruara
specifikimet teknike té kérkuara pér secilin artikull. Né katalogé, duhet té shenohet sipas
numrit te artikullit ne Formularin e Ofertes dhe te markohen me ngjyré té ndezur (té
verdhé), artikujt e ofruar. (Katalogét duhet té ngarkohen né www.app.gov.al sé bashku me
dokumentacionin e kérkuar né kéto DT. Pé&rshkrimi teknik duhet té jeté i pérkthyer né gjuhén

shqipe)
9. Kerkohen mostra per te gjithe artikujt e kerkuar si me poshte:

- Ballon i medikuar 1 cope
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- Kateter per aspirim trombi 1 cope
- Snare 1 cope

Dorézimi i Kampioneve/ mostrave té béhet prané Ministrisé sé Shéndetésisé dhe Mbrojtjes Sociale,
té mbyllura me ngjitése né zarf/a ose kuti jo transparente té vulosur/a, mbi té cilin/at té€ shénohet:
“Mos e hapni me pérjashtim te rasteve kur éshté i pranishém Komisioni i Vlerésimit te Ofertave te
procedurés se prokurimit «.......... » dhe jo para datés : 2020,0ra 1

- Sé bashku me mostrat ofertuesi duhet té japé edhe njé shkresé té vulosur dhe firmosur ku té
listohen mostrat qé ndodhen né zarf/kuti.

- Mbi ¢cdo mostér té dorézuar, ofertuesi duhet té shénoje Nr. Rendor té Artikullit gé pérfagéson
sipas formularit té ofertés (shtojca 1).

- Né paketimin e ¢do mostre duhet té evidentohet garté origjina e mallit e cila duhet té
pérputhet me origjinén e deklaruar nga ofertuesi né formularin e ofertés (Shtojca 1).

Mostrat e dorézuara duhet té jené té shogéruara me listén e inventarizimit dhe té identifikuara
sipas Nr. Rendor té formularit te gmimit, e cila dorézohet vetém elektronikisht. Nése ka mungesa
mostrash pér artikuj té vecanté ose nése origjina e stampuar mbi mostér nuk pérputhet me
origjinén e deklaruar nga ofertuesi, atéheré oferta do té quhet jo e rregullt dhe rrjedhimisht do
té skualifikohet.

2. KRITERET E VECANTA TE KUALIFIKIMIT loti 5 “Coronary stent graft system- Graft
stente koronare”

1. Kandidati/Ofertuesi duhet té dorézojé:

a. Formularin e Ofertés, sipas Shtojcés 1 ose Shtojcés 2 (né rastin e procedurave té prokurimit pér

furnizimin me karburante, gazoil, benzol dhe karburant pér ngrohje);

b. Deklarate pér paragitje oferte té pavaruar sipas Shtojcés 2/1;

c. Sigurimin e ofertés, (nése éshté e zbatueshme) sipas Shtojcés 4;

¢. Deklaraté mbi pérmbushjen e specifikimeve teknike, sipas Shtojcés 6;

d. Deklaraté mbi Konfliktin e Interesit sipas Shtojcés 7;

dh. Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave ligjore né marrédhéniet e punés
sipas Shtojces 8/1;

e. Vértetimin gé konfirmon shlyerjen e té gjitha detyrimeve té maturuara té energjisé elektrike té

kontratave té energjisé gé ka operatori ekonomik gé éshté i regjistruar né Shqipéri.

2.2 Kapaciteti ekonomik dhe financiar:

1. Kopje té deklaratave té xhiros vjetore pér tre vitet e fundit (2017,2018,2019). Vlera
mesatare e xhiros sé kétyre tre viteve duhet té jeté jo me e vogel se 40% té fondit limit té
kétij loti.
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2.3 Kapaciteti teknik:
Pérsa i pérket aftésisé teknike e profesionale, Operatori Ekonomik duhet té pérmbushé kérkesat e
méposhtme minimale:

1. Furnizime té méparshme té ngjashme né njé vleré jo me e vogel se 40% té fondit limit té
kétij loti, té realizuara gjaté tre viteve té fundit nga data e hapjes sé ofertave té lotit 5 té
késaj procedure prokurimi. Si déshmi pér pérvojén e méparshme kérkohen vértetime té
Iéshuara nga njé ent publik ose fatura tatimore té shitjes, ku shénohen datat, shumat dhe
sasité e mallrave té furnizuara. Né rastin e pérvojés sé méparshme té realizuar me
sektorin privat si déshmi pranohen vetém faturat tatimore te shitjes ku te shénohen datat,
shumat dhe sasité e mallrave té furnizuara.

2. Operatori ekonomik duhet té vetédeklarojé origjinén e mallit dhe kompaniné prodhuese (té
plotésohet né shtojcén 1 té DST)

3. Ofertuesi duhet té jeté i certifikuar 1ISO 9001:2015 pér import, eksport, tregetim té pajisjeve
mjekésore /ose/ ekuivalent. Pér kété ai duhet té paragesé certifikatén pérkatese, té vlefshme.
Certifikata te jeté leshuar nga njé organ i vlerésimit té konformitetit, i akredituar nga organizmi
kombétar i akreditimit ose organizma ndérkombétaré akreditues, té njohur nga Republika e
Shqipérisé.

4. Operatori ekonomik duhet té paragesé Certifikaté 1SO 9001:2015 /ose/ ekuivalent, ose 1SO
13485 ”Per Sistemin e menaxhimin te cilesise per pajisjet mjekésore”, /ose ekuivalent/, t&
vlefshme, pér prodhuesin/t e artikujve té ofruar. Certifikata te jeté leshuar nga njé organ i
vlerésimit té konformitetit, i akredituar nga organizmi kombétar i akreditimit ose organizma
ndérkombétaré akreditues, té njohur nga Republika e Shqipérisé.

5. Ofertuesi duhet te paragese Certifikate konformiteti CE sipas direktivés MDD 93/42 EEC, (té
pérditésuar), per te gjithe artikujt e ofruar, sipas kategorizimit té tyre, té pérkthyer dhe té
noterizuar.

6. Ofertuesi duhet té paragesé autorizim nga prodhuesi i mallrave ose nga distributori i autorizuar
nga prodhuesi, ku ne cdo rast te dokumentohet lidhja e distributorit me prodhuesin, pér lejimin e
tregétimit té artikujve té tij. (té perkthyer dhe te noterizuar)

7. Operatori duhet té paragesé “Autorizim pér tregtim té pajisjeve mjekésore”, t& leshuar nga
MSHMS sipas Ligjit 89/2014 “Pér pajisjet mjekesore”.

8. Kérkohen té paragiten katalogé tekniké pér té gjithé artikujt e ofertuar ku té jené té pasqyruara
specifikimet teknike té kérkuara pér secilin artikull. Né katalogé, duhet té shenohet sipas
numrit te artikullit ne Formularin e Ofertes dhe te markohen me ngjyré té ndezur (té
verdhé), artikujt e ofruar. (Katalogét duhet té ngarkohen né www.app.gov.al sé bashku me
dokumentacionin e kérkuar né kéto DT. Pé&rshkrimi teknik duhet té jeté i pérkthyer né gjuhén

shqipe)
9. Kerkohen mostra per te gjithe artikujt e kerkuar si me poshte:
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- Graft Stent — 1 cope
Dorézimi i Kampioneve/ mostrave té béhet prané Ministrisé sé Shéndetésisé dhe Mbrojtjes Sociale,
té mbyllura me ngjitése né zarf/a ose kuti jo transparente té vulosur/a, mbi té cilin/at té shénohet:
“Mos e hapni me pérjashtim te rasteve kur éshté i pranishém Komisioni i Vlerésimit te Ofertave te
procedurés se prokurimit «.......... » dhe jo para datés : 2020,0ra 1

- Sé bashku me mostrat ofertuesi duhet té japé edhe njé shkresé té vulosur dhe firmosur ku té
listohen mostrat gé ndodhen né zarf/kuti.

- Mbi ¢cdo mostér té dorézuar, ofertuesi duhet té shénoje Nr. Rendor té Artikullit gé pérfagéson
sipas formularit té ofertés (shtojca 1).

- Né paketimin e ¢do mostre duhet té evidentohet garté origjina e mallit e cila duhet té
pérputhet me origjinén e deklaruar nga ofertuesi né formularin e ofertés (Shtojca 1).

Mostrat e dorézuara duhet té jené té shogéruara me listén e inventarizimit dhe té identifikuara
sipas Nr. Rendor té formularit te ¢gmimit, e cila dorézohet vetém elektronikisht. Nése ka mungesa
mostrash pér artikuj té vecanté ose nése origjina e stampuar mbi mostér nuk pérputhet me
origjinén e deklaruar nga ofertuesi, atéheré oferta do té quhet jo e rregullt dhe rrjedhimisht do
té skualifikohet.

2. KRITERET E VECANTA TE KUALIFIKIMIT loti 6 “Stenta té medikuara”

1. Kandidati/Ofertuesi duhet té dorézojé:

a. Formularin e Ofertés, sipas Shtojcés 1 ose Shtojcés 2 (né rastin e procedurave té prokurimit pér

furnizimin me karburante, gazoil, benzol dhe karburant pér ngrohje);

b. Deklarate pér paragitje oferte té pavaruar sipas Shtojcés 2/1;

c. Sigurimin e ofertés, (nése éshté e zbatueshme) sipas Shtojcés 4;

¢. Deklaraté mbi pérmbushjen e specifikimeve teknike, sipas Shtojcés 6;

d. Deklaraté mbi Konfliktin e Interesit sipas Shtojcés 7;

dh. Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave ligjore né marrédhéniet e punés
sipas Shtojces 8/1;

e. Vértetimin gé konfirmon shlyerjen e té gjitha detyrimeve té maturuara té energjisé elektrike té

kontratave té energjisé gé ka operatori ekonomik gé éshté i regjistruar né Shqipéri.

2. Kandidati/Ofertuesi duhet té dorézojé:
2.1 Kapaciteti ligjor/profesional i operatoréve ekonomiké:
- - sipas Kritereve té Pérgjithshme té kualifikimit
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2.2 Kapaciteti ekonomik dhe financiar:

1. Kopje té deklaratave té xhiros vjetore pér tre vitet e fundit (2017,2018,2019). Vlera
mesatare e xhiros sé kétyre tre viteve duhet té jeté jo me e vogel se 40% té fondit limit té
kétij loti.

2.3 Kapaciteti teknik:
Pérsa i pérket aftésisé teknike e profesionale, Operatori Ekonomik duhet té pérmbushé kérkesat e
méposhtme minimale:

2. Furnizime té méparshme té ngjashme né njé vleré jo me e vogel se 40% té fondit limit té
kétij loti, té realizuara gjaté tre viteve té fundit nga data e hapjes sé ofertave té lotit 6 té
késaj procedure prokurimi. Si déshmi pér pérvojén e méparshme kérkohen vértetime té
Iéshuara nga njé ent publik ose fatura tatimore té shitjes, ku shénohen datat, shumat dhe
sasité e mallrave té furnizuara. Né rastin e pérvojés sé& méparshme té realizuar me
sektorin privat si déshmi pranohen vetém faturat tatimore te shitjes ku te shénohen datat,
shumat dhe sasité e mallrave té furnizuara.

2. Operatori ekonomik duhet té vetédeklarojé origjinén e mallit dhe kompaniné prodhuese (té
plotésohet né shtojcén 1 té DST)

3. Ofertuesi duhet té jeté i certifikuar ISO 9001:2015 pér import, eksport, tregetim té pajisjeve
mjekésore /ose/ ekuivalent. Pér kété ai duhet té paragesé certifikatén pérkatese, té vlefshme.
Certifikata te jeté leshuar nga njé organ i vlerésimit té konformitetit, i akredituar nga organizmi
kombétar i akreditimit ose organizma ndérkombétaré akreditues, t¢ njohur nga Republika e
Shqipérisé.

4. Operatori ekonomik duhet té paragesé Certifikaté 1SO 9001:2015 /ose/ ekuivalent, ose 1SO
13485 Per Sistemin e menaxhimin te cilesise per pajisjet mjekésore”, /ose ekuivalent/, té
vlefshme, pér prodhuesin/t e artikujve té ofruar. Certifikata te jeté leshuar nga njé organ i
vlerésimit t€ konformitetit, i akredituar nga organizmi kombétar i akreditimit ose organizma
ndérkombétaré akreditues, té njohur nga Republika e Shqipérisé.

5. Ofertuesi duhet te paragese Certifikate konformiteti CE sipas direktivés MDD 93/42 EEC, (té
pérditésuar), per te gjithe artikujt e ofruar, sipas kategorizimit té tyre, té pérkthyer dhe té
noterizuar ose certifikate FDA, te perkthyer dhe te noterizuar.

6. Ofertuesi duhet té paragesé autorizim nga prodhuesi i mallrave ose nga distributori i autorizuar
nga prodhuesi, ku ne cdo rast te dokumentohet lidhja e distributorit me prodhuesin, pér lejimin e
tregétimit té artikujve té tij. (té perkthyer dhe te noterizuar)

7. Operatori duhet té paragesé “Autorizim pér tregtim té pajisjeve mjekésore”, t& leshuar nga
MSHMS sipas Ligjit 89/2014 “Pér pajisjet mjekesore”.

8. Kérkohen té paragiten katalogé tekniké pér té gjithé artikujt e ofertuar ku té jené té pasqyruara
specifikimet teknike té kérkuara pér secilin artikull. Né katalogé, duhet té shenohet sipas
numrit te artikullit ne Formularin e Ofertes dhe te markohen me ngjyré té ndezur (té
verdhé), artikujt e ofruar. (Katalogét duhet té ngarkohen né www.app.gov.al sé bashku me
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dokumentacionin e kérkuar né kéto DT. Pérshkrimi teknik duhet té jeté i pérkthyer né gjuhén
shqipe)

9. Kerkohen te paragiten studime multicentrike te randomizuara (té perkthyer dhe te noterizuar)
10. Kerkohen mostra per te gjithe artikujt e kerkuar si me poshte:

- Stent i medikuar koronar (drug-eluting stent) — 1 cope
Dorézimi i Kampioneve/ mostrave té béhet prané Ministrisé sé Shéndetésisé dhe Mbrojtjes Sociale,
té mbyllura me ngjitése né zarf/a ose kuti jo transparente té vulosur/a, mbi té cilin/at té shénohet:
“Mos e hapni me pérjashtim te rasteve kur éshté i pranishém Komisioni i Vlerésimit te Ofertave te
procedurés se prokurimit «.......... » dhe jo para datés : 2020,0ra 1

- Sé bashku me mostrat ofertuesi duhet té japé edhe njé shkresé té vulosur dhe firmosur ku té
listohen mostrat qé ndodhen né zarf/kuti.

- Mbi ¢cdo mostér té dorézuar, ofertuesi duhet té shénoje Nr. Rendor té Artikullit gé pérfagéson
sipas formularit té ofertés (shtojca 1).

- Né paketimin e ¢do mostre duhet té evidentohet garté origjina e mallit e cila duhet té
pérputhet me origjinén e deklaruar nga ofertuesi né formularin e ofertés (Shtojca 1).

Mostrat e dorézuara duhet té jené té shogéruara me listén e inventarizimit dhe té identifikuara
sipas Nr. Rendor té formularit te gmimit, e cila dorézohet vetém elektronikisht. Nése ka mungesa
mostrash pér artikuj té vecanté ose nése origjina e stampuar mbi mostér nuk pérputhet me
origjinén e deklaruar nga ofertuesi, atéheré oferta do té quhet jo e rregullt dhe rrjedhimisht do
té skualifikohet.

2. KRITERET E VECANTA TE KUALIFIKIMIT  Let. 7 “Drug-eluting stent for
restenosis- stenta té medikuara pér restenozé”

1. Kandidati/Ofertuesi duhet té dorézojé:

a. Formularin e Ofertés, sipas Shtojcés 1 ose Shtojcés 2 (né rastin e procedurave té prokurimit pér

furnizimin me karburante, gazoil, benzol dhe karburant pér ngrohje);

b. Deklarate pér paragitje oferte té pavaruar sipas Shtojcés 2/1;

c. Sigurimin e ofertés, (nése éshté e zbatueshme) sipas Shtojcés 4;

¢. Deklaraté mbi pérmbushjen e specifikimeve teknike, sipas Shtojcés 6;

d. Deklaraté mbi Konfliktin e Interesit sipas Shtojcés 7;

dh. Deklaraté mbi garantimin e zbatueshmérisé sé dispozitave ligjore né marrédhéniet e punés
sipas Shtojces 8/1;

e. Vértetimin gé konfirmon shlyerjen e té gjitha detyrimeve té maturuara té energjisé elektrike té

kontratave té energjisé gé ka operatori ekonomik gé éshté i regjistruar né Shqipéri.
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2. Kandidati/Ofertuesi duhet té dorézojé:
2.1 Kapaciteti ligjor/profesional i operatoréve ekonomiké:
- - sipas Kritereve té Pérgjithshme té kualifikimit

2.2 Kapaciteti ekonomik dhe financiar:

1. Kopje té deklaratave té xhiros vjetore pér tre vitet e fundit (2017,2018,2019). Vlera
mesatare e xhiros sé kétyre tre viteve duhet té jeté jo me e vogel se 40% té fondit limit té
kétij loti.

2.3 Kapaciteti teknik:
Pérsa i pérket aftésisé teknike e profesionale, Operatori Ekonomik duhet té pérmbushé kérkesat e
méposhtme minimale:

3. Furnizime té méparshme té ngjashme né njé vleré jo me e vogel se 40% té fondit limit té
kétij loti, té realizuara gjaté tre viteve té fundit nga data e hapjes sé ofertave té lotit 7 té
késaj procedure prokurimi. Si déshmi pér pérvojén e méparshme kérkohen vértetime té
Iéshuara nga njé ent publik ose fatura tatimore té shitjes, ku shénohen datat, shumat dhe
sasité e mallrave té furnizuara. Né rastin e pérvojés sé& méparshme té realizuar me
sektorin privat si déshmi pranohen vetém faturat tatimore te shitjes ku te shénohen datat,
shumat dhe sasité e mallrave té furnizuara.

2. Operatori ekonomik duhet té vetédeklarojé origjinén e mallit dhe kompaniné prodhuese (té
plotésohet né shtojcén 1 té DST)

3. Ofertuesi duhet té jeté i certifikuar ISO 9001:2015 pér import, eksport, tregetim té pajisjeve
mjekésore /ose/ ekuivalent. Pér kété ai duhet té paragesé certifikatén pérkatese, té vlefshme.
Certifikata te jeté leshuar nga njé organ i vlerésimit té konformitetit, i akredituar nga organizmi
kombétar i akreditimit ose organizma ndérkombétaré akreditues, té njohur nga Republika e
Shqipérisé.

4. Operatori ekonomik duhet té paragesé Certifikaté 1SO 9001:2015 /ose/ ekuivalent, ose I1SO
13485 Per Sistemin e menaxhimin te cilesise per pajisjet mjekésore”, /ose ekuivalent/, té
vlefshme, pér prodhuesin/t e artikujve té ofruar. Certifikata te jeté leshuar nga njé organ i
vlerésimit té konformitetit, i akredituar nga organizmi kombétar i akreditimit ose organizma
ndérkombétaré akreditues, té njohur nga Republika e Shqipériseé.

5. Ofertuesi duhet te paragese Certifikate konformiteti CE sipas direktivés MDD 93/42 EEC, (té
pérditésuar), per te gjithe artikujt e ofruar, sipas kategorizimit té tyre, té pérkthyer dhe té
noterizuar.

6. Ofertuesi duhet té paragesé autorizim nga prodhuesi i mallrave ose nga distributori i autorizuar
nga prodhuesi, ku ne cdo rast te dokumentohet lidhja e distributorit me prodhuesin, pér lejimin e
tregétimit té artikujve té tij. (té perkthyer dhe te noterizuar)
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7. Operatori duhet t& paragesé “Autorizim pér tregtim té pajisjeve mjekésore”, t€ leshuar nga
MSHMS sipas Ligjit 89/2014 “Pér pajisjet mjekesore”.

8. Kérkohen té paragiten katalogé tekniké pér té gjithé artikujt e ofertuar ku té jené té pasqyruara
specifikimet teknike té kérkuara pér secilin artikull. Né katalogé, duhet té shenohet sipas
numrit te artikullit ne Formularin e Ofertes dhe te markohen me ngjyré té ndezur (té
verdhé), artikujt e ofruar. (Katalogét duhet té ngarkohen né www.app.gov.al sé bashku me
dokumentacionin e kérkuar né kéto DT. Pérshkrimi teknik duhet té jeté i pérkthyer né gjuhén

shqipe)
9. Kerkohen te paragiten studime multicentrike te randomizuara (té perkthyer dhe te noterizuar)

10. Kerkohen mostra per te gjithe artikujt e kerkuar si me poshte:

- Stente te veshura me medikament per ristenoza — 1 cope

Dorézimi i Kampioneve/ mostrave té béhet prané Ministrisé sé Shéndetésisé dhe Mbrojtjes Sociale,
té mbyllura me ngjitése né zarf/a ose kuti jo transparente té vulosur/a, mbi té cilin/at t€ shénohet:
“Mos e hapni me pérjashtim te rasteve kur éshté i pranishém Komisioni i Vlerésimit te Ofertave te
procedurés se prokurimit «.......... » dhe jo para datés : 2020,0ra

- Sé bashku me mostrat ofertuesi duhet té japé edhe njé shkresé té vulosur dhe firmosur ku té
listohen mostrat qé ndodhen né zarf/kuti.

- Mbi ¢do mostér té dorézuar, ofertuesi duhet té shénoje Nr. Rendor té Artikullit qé pérfagéson
sipas formularit té ofertés (shtojca 1).

- Né paketimin e ¢do mostre duhet té evidentohet garté origjina e mallit e cila duhet té
pérputhet me origjinén e deklaruar nga ofertuesi né formularin e ofertés (Shtojca 1).

Mostrat e dorézuara duhet té jené té shogéruara me listén e inventarizimit dhe té identifikuara
sipas Nr. Rendor té formularit te gmimit, e cila dorézohet vetém elektronikisht. Nése ka mungesa
mostrash pér artikuj té vecanté ose nése origjina e stampuar mbi mostér nuk pérputhet me
origjinén e deklaruar nga ofertuesi, atéheré oferta do té quhet jo e rregullt dhe rrjedhimisht do
té skualifikohet.

Shénim: KVO rezervon té drejtén e verifikimit té té dnénave té paragitura nga ofertuesit

o CERTIFIKATAT E CILESISE

- NE& rastet e bashkimit té operatoréve ekonomiké, ¢do anétar i grupit duhet té paragesé
certifikatat e kérkuara té cilésisé sipas zérave té gé merr pérsipér té realizojé né akt
marréveshje.

o PJESMARRJA NE ME SHUME SE NJE LOT:
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- Nese nje operator ekonomik konkuron ne me shume se 1 lot te kesaj procedure
prokurimi atehere ai duhet te zoteroje kapacitetet teknike, ekonomike financiare dhe
kualifikimin profesional per te realizuar objektin e procedures se prokurimit, pra te gjitha
loteve se bashku. Ne kete kuptim edhe kriteret e vecanta per kualifikim ( si psh kontratat
e ngjashme, xhiro., etj) duhet te plotesohen nga operatori ekonomik ne varesi te loteve ge
ai konkuron.

Té gjithé dokumentat duhet té jené origjinalé ose kopje té noterizuara té tyre. Rastet e
mos-dorézimit té njé dokumenti, ose té dokumentave té rreme e té pasakta, konsiderohen si
kushte pér skualifikim.

Shtojca 10
[ Shtojcé pér t’u plotesuar nga Autoriteti Kontraktor]

SPECIFIKIMET TEKNIKE
Pérshkrimi i té dhénave teknike té mallrave objekt prokurimi té pérshkruara sa mé sakté dhe né
ményré té ploté, duke krijuar kushte pér konkurrim té paanshém e té hapur ndérmjet té gjithé
kandidatéve e ofertuesve. Kur éshté e mundur, specifikimet teknike duhet té pércaktohen né

ményré té tillé gé té kuptohen nga personat me aftési té kufizuara.

KUJDES
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Specifikimet teknike nuk duhet té kené asnjé kérkesé apo referencé te ndonjé marké apo emér i
vecanté, patenté, vizatim ose tip, origjiné specifike, prodhues ose sipérmarrés shérbimi, pérvec
rasteve kur nuk ekziston njé ményré e mjaftueshme, e sakté apo e kuptueshme, e pérshkrimit té

kérkesave, me kusht g€ fjalét “ose ekuivalent” t€ pérfshihen detyrimisht né kéto specifikime.

Skicimet, parametrat teknik etj:
Specifikimi i Materialeve:

Pérshkrimi i kérkesave té zbatimit té shérbimeve né lidhje me to:

Lotl Katetere koronare diagnostike Njésia

Angiokit containing: (Judkins left and right 6F — 4.0 catheter (100cm), and 6F normal sheeth introducer with mini-guide

wire) Komplet angiografie ge permban: (kateter i majte dhe djathte Judkins 6 F-4.0 (100 cm), dhe introduktor 6 F normal cope
me mini guide shogeruese)

Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 5_F, 3.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 5 F, 3.5 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 5 F, 4.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 5 F, 4.5 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 5 F, 5.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 6 F, 3.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 6 F, 3.5 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 6 F, 4.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 6 F, 4.5 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 6 F, 5.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 6 F, 6.0 cope
Catheter multipurpose Cournand technique A-2 (100 cm) (Kateter multifunksional Cournand) 6_F, cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 5F, 3.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 5F, 3.5 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 5_F, 4.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 5_F, 4.5 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 5F, 5.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 6_F, 3.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 6_F, 3.5 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 6_F, 4.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 6_F, 4.5 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 6_F, 5.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 6_F, 6.0 cope
Catheter ventricular angled Pigtail (110 cm) (Kateter ventrikular, Pigtail te kendezuar (110cm)) 6 F, 145* 6 SH cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 5 F, AL | cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm)5 F, AL 11 cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 5 F, AL 11 cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 6 F, AL | cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 6 F, AL 1l cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 6 F, AL 111 cope
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, teknika Amplatz (100cm)5 F, AR | cope
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Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, teknika Amplatz (100cm) 5 F, AR 11 cope
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, teknika Amplatz (100cm) 6 F, AR | cope
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, teknika Amplatz (100cm) 6 F, AR 11 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 4 F, 3.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 4 F, 3.5 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 4 F, 4.0 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 4 F, 4.5 cope
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, teknika Judkins (100cm) 4 F, 5.0 cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 4 F, AL | cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 4 F, AL 1 cope
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, teknika Amplatz (100cm) 4 F, AL 111 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 4_F, 3.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 4.F, 3.5 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 4_F, 4.0 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 4 F, 4.5 cope
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, teknika Judkins (100cm) 4 F, 5.0 cope
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, teknika Amplatz (100cm) 4 F, AR | cope
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, teknika Amplatz (100cm) 4 F, AR Il cope
Catheter Sones 11 (100 cm) (Kateter Sones Il (100cm)_6 F cope
Catheter Sones 11 (100 cm) (Kateter Sones Il (100cm)_5 F cope
Catheter Sones 11 (100 cm) (Kateter Sones 1l (100cm)_4 F cope
Catheter IMA (internal mammary) (100 cm) (Kateter te a. mamare (100cm)_6 F cope
Catheter IMA (internal mammary) (100 cm) (Kateter te a. mamare (100cm)_5 F cope
Catheter LCB (Left Coronary Bypass) (100 cm) (Kateter per bypass ne a.coronare sinister) (100 cm) 6 F cope
Catheter LCB (Left Coronary Bypass) (100 cm) (Kateter per bypass ne a.coronare sinister) (100 cm) 5 F cope
Catheter RCB (Right Coronary Bypass) (100 cm) (Kateter per bypass ne a.coronare dexter) (100 cm) 6 F cope
Catheter RCB (Right Coronary Bypass) (100 cm) (Kateter per bypass ne a.coronare dexter) (100 cm) 5 F cope
Flow directed balloon catheter multipurpose (100-110 cm) (Kateter me ballon drejtues multifunksional) 6 F cope
PTFE-coated J curve 4-7 cm - J radius 3 mm exchange guidewires. 035 in 260 cm, (Maje ne forme J e veshur me PTFE,
4-7 cm, me rreze 3 mm, .035 imch, 260 cm) cope
PTFE-coated J curve 4-7 cm - J radius 3 mm exchange guidewires .038 in 260 cm, (Maje ne forme J e veshur me PTFE,
4-7 cm, me rreze 3 mm, .038 imch, 260 cm) cope
Diagnostic guidewie - PTFE-coated J curve -J radius 3mm ,Amplatz extra Stiff,0.035,260cm cope
Diagnostic Hydrophilic guidewire 0.035(0.89mm) curve -J radius 3cm,180-200cm cope
PTFE-coated straight flexible tip - (Maje e drejte e veshur me PTFE ) .035 in 260 cm 4-7 cm cope
PTFE-coated straight flexible tip - (Maje e drejte e veshur me PTFE ) .038 in 260 cm 4-7 cm cope
Lot2 Set per pergatitjen per koronarografine angioplastike
Normal sheath introducer with mini-guide wire (Sheath me gjatesi normale dhe gide te vogel) 5 F cope
Normal sheath introducer with mini-guide wire (Sheath me gjatesi normale dhe gide te vogel) 6 F cope
Normal sheath introducer with mini-guide wire (Sheath me gjatesi normale dhe gide te vogel) 7 F cope
Midlelength sheath introducers without obturator (with mini-guide wire) Sheath me gjatesi mesatare pa obturator (me gide cope
te vogel) 6 F
Midlelength sheath introducers without obturator (with mini-guide wire) Sheath me gjatesi mesatare pa obturator (me gide cope
te vogel) 7 F
Extra long sheath 45-90 cm introducers without obturator (with mini-guide wire) Sheath me gjatesi te gjate 45-90 cm pa cope
obturator (me guide te vogel) 6 F
Extra long sheath 45-90 cm introducers without obturator (with mini-guide wire) Sheath me gjatesi te gjate 45-90 cm pa cope
obturator (me guide te vogel) 7 F
High-pressure 1000 PSI Catheter extensions (connector) male-female Katetere zgjatues me presion te larte (bashkues cope

mashkull-femer) @ interior 2,15 75 cm
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Pressure tubing made of poliethylene Male-female, length 100 cm, tubing diameter 1 x 2 mm (Tuba presioni me material

polietileni mashkull-femer, gjatesi 100 cm, diameter tubi 1x2mm) cope
Manifolds (female luer lock to distal rotating adapter) triple high-pressure manifold OFF (3 ways) Tre-rrugesh me dalje

femer te pershtatur per pjesen distale te kateterit Tre-rrugesh me presion te larte OFF (3 rruge) 3 female right “off” 3 femra cope
djathtas "off"

Stopcocks 3 ports (2 female-1 male) Rubinet 3 portesh (2 femra-1 mashkull) a) low pressure stopcoks 50 psi cone
(rubinet me presion te ulet) P
One piece needles (Age teke) 18 G 7.6 cm cope
Disposable syringes for Medrad inject. Mark V Pro Vis: 150 ml (Shiringa nje perdorimeshe per injektim kontrasti cone
Medrad Mark V Pro Vis: 150 ml P
Disposable syringes for Medrad inject. Mark V Pro Vis: 200 ml (Shiringa nje perdorimeshe per injektim kontrasti cone
Medrad Mark V Pro Vis: 200 ml P
Spectraline disposable syringes for connection with manifolds and catheters 10-12 ml blue, security stop at 1.0 ml, rubber

gasket for smooth plunger action with double seal crystal clear barrel without lateral finger rings (no finger grip) - 50% of

quantity pieces and with lateral finger rings (with finger grip) - 50% of quantity pieces) (Shiringa nje perdorimshme te

vijezuara per lidhjen me tre rrugesh dhe me kateter me piston e tape te gendrueshme per injektim kontrasti, 10-12 ml blue, cope
me ndalese sigurie tek kufiri 1 ml, ndarese gome ne fund te pistonit per nje levizje me te lehte te pistonit me izolim te

dyfishte, materjal i tejdukshem dhe pa kapse anesore per gishtat ne 50% te sasise dhe me kapse anesore per gishtat ne 50%

te sasise)

Angiodyn image intensifier cover with elastic fixation 140 cm (Qese plastmasi per veshjen e llambes) 140 cm cope
Angiography pack - Reinforced Angio Drape 240 x 300 cm with two sided PE clear film (waterproof, high absorption

ability), - Tray 30x30x5 cm, - Cup 60 m, - Bowl 500 ml, - Table Cover 140x150 cm, - Gauze 10x10 cm, - Protective cover cope
80x110 cm, - Image intensifier cover with elastic fixation, - Sponge stick, - Coats XL x 2, - Scalpel

Monitoring Set for pressure transducer adapted or equivalent for Philips Angiograph Model Allura CV20 cope
Cable for pressure transducer adapted or equivalent for Philips Angiograph Model Allura CV20 cope
Cable for ECG monitoring adapted or equivalent for Philips Angiograph Model Allura C\VV20 cope
Hemostasis Y-connector: 50% of quantity with pressure monitoring line (no side arm), push click-20%, push pull-80%;

50% of quantity without pressure monitoring line (no side arm), push click-20%, push pull-7, screw type-10% ( Lidhes tip cope
Y per hemostaze: 50% te sasise me linje anesore per monitorimin e presionit, shty kercit 20%, shty terhiq 80%; 50% tjeter P
te sasise pa linje anesore per monitorimin e presionit, shty kercit 20%, shty -terhiq 70%, shtrengim me filetim 10%)

High pressure Angiographic Syring for single use for Medrad Injector Mark—Stellant (2x200 ml Syring;1 x 60” T-

Connector and Prime Tube;2 x Spikes) (Set me shiringa Angiografike me presion te larte per perdorim unik per Injektor cope
Medrad Mark—Stellant ge permban 2x200 ml Syring, 1 x 60” T-Connector and Prime Tube, 2 x Spikes)

Pressure Transducer adapted or equivalent for Cath-Lab Model Artis Zee Floor-Siemens cope
Transducer (diafragm) dome for use with pressure transducer adapted or equivalent for Cath-Lab Model Arsis Zee Floor cone
Siemens p
Monitoring set for pressure transducer adapted or equivalent for Cath-Lab Model Arsis Zee Floor -Siemens (Set cone
monitorimi per percjellesin e presionit e pershtatshme per aparatin Simes-Artis Zee) P
Monitoring Set for pressure transducer adapted or equivalent for Philips Angiograph Model Allura Centron Sistem module cone
000400 P
Cable for pressure transducer adapted or equivalent for Philips Angiograph Model Allura Centron Sistem module 000400 cope
Cable for ECG monitoring adapted or equivalent for Philips Angiograph Model Allura Centron Sistem module 000400 cope
Cable for ECG monitoring adapted or equivalent for Siemens Angio-CT Model Somatom definition AS cope
Transradial kit sheath introducer with vessel dilator 6 F, (sheath length 10-13 cm, guidewire and needle ) Komplet sheath cone
transradial me dilatator 6 F (gjatesi sheath 10-13 cm, guide dhe age) P
Transradial kit sheath introducer with vessel dilator 7 F, (sheath length 10-13 cm, guidewire and needle ) Komplet sheath cone
transradial me dilatator 6 F (gjatesi sheath 10-13 ¢cm, guide dhe age) P
Transradial kit sheath introducer with vessel dilator 6 F  (sheath length 16-23, guidewire and needle)Komplet sheath cope

transradial me dilatator 6 F (gjatesi sheath 16-23 ¢cm, guide dhe age)
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Transradial kit sheath introducer with vessel dilator 7 F  (sheath length 16-23, guidewire and needle) Komplet sheath

transradial me dilatator 7 F (gjatesi sheath 16-23 cm, guide dhe age) cope
Contrast infusion set for use with hand syringe during angiography (set pér infuzionin e kontrastit pér pérdorimin me cone
shiringé gjaté angiografisé). P
Kit radial - Radial sheath introducer 5 Fr, 10- 13cm, with mini-guide wire and needle, (Sheath radial 5Fr me gjatesi 10 -13 cone
cm, gide te vogel dhe age) P
Radial Artery Compression Device (Paisje per hemostaze te arteries radiale) cope
Kit radial - Radial sheath introducer 6Fr, 10 - 13cm, with mini-guide wire and needle (Sheath radial 6Fr, me gjatesi 10 -13 cone
cm, gide te vogel dhe age) P
Kit Radial - Radial sheath introducer 6 Fr, 20 - 25cm, with mini-guide wire and needle (Sheath radial 6 Fr, me gjatesi 20- cope

25 cm, gide te vogel dhe age)

Lot3 Ballona dhe kateter guide dhe gida angioplastike

Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,1.20-1.25 mm, 8-10 mm ose 9-12 mm (ballon gjysem

kompleant me 2 marker) cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 1.5 mm, 6-8 mm -(ballon gjysem kompleant me 2 cone
marker) P
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 1.5 mm, 8-10 mm ose 9-12mm (ballon gjysem cope
kompleant me 2 marker) P
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers (ballon gjysem kompleant me 2 marker) 1.5mm,12- cope
13mm P
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, (ballon gjysem kompleant me 2 marker) 1.5mm,14- cope
16mm P
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 2 mm, 6-8 mm (ballon gjysem kompleant me 2 marker) cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 2 mm, 9-10 mm - (ballon gjysem kompleant me 2 cone
marker) p
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 1.5mm,20 mm cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, (ballon gjysem kompleant me 2 marker) 2 mm,12-13 cope
mm

Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, (ballon gjysem kompleant me 2 marker) 2 mm,14-16 cope
mm

Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 2 mm,20 mm cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 9-10 mm -(ballon gjysem kompleant me 2 marker) cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 2.5 mm, 6-8 mm (ballon gjysem kompleant me 2 cone
marker) P
Semi compliant Rapid exchange PTCA ballon catheter,2 markers,(ballon gjysem kompleant me 2 marker) 2.5 mm,12-13 cope
mm

Semi compliant Rapid exchange PTCA ballon catheter,2 markers,(ballon gjysem kompleant me 2 marker) 2.5 mm,20 mm cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 3 mm,12-13 cope
mm

Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 2.5 mm,14-16 cope
mm

Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 3 mm,14-16 cope
mm

Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 3 mm,20 mm cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 3.5 mm,12-13 cope

mm
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Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 3.5 mm,14-16

mm cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 3.5 mm,20 mm cope
ﬁ]er;ni compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 4 mm,12-13 cope
ﬁ]er;ni compliant Rapid exchange PTCA ballon catheter,2 markers,(ballon gjysem kompleant me 2 marker) 4 mm,14-16 cope
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon gjysem kompleant me 2 marker) 4 mm,20 mm cope
Rapid exchange PTCA catheter, 2 markers, 1.5 mm, 12-13 mm - cope
Rapid exchange PTCA catheter, 2 markers, 1.5 mm, 14-16 mm - cope
Rapid exchange PTCA catheter, 2 markers, 1.5 mm, 20 mm cope
Rapid exchange PTCA catheter, 2 markers, 2 mm, 12-13 mm - cope
Rapid exchange PTCA catheter, 2 markers, 2 mm, 14-16 mm - cope
Rapid exchange PTCA catheter, 2 markers, 2 mm, 20 mm - cope
Rapid exchange PTCA catheter, 2 markers, 2.5 mm, 12-13 mm - cope
Rapid exchange PTCA catheter, 2 markers, 2.5 mm, 14-16 mm - cope
Rapid exchange PTCA catheter, 2 markers, 2.5 mm, 20 mm - cope
Rapid exchange PTCA catheter, 2 markers, 3 mm, 12-13 mm - cope
Rapid exchange PTCA catheter, 2 markers, 3 mm, 14-16 mm - cope
Rapid exchange PTCA catheter, 2 markers, 3 mm, 20 mm - cope
Rapid exchange PTCA catheter, 2 markers, 3.5 mm, 12-13 mm - cope
Rapid exchange PTCA catheter, 2 markers, 3.5 mm, 14-16 mm - cope
Rapid exchange PTCA catheter, 2 markers, 3.5 mm, 20 mm - cope
Rapid exchange PTCA catheter, 2 markers, 4 mm, 12-13 mm - cope
Rapid exchange PTCA catheter, 2 markers, 4 mm, 14-16 mm - cope
Rapid exchange PTCA catheter, 2 markers, 4 mm, 20 mm - cope
Rapid exchange PTCA catheter, 2 markers, 4.5 mm, 14-16 mm - cope
Rapid exchange PTCA catheter, 2 markers, 4.5 mm, 20-22 mm - cope
Non compliant Rapid exchange PTCA catheter,2 markers,2.5mm,6-8mm cope
Non compliant Rapid exchange PTCA catheter, 2 markers, 2.5mm, 8-10mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,2.5mm,12-14mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,2.75mm,6-8mm cope
Non compliant Rapid exchange PTCA catheter, 2 markers, 2.75mm, 8-10mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,2.75mm,12-14mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,2.75mm,18-21mm cope
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,6-8mm cope
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,8-10mm cope
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,12-14mm cope
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,18-21mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,8-10mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,10-12mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,14-16mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,18-21mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,6-8mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,8-10mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,10-12mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,14-16mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,18-21mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,4mm,8-10mm cope
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Non compliant Rapid exchange PTCA catheter,2 markers,4mm,12-13mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,4.5mm,14-16mm cope
Non compliant Rapid exchange PTCA catheter,2 markers,5mm,14-16mm cope
Coronary guide catheter (without Side holes) 7F, Extra back up 3.0 cope
Coronary guide catheter (Side holes) 7F, Extra back up 3.0 cope
Coronary guide catheter (Side holes) 7F, Extra back up 3.5 cope
Coronary guide catheter (without Side holes) 7F, Extra back up 3.5 cope
Coronary guide catheter (Side holes) 7F, Extra back up 4.0 cope
Coronary guide catheter (Side holes) 7F, Extra back up 4.5 cope
Coronary guide catheter (Side holes) 7F, Extra back up 5.0 cope
Coronary guide catheter (without side holes) 6F, Left Judkins technique 3.0 cope
Coronary guide catheter (without side holes) 6F, Left Judkins technique 3.5 cope
Coronary guide catheter (without side holes) 6F, Left Judkins technique 4.0 cope
Coronary guide catheter (without side holes) 6F, Left Judkins technique 4.5 cope
Coronary guide catheter (without side holes) 6F, Left Judkins technique 5.0 cope
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 3.5 cope
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 4.0 cope
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 4.5 cope
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 5.0 cope
Coronary guide catheter (without side holes)6F,left, Amplatz | cope
Coronary guide catheter (without side holes)6F,left, Amplatz 11 cope
Coronary guide catheter (without side holes)6F,left, Amplatz 111 cope
Coronary guide catheter (Side holes) 7F, Left, Amplatz | cope
Coronary guide catheter (Side holes) 7F, Left, Amplatz 11 cope
Coronary guide catheter (Side holes) 7F, Left, Amplatz Il cope
IMA (internal mammary) cope
Coronary guide catheter (without side holes)6F, right,judkins technique 3.0 cope
Coronary guide catheter (without side holes)6F, right,judkins technique 3.5 cope
Coronary guide catheter (with side holes)6F, right judkins technique 3.5 cope
Coronary guide catheter (without side holes)6F, right judkins technique 4.0 cope
Coronary guide catheter (without side holes)6F, right judkins technique 4.5 cope
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 3.0 cope
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 3.5 cope
Coronary guide catheter (without Side holes) 7F, Right, Judkins technique 3.5 cope
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 4.0 cope
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 4.5 cope
Coronary guide catheter (without side holes)6F, Right Amplatz | cope
Coronary guide catheter (without side holes)6F, Right Amplatz 11 cope
Coronary guide catheter (Side holes) 7F, Right, Amplatz | cope
Coronary guide catheter (Side holes) 7F, Right, Amplatz |1 cope
PTCA guidewire 0.014" (hydrophylic) floppy 180-200 cm cope
PTCA guidewire 0.014" (standart) cope
PTCA guidewire 0.014 (hydrophylic-extra floppy) 180-200cm. guide angioplastike e forte cope
Inflation device (Pistoleta e fryrjes se ballonit) cope
Set: Torque+metallic insertion tool for PCI guidewire in guiding catheter: Torku+shiringe (age) metalike per futjen e e

guides se PCI ne kateterin drejtues cope
Catheter for intra-aortal balloon equivalent adapted or equivalent for Autocat 2 equipment (Katetere per ballon intra-aortal

te pershtatshem per aparatin Autocat 2) cope

Lot4 Drug Eluting Balloon catheter-kateter ballon i medikuar

60




Dokumentat Standarde té Tenderit

Drug eluting balloon Catheter, catheter 145 cm, the RX design. The proxy. part spindle 2F, a dist.part 2.2-2.6 F or
equivalent with max. accept wire 0.014 " FLEXITEC HF material or equivalent, LFC hydrofilic coating that provides
superior reliability and stability within the lesion during surgery. 1 or 2 Pt-Ir markers provide excellent visualization in the
cylinder of the balloon. Nominal pressure of 7 bar and RPB 15-17 bar. The body of the balloon coated with the active
substance (paclitaxel, sirolimus or zotarolimus), which is the time during the dilatation of 30-60 sec resorbed into the
tissue. (Kateter ballon i medikuar, kateter 145 cm, me RX design. Pjesa e majes proximale 2F, pjesa distale 2.2-2.6 F ose
ekuivalente ge pranon guide max 0.014", material flexitech ose ekuivalente, LFC hidrofilike ge siguron stabilitet dhe arritje
te lehte ne lezion gjate procedures. 1 deri 2 Pt-Ir marker ge te sigurojne nje shikueshmeri shume te mire te cilindrit te
balonit. Presioni nominal 7 Bar dhe RPB 15-17 Bar. Trupi i ballonit i veshur me me substance aktive (paclitaxel ose
sirolimus ose zotarolimus) i cili gjate kohes se fryrjes se ballonit prej 30-60 sek te reabsorbohet ne ind

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 2.5/14-16 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 2.5/18-20 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 2.5/28-30 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon I medikuar me 2 marker) 2.75/14-16 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon I medikuar me 2 marker) 2.75/18-20 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 2.75/28-30 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 3.0/14-16 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 3.0/18-20 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 3.0/28-30 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 3.5/14-16 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 3.5/18-20 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 3.5/28-30 mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 4.0 / 14-15mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 4.0 / 19-20mm cope
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 marker) 4.0 / 28-30mm cope
Catheter for Aspiration of Thrombus: it should have twoo lumen, vacuum available in 6F and 7F, length 140-145 cm,

compatible with 0.014" wire, in a set with two syringes and two filter pasket. (Ka_teter per aspirim trombi: duhgt_te kete 2 cope
lumene, vakum te vlefshem ne 6F dhe 7F, gjatesi 140-145 cm, kompatibel me guide 0.014", ne nje set me 2 shiringa dhe 2

filter basket)

Share Set with atraumatic nitinol Loop diameter 25mm —variable, Length 125cm, Introducer 110cm-5F. Set snare me lak cope

atraumatik ninitoli ne diameter 25mm - variabel, gjatesi 125cm, Introduktor 110cm - 5F.

Lot5 Coronary stent graft system- Graft stente koronare

Coronary stent graft system, Micro-porous ePTFE graft material with one layer, CoCr single stent, 100% covered, 3 year
shelf life, Guide Catheter Compatibility 6Fr for all sizes - Graft stente koronare, material mikroporoz ePTFE me nje
shtrese, stent teke CoCr, 100% e veshur, jetegjatesi 3 vjet, kompatibel me Guide Kateter 6Fr per te gjitha permasat

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i

veshur) 2.5 /7-8 mm cope
Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i cone
veshur) 2.5 /11-12 mm P
Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i cone
veshur) 2.5 /14-16 mm P
Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i cone
veshur) 2.5 /18-20 mm P
Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i cone
veshur) 2.5 /21-22 mm p
Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i cone
veshur) 2.5 /24-26 mm P
Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i cope

veshur) 2.75 /14-16 mm
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Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 2.5 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.0 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.0 /18-20 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.0 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.0 /24-26 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.5 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.5 /18-20 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.5 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 3.5 /24-26 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 4.0 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 4.0 /18-20 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 4.0 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 4.0 /24-26 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 4.5 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 4.5 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 5.0 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered (Graft Stent koronare material mikroporoz 100 i
veshur) 5.0 /21-22 mm

cope

Lot6 Stenta te medikuara

Drug-eluting stents covered with cytostatic drugs: serolimus, everolimus, biolimus or zotarolimus. Obligatory
characteristics: architecture for flexibility, cobalt or platinium alloy, crossing profiles under 0.049 inch, thickness strut
under 0.0038 inch, tested in multicentric studies for their efficacy and with American FDA or CE approvals) (Stente te
veshura me medikamente citostatike: serolimus, everolimus, biolimus ose zotarolimus. Karakteristika te detyrueshme:
arkitekture fleksibile, material kobalt ose platinium, me profil kalueshmerie nen 0.049 inch, dhe trashesine e trutit nen
0.0038 inch, te provuar ne studime multicentrike, per efikasitet dhe te aprovuara nga FDA amerikane ose Komun.Europian
CE)

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per
angioplastike koronare) 2.5 mm 8-10 mm

cope

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per
angioplastike koronare) 2.5 mm 12-14 mm

cope

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per
angioplastike koronare) 2.5 mm 15-16 mm

cope

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per
angioplastike koronare) 2.5 mm 18-20 mm

cope
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Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

angioplastike koronare) 2.5 mm 21-24 mm cope
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.5 mm 25-28 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.5 mm 32-33mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.75 mm 12-14 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.75 mm 15-16 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.75 mm 16-18 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.75 mm 18-20 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

. - cope
angioplastike koronare) 2.75 mm 21-24 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.75 mm 25-28 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.75 mm 32-33mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope
angioplastike koronare) 3.0 mm 12-14 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope
angioplastike koronare) 3.0 mm 15-16 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope
angioplastike koronare) 3.0 mm 18-20 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope
angioplastike koronare) 3.0 mm 21-24 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.0 mm 25-28 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.0 mm >30 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.0 mm 32-33mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.0 mm 38-40mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.5 mm 12-14 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.5 mm 15-16 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.5 mm 18-20 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.5 mm 21-24 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.5 mm 25-28 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.5 mm >30 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cone
angioplastike koronare) 3.5 mm 32-33mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope

angioplastike koronare) 3.5 mm 38 mm
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Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

angioplastike koronare) 3.5 mm 48 mm cope
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.0 mm 10-12 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.0 mm 14-16 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.0 mm 18-20 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.0 mm 20-24 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.5 mm 10-12 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.5 mm 14-16 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.5 mm 18-20 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 4.5 mm 20-24 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per

: - cope
angioplastike koronare) 2.25 mm 12-13 mm
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope
angioplastike koronare) 2.25 mm 15-16 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope
angioplastike koronare) 2.25 mm 18-20 mm P
Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus) stents (Stente te veshura me medikament per cope
angioplastike koronare) 2.25 mm 21-24 mm P

Lot7 Drug-eluting stent for restenosis- stetnta te medikuara per restenoze

Drug-eluting stent for restenosis, LM and bifurcation, Obligatory characteristics: Coronary stent that releases drug (drug-
eluting) made of cobalt alloy (CoCr) or Platinium (PtCr), markers of platinum iridium, sinusoidal technology
connecting from one wire, or in combination CWT technology, Multi-link technology or combination of mentioned
technologies or equivalent, with the active component - cytostatic with anti-inflammatory and antiproliferative activity -
Everolimus, Zotarolimus or Serolimus. The drug carries BioLinx polymer, or fluoropolymer, or PVDF or an equivalent
polymer with drug delivery through 120 to 180 days or equivalent, tested in multicentric studies for their efficacy, CE
aproval for use in patients with diabetes or equivalent. (Stente te veshura me medikamente citostatike: Stente te veshura
me me dikament per ristenoza, LM dhe bifurkime, Karakteristika te detyrueshme: Stent koronar gé Iéshon ilag (i
medikuar) e pérbéré prej aliazh Kobalti (CoCr) ose Platini (PtCr)”, markues platinium iridium, teknologji sinusoidale me
lidhje nga njé tel, teknologji CWT, teknologji Multi-Link ose kombinim i teknologjive tw sipérpérmendura, ose
ekuivalente me komponent aktiv, citostatik Everolimus, Zotarolimus ose Serolimus me aktivitet anti-inflamator dhe anti-
proliferativ, Mbajtési i ilacit BioLinx polymer ose Fluoropolymer ose PVDF ose polimer ekuivalent shpérndan ilagin né
120 deri né 180 dité ose ekuivalent, te provuara ne studime multicentrike per efikasitet, CE per perdorim ne pacient
diabetik ose ekuivalent)
Diameter 2.0mm, gjatesi 11-12mm cope
Diameter 2.0mm, gjatesi 15-16mm cope
Diameter 2.0mm, gjatesi 18-20 mm cope
Diameter 2.0mm, gjatesi 21-24mm cope
Diameter 2.0mm, gjatesi 26-28mm cope
Diameter 2.0mm, gjatesi 29-33mm cope
Diameter 2.25mm, gjatesi 7-8mm cope
Diameter 2.25mm, gjatesi 11-12mm cope
Diameter 2.25mm, gjatesi 15-16mm cope
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Diameter 2.25mm, gjatesi 18-20mm cope
Diameter 2.25mm, gjatesi 21-24mm cope
Diameter 2.25mm, gjatesi 25-28mm cope
Diameter 2.25mm, gjatesi 29-30mm cope
Diameter 2.25mm, gjatesi 32-34mm cope
Diameter 2.25mm, gjatesi 37-38mm cope
Diameter 2.50mm, gjatesi 7-8mm cope
Diameter 2.50mm, gjatesi 11-12mm cope
Diameter 2.50mm, gjatesi 15-16mm cope
Diameter 2.50mm, gjatesi 18-20mm cope
Diameter 2.50mm, gjatesi 21-24mm cope
Diameter 2.50mm, gjatesi 25-28mm cope
Diameter 2.50mm, gjatesi 29-30mm cope
Diameter 2.50mm, gjatesi 32-34mm cope
Diameter 2.50mm, gjatesi 37-38mm cope
Diameter 2.75mm, gjatesi 7-8mm cope
Diameter 2.75mm, gjatesi 11-12mm cope
Diameter 2.75mm, gjatesi 15-16mm cope
Diameter 2.75mm, gjatesi 18-20mm cope
Diameter 2.75mm, gjatesi 21-24mm cope
Diameter 2.75mm, gjatesi 25-28mm cope
Diameter 2.75mm, gjatesi 29-30mm cope
Diameter 2.75mm, gjatesi 32-34mm cope
Diameter 2.75mm, gjatesi 37-38mm cope
Diameter 3mm, gjatesi 7-8mm cope
Diameter 3mm, gjatesi 11-12mm cope
Diameter 3mm, gjatesi 15-16mm cope
Diameter 3mm, gjatesi 18-20mm cope
Diameter 3mm, gjatesi 21-24mm cope
Diameter 3mm, gjatesi 25-28mm cope
Diameter 3mm, gjatesi 29-30mm cope
Diameter 3mm, gjatesi 32-34mm cope
Diameter 3.0mm, gjatesi 37-38mm cope
Diameter 3.5mm, gjatesi 7-8mm cope
Diameter 3.5mm, gjatesi 11-12mm cope
Diameter 3.5mm, gjatesi 15-16mm cope
Diameter 3.5mm, gjatesi 18-20mm cope
Diameter 3.5mm, gjatesi 21-24mm cope
Diameter 3.5mm, gjatesi 25-28mm cope
Diameter 3.5mm, gjatesi 29-30mm cope
Diameter 3.5mm, gjatesi 32-34mm cope
Diameter 3.5mm, gjatesi 37-38mm cope
Diameter 4.0mm, gjatesi 11-12mm cope
Diameter 4.0mm, gjatesi 15-16mm cope
Diameter 4.5mm, gjatesi 18-20mm cope
Diameter 4.5mm, gjatesi 21-24mm cope
Diameter 5.0mm, gjatesi 11-12mm cope
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Shtojcall

[ Shtojcé pér t'u plotésuar nga Autoriteti Kontraktor né Marréveshjen Kuadér]

PLANIFIKIMI |

KONTRATAVE NE MARREVESHJEN KUADER

[] Mall:

Kuadér

Numri total i kontratave sipas Marréveshjes

Kontrata | Titulli i Kontratés
Nr.

Pérshkrim i shkurtér i kontratés

01

02

03
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Shtojca 12

( Shtojcé pér t'u plotésuar nga Autoriteti Kontraktor)

(Kjo Shtojcé né rastin e Marréveshjes Kuadér do té plotésohet nga autoriteti kontraktor vetém
gjaté rihapjes sé procesit té mini-konkursit)

SASIA DHE GRAFIKU | LEVRIMIT

Sasia e mallit gqé kérkohet:

_ QSUT SUSN Shkoder Fier .
Sasia
Artikulli/ Specifikime teknike Njésia | Sasia24 | sasia24 | Sasia24 | Sasia24 ?gx"ﬂ
muaj muaj muaj muaj
Lotl Katetere koronare diagnostike Njésia

Angiokit containing: (Judkins left and right 6F — 4.0 catheter (100cm), and
6F normal sheeth introducer with mini-guide wire) Komplet angiografie ge cope )
permban: (kateter i majte dhe djathte Judkins 6 F-4.0 (100 cm), dhe - 1,200 1,800
introduktor 6 F normal me mini guide shogeruese) 600
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 5 F, 3.0 35 10 - 45
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 5 F, 3.5 120 10 8 138
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cone
teknika Judkins (100cm) 5 F, 4.0 P 120 5 40 20 185
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 5 F, 4.5 20 5 6 31
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 5 F, 5.0 20 5 4 29
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 6 F, 3.0 50 5 - 10 65
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 6 F, 3.5 140 1,000 - 10 1,150
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 6 F, 4.0 9500 2,000 800 12,300
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 6 F, 4.5 130 100 10 50 290
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 6 F, 5.0 120 50 20 20 210
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope
teknika Judkins (100cm) 6 F, 6.0 25 5 10 10 50
Catheter multipurpose Cournand technique A-2 (100 cm) (Kateter cope )
multifunksional Cournand) 6_F, 10 6 10 26
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope
teknika Judkins (100cm) 5F, 3.0 25 5 - 30
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope 140
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teknika Judkins (100cm) 5F, 3.5 5 20 165
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 5F, 4.0 140 5 40 20 205
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 5F, 4.5 25 5 - 30
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 5 F, 5.0 20 5 - 25
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 6_F, 3.0 50 10 - 10 70
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 6 F, 3.5 140 20 20 10 190
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 6 F, 4.0 10000 3,500 800 14,300
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 6 _F, 4.5 25 20 - 50 95
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 6 F, 5.0 80 5 - 20 105
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cone

teknika Judkins (100cm) 6_F, 6.0 P 30 6 10 46
Catheter ventricular angled Pigtail (110 cm) (Kateter ventrikular, Pigtail te cope

kendezuar (110cm)) 6 F, 145* 6 SH 220 30 10 10 270
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 5 F, AL | 20 5 - 25
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 5 F, AL Il 25 5 - 30
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 5 F, AL 11l 10 5 - 15
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 6 F, AL | 50 5 10 10 75
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 6 F, AL Il 50 5 10 10 75
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 6 F, AL 11l 15 5 10 5 35
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, cope

teknika Amplatz (100cm) 5 F, AR | 25 5 - 30
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, cope

teknika Amplatz (100cm)5 F, AR 11 25 5 - 30
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, cope

teknika Amplatz (100cm) 6 F, AR | 70 5 10 10 95
Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, cope

teknika Amplatz (100cm) 6 F, AR 11 50 5 10 10 75
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope

teknika Judkins (100cm) 4 F, 3.0 0 5 - 5
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope

teknika Judkins (100cm) 4 F, 3.5 0 5 - 5
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope

teknika Judkins (100cm) 4 F, 4.0 0 5 - 5
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope

teknika Judkins (100cm) 4 F, 4.5 0 5 - 5
Catheter left coronary Judkins Technique (100 cm) (Kateter te majte, cope

teknika Judkins (100cm) 4 F, 5.0 0 5 - 5
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 4 F, AL | 0 5 - 5
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 4 F, AL Il 0 5 - 5
Catheter left coronary Amplatz Technique (100 cm) (Kateter te majte, cope

teknika Amplatz (100cm) 4 F, AL 111 0 5 - 5
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 4 F, 3.0 0 5 - 5
Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope 0
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teknika Judkins (100cm) 4 F, 3.5 5 - 5

Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 4 F, 4.0 0 5 - 5

Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 4 F, 4.5 0 5 - 5

Catheter right coronary Judkins technique (100 cm) (Kateter te djathte, cope

teknika Judkins (100cm) 4 F, 5.0 0 5 - 5

Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, cope

teknika Amplatz (100cm) 4 F, AR | 0 5 - 5

Catheter right coronary Amplatz Technique (100 cm) (Kateter te djathte, cope

teknika Amplatz (100cm) 4 F, AR 11 0 5 - 5

Catheter Sones 11 (100 cm) (Kateter Sones 11 (100cm)_6 F cope 0 10 i 10 20

Catheter Sones 11 (100 cm) (Kateter Sones I (100cm)_5 F cope 0 5 i 5

Catheter Sones 11 (100 cm) (Kateter Sones Il (100cm)_4 F cope 0 5 ) 5

Catheter IMA (internal mammary) (100 cm) (Kateter te a. mamare (100cm) cone

6F P 100 5 10 30 145

Catheter IMA (internal mammary) (100 cm) (Kateter te a. mamare (100cm) cope

5F 25 5 - 30

Catheter LCB (Left Coronary Bypass) (100 cm) (Kateter per bypass ne cope

a.coronare sinister) (100 cm) 6 F 35 5 6 10 56

Catheter LCB (Left Coronary Bypass) (100 cm) (Kateter per bypass ne cope

a.coronare sinister) (100 cm) 5 F 20 5 - 25

Catheter RCB (Right Coronary Bypass) (100 cm) (Kateter per bypass ne cope

a.coronare dexter) (100 cm) 6 F 35 5 6 10 56

Catheter RCB (Right Coronary Bypass) (100 cm) (Kateter per bypass ne cope

a.coronare dexter) (100 cm)5 F 20 5 - 25

Flow directed balloon catheter multipurpose (100-110 cm) (Kateter me cope

ballon drejtues multifunksional) 6 F 20 - 20

PTFE-coated J curve 4-7 cm - J radius 3 mm exchange guidewires. 035 in

260 cm, (Maje ne forme J e veshur me PTFE, 4-7 cm, me rreze 3 mm, cope

035 imch, 260 cm) 5000 200 300 5,500

PTFE-coated J curve 4-7 cm - J radius 3 mm exchange guidewires .038 in

260 cm, (Maje ne forme J e veshur me PTFE, 4-7 cm, me rreze 3 mm, cope

.038 imch, 260 cm) 6000 100 700 1,000 7,800

Diagnostic guidewie - PTFE-coated J curve -J radius 3mm ,Amplatz extra cope

Stiff,0.035,260cm 60 150 - 210

Diagnostic Hydrophilic guidewire 0.035(0.89mm) curve -J radius 3cm,180- cope

200cm 0 400 - 400

PTFE-coated straight flexible tip - (Maje e drejte e veshur me PTFE ) .035 cope

in 260 cm 4-7 cm 10 - 10

PTFE-coated straight flexible tip - (Maje e drejte e veshur me PTFE ) .038 cope

in 260 cm 4-7 cm 10 - 30 40
Lot2 Set per pergatitjen per koronarografine angioplastike )

Normal sheath introducer with mini-guide wire (Sheath me gjatesi normale cope

dhe gide te vogel) 5 F 150 50 60 260

Normal sheath introducer with mini-guide wire (Sheath me gjatesi normale cope

dhe gide te vogel) 6 F 9000 800 9,800

Normal sheath introducer with mini-guide wire (Sheath me gjatesi normale cope

dhe gide te vogel) 7 F 5500 50 400 400 6,350

Midlelength sheath introducers without obturator (with mini-guide wire) cope

Sheath me gjatesi mesatare pa obturator (me gide te vogel) 6 F 15 30 20 65

Midlelength sheath introducers without obturator (with mini-guide wire) cope

Sheath me gjatesi mesatare pa obturator (me gide te vogel) 7 F 500 10 20 50 580
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Extra long sheath 45-90 cm introducers without obturator (with mini-guide
wire) Sheath me gjatesi te gjate 45-90 cm pa obturator (me guide te vogel) 6
F

cope

90

20

20

130

Extra long sheath 45-90 cm introducers without obturator (with mini-guide
wire) Sheath me gjatesi te gjate 45-90 cm pa obturator (me guide te vogel) 7
F

cope

900

20

30

955

High-pressure 1000 PSI Catheter extensions (connector) male-female
Katetere zgjatues me presion te larte (bashkues mashkull-femer) @ interior
2,15 75cm

cope

50

10

60

Pressure tubing made of poliethylene Male-female, length 100 cm, tubing
diameter 1 x 2 mm (Tuba presioni me material polietileni mashkull-femer,
gjatesi 100 cm, diameter tubi 1x2mm)

cope

9000

1,000

1,000

11,000

Manifolds (female luer lock to distal rotating adapter) triple high-pressure
manifold OFF (3 ways) Tre-rrugesh me dalje femer te pershtatur per pjesen
distale te kateterit Tre-rrugesh me presion te larte OFF (3 rruge) 3 female
right “off” 3 femra djathtas "off"

cope

10000

4,000

1,000

1,250

16,250

Stopcocks 3 ports (2 female-1 male) Rubinet 3 portesh (2 femra-1 mashkull)
a) low pressure stopcoks 50 psi (rubinet me presion te ulet)

cope

50

50

One piece needles (Age teke) 18 G 7.6 cm

cope

50

1,000

200

1,250

Disposable syringes for Medrad inject. Mark V Pro Vis: 150 ml (Shiringa
nje perdorimeshe per injektim kontrasti Medrad Mark V Pro Vis: 150 ml

cope

150

30

10

190

Disposable syringes for Medrad inject. Mark V Pro Vis: 200 ml (Shiringa
nje perdorimeshe per injektim kontrasti Medrad Mark V Pro Vis: 200 ml

cope

70

10

80

Spectraline disposable syringes for connection with manifolds and catheters
10-12 ml blue, security stop at 1.0 ml, rubber gasket for smooth plunger
action with double seal crystal clear barrel without lateral finger rings (no
finger grip) - 50% of quantity pieces and with lateral finger rings (with
finger grip) - 50% of quantity pieces) (Shiringa nje perdorimshme te
vijezuara per lidhjen me tre rrugesh dhe me kateter me piston e tape te
gendrueshme per injektim kontrasti, 10-12 ml blue, me ndalese sigurie tek
kufiri 1 ml, ndarese gome ne fund te pistonit per nje levizje me te lehte te
pistonit me izolim te dyfishte, materjal i tejdukshem dhe pa kapse anesore
per gishtat ne 50% te sasise dhe me kapse anesore per gishtat ne 50% te
sasise)

cope

10000

4,000

1,100

1,250

16,350

Angiodyn image intensifier cover with elastic fixation 140 cm (Qese
plastmasi per veshjen e llambes) 140 cm

cope

9000

9,000

Angiography pack - Reinforced Angio Drape 240 x 300 cm with two sided
PE clear film (waterproof, high absorption ability), - Tray 30x30x5 cm, -
Cup 60 m, - Bowl 500 ml, - Table Cover 140x150 cm, - Gauze 10x10 cm, -
Protective cover 80x110 cm, - Image intensifier cover with elastic fixation, -
Sponge stick, - Coats XL x 2, - Scalpel

cope

10500

1,100

1,300

12,900

Monitoring Set for pressure transducer adapted or equivalent for Philips
Angiograph Model Allura CV20

cope

300

20

320

Cable for pressure transducer adapted or equivalent for Philips Angiograph
Model Allura CV20

cope

Cable for ECG monitoring adapted or equivalent for Philips Angiograph
Model Allura C\V20

cope

Hemostasis Y-connector: 50% of quantity with pressure monitoring line (no
side arm), push click-20%, push pull-80%; 50% of quantity without
pressure monitoring line (no side arm), push click-20%, push pull-7, screw
type-10% ( Lidhes tip Y per hemostaze: 50% te sasise me linje anesore per
monitorimin e presionit, shty kercit 20%, shty terhiq 80%; 50% tjeter te
sasise pa linje anesore per monitorimin e presionit, shty kercit 20%, shty -
terhig 70%, shtrengim me filetim 10%)

cope

1600

400

2,000

High pressure Angiographic Syring for single use for Medrad Injector
Mark-Stellant (2x200 ml Syring;1 x 60” T-Connector and Prime Tube;2 x
Spikes) (Set me shiringa Angiografike me presion te larte per perdorim
unik per Injektor Medrad Mark-Stellant ge permban 2x200 ml Syring, 1 x
60 T-Connector and Prime Tube, 2 x Spikes)

cope

1500

1,500
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Pressure Transducer adapted or equivalent for Cath-Lab Model Artis Zee

Floor-Siemens cope 0 20 - 20
Transducer (diafragm) dome for use with pressure transducer adapted or cone
equivalent for Cath-Lab Model Arsis Zee Floor Siemens P 0 30 - 30
Monitoring set for pressure transducer adapted or equivalent for Cath-Lab
Model Arsis Zee Floor -Siemens (Set monitorimi per percjellesin e presionit cope
g - 20 - 20

e pershtatshme per aparatin Simes-Artis Zee) 0
Monitoring Set for pressure transducer adapted or equivalent for Philips cone
Angiograph Model Allura Centron Sistem module 000400 P 90 - 90
Cable for pressure transducer adapted or equivalent for Philips Angiograph cone
Model Allura Centron Sistem module 000400 P 1 - 1
Cable for ECG monitoring adapted or equivalent for Philips Angiograph cone
Model Allura Centron Sistem module 000400 P 1 - 1
Cable for ECG monitoring adapted or equivalent for Siemens Angio-CT cone
Model Somatom definition AS P 1 - 1
Transradial kit sheath introducer with vessel dilator 6 F, (sheath length 10-
13 cm, guidewire and needle ) Komplet sheath transradial me dilatator 6 F cope 60 20 480
(gjatesi sheath 10-13 cm, guide dhe age) 400
Transradial kit sheath introducer with vessel dilator 7 F, (sheath length 10-
13 cm, guidewire and needle ) Komplet sheath transradial me dilatator 6 F cope 20 20 140
(gjatesi sheath 10-13 cm, guide dhe age) 100
Transradial kit sheath introducer with vessel dilator 6 F (sheath length 16-
23, guidewire and needle)Komplet sheath transradial me dilatator 6 F cope 10 100
(gjatesi sheath 16-23 cm, guide dhe age) 90
Transradial kit sheath introducer with vessel dilator 7 F  (sheath length 16-
23, guidewire and needle) Komplet sheath transradial me dilatator 7 F cope 10 20
(gjatesi sheath 16-23 cm, guide dhe age) 10
Contrast infusion set for use with hand syringe during angiography (set pér cone
infuzionin e kontrastit pér pérdorimin me shiringé gjaté angiografisé). P 3000 - 3,000
Kit radial - Radial sheath introducer 5 Fr, 10- 13cm, with mini-guide wire cone
and needle, (Sheath radial 5Fr me gjatesi 10 -13 c¢m, gide te vogel dhe age) P 320 40 360
Radial Artery Compression Device (Paisje per hemostaze te arteries radiale) cope 500 100 20 620
Kit radial - Radial sheath introducer 6Fr, 10 - 13cm, with mini-guide wire cone
and needle (Sheath radial 6Fr, me gjatesi 10 -13 cm, gide te vogel dhe age) P -
Kit Radial - Radial sheath introducer 6 Fr, 20 - 25cm, with mini-guide wire cone
and needle (Sheath radial 6 Fr, me gjatesi 20- 25 cm, gide te vogel dhe age) P -

Lot3 Ballona dhe kateter guide dhe gida angioplastike )
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,1.20-1.25 cone
mm, 8-10 mm ose 9-12 mm (ballon gjysem kompleant me 2 marker) P 20 - 20
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 1.5 mm, cone
6-8 mm -(ballon gjysem kompleant me 2 marker) P 20 - 20
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 1.5 mm, cone
8-10 mm ose 9-12mm (ballon gjysem kompleant me 2 marker) P 20 - 20
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers (ballon cone
gjysem kompleant me 2 marker) 1.5mm,12-13mm P 80 25 - 105
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, (ballon cone
gjysem kompleant me 2 marker) 1.5mm,14-16mm P 80 25 - 15 120
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 2 mm, 6- cone
8 mm (ballon gjysem kompleant me 2 marker) P 20 25 - 45
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 2 mm, cone
9-10 mm - (ballon gjysem kompleant me 2 marker) P 30 25 - 55
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Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon

gjysem kompleant me 2 marker) 1.5mm,20 mm cope 30 - 30
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, (ballon cone
gjysem kompleant me 2 marker) 2 mm,12-13 mm P 70 50 - 120
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, (ballon cone
gjysem kompleant me 2 marker) 2 mm,14-16 mm P 70 25 - 20 115
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 2 mm,20 mm P 70 25 - 20 115
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 9-10 cone
mm -(ballon gjysem kompleant me 2 marker) P 30 - 30
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers, 2.5 mm, cone
6-8 mm (ballon gjysem kompleant me 2 marker) P 20 - 20
Semi compliant Rapid exchange PTCA ballon catheter,2 markers,(ballon cone
gjysem kompleant me 2 marker) 2.5 mm,12-13 mm P 80 25 - 105
Semi compliant Rapid exchange PTCA ballon catheter,2 markers,(ballon cone
gjysem kompleant me 2 marker) 2.5 mm,20 mm P 70 25 - 20 115
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 3 mm,12-13 mm P 70 - 10 80
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 2.5 mm,14-16 mm P 70 25 - 95
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 3 mm,14-16 mm P 70 - 10 80
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 3 mm,20 mm P 70 - 10 80
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 3.5 mm,12-13 mm P 70 - 10 80
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 3.5 mm,14-16 mm P 90 - 10 100
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 3.5 mm,20 mm P 80 - 10 90
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 4 mm,12-13 mm P 60 - 60
Semi compliant Rapid exchange PTCA ballon catheter,2 markers,(ballon cone
gjysem kompleant me 2 marker) 4 mm,14-16 mm P 60 - 60
Semi compliant Rapid exchange PTCA ballon catheter, 2 markers,(ballon cone
gjysem kompleant me 2 marker) 4 mm,20 mm P 60 - 60
Rapid exchange PTCA catheter, 2 markers, 1.5 mm, 12-13 mm - cope 260 20 280
Rapid exchange PTCA catheter, 2 markers, 1.5 mm, 14-16 mm - cope 260 20 280
Rapid exchange PTCA catheter, 2 markers, 1.5 mm, 20 mm cope %0 6 %
Rapid exchange PTCA catheter, 2 markers, 2 mm, 12-13 mm - cope 400 60 460
Rapid exchange PTCA catheter, 2 markers, 2 mm, 14-16 mm - cope 450 30 480
Rapid exchange PTCA catheter, 2 markers, 2 mm, 20 mm - cope 410 40 450
Rapid exchange PTCA catheter, 2 markers, 2.5 mm, 12-13 mm - cope 420 30 450
Rapid exchange PTCA catheter, 2 markers, 2.5 mm, 14-16 mm - cope 800 50 850
Rapid exchange PTCA catheter, 2 markers, 2.5 mm, 20 mm - cope 500 40 540
Rapid exchange PTCA catheter, 2 markers, 3 mm, 12-13 mm - cope
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500 40 540
Rapid exchange PTCA catheter, 2 markers, 3 mm, 14-16 mm - cope 580 30 610
Rapid exchange PTCA catheter, 2 markers, 3 mm, 20 mm - cope 390 30 420
Rapid exchange PTCA catheter, 2 markers, 3.5 mm, 12-13 mm - cope 300 16 316
Rapid exchange PTCA catheter, 2 markers, 3.5 mm, 14-16 mm - cope 450 24 474
Rapid exchange PTCA catheter, 2 markers, 3.5 mm, 20 mm - cope 400 20 420
Rapid exchange PTCA catheter, 2 markers, 4 mm, 12-13 mm - cope 210 20 230
Rapid exchange PTCA catheter, 2 markers, 4 mm, 14-16 mm - cope 200 10 210
Rapid exchange PTCA catheter, 2 markers, 4 mm, 20 mm - cope 150 10 160
Rapid exchange PTCA catheter, 2 markers, 4.5 mm, 14-16 mm - cope 110 10 10 130
Rapid exchange PTCA catheter, 2 markers, 4.5 mm, 20-22 mm - cope 90 6 5 101
Non compliant Rapid exchange PTCA catheter,2 markers,2.5mm,6-8mm cope 25 4 29
Non compliant Rapid exchange PTCA catheter, 2 markers, 2.5mm, 8-10mm cope 20 25 4 49
Non compliant Rapid exchange PTCA catheter,2 markers,2.5mm,12-14mm cope 130 60 6 5 201
Non compliant Rapid exchange PTCA catheter,2 markers,2.75mm,6-8mm cope 5 15 ) 20
Non compliant Rapid exchange PTCA catheter, 2 markers, 2.75mm, 8- cone
10mm P 30 15 4 49
Non compliant Rapid exchange PTCA catheter,2 markers,2.75mm,12-14mm cope 50 25 4 79
Non compliant Rapid exchange PTCA catheter,2 markers,2.75mm,18-21mm cope %0 6 10 106
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,6-8mm cope 10 ) 10
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,8-10mm cope 70 15 6 91
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,12-14mm cope 180 50 6 5 241
Non compliant Rapid exchange PTCA catheter ,2 markers,3mm,18-21mm cope 160 15 8 10 193
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,8-10mm cope 40 15 ) 55
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,10-12mm cope 80 o5 ) 105
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,14-16mm cope 190 o5 ) 5 220
Non compliant Rapid exchange PTCA catheter,2 markers,3.25mm,18-21mm cope 190 10 ) 200
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,6-8mm cope 15 ) 15
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,8-10mm cope 15 4 19
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,10-12mm cope 50 6 56
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,14-16mm cope 50 10 5 65
Non compliant Rapid exchange PTCA catheter,2 markers,3.5mm,18-21mm cope
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10 10 10 30
Non compliant Rapid exchange PTCA catheter,2 markers,4mm,8-10mm cope 15 15 i 30
Non compliant Rapid exchange PTCA catheter,2 markers,4mm,12-13mm cope %0 o5 10 5 130
Non compliant Rapid exchange PTCA catheter,2 markers,4.5mm,14-16mm cope 90 15 10 5 120
Non compliant Rapid exchange PTCA catheter,2 markers,5mm,14-16mm cope 40 15 10 5 70
Coronary guide catheter (without Side holes) 7F, Extra back up 3.0 cope 35 5 20 60
Coronary guide catheter (Side holes) 7F, Extra back up 3.0 cope 150 10 6 166
Coronary guide catheter (Side holes) 7F, Extra back up 3.5 cope 3,100 30 40 3170
Coronary guide catheter (without Side holes) 7F, Extra back up 3.5 cope 50 10 160 220
Coronary guide catheter (Side holes) 7F, Extra back up 4.0 cope 180 10 40 230
Coronary guide catheter (Side holes) 7F, Extra back up 4.5 cope 90 10 20 120
Coronary guide catheter (Side holes) 7F, Extra back up 5.0 cope 50 5 10 65
Coronary guide catheter (without side holes) 6F, Left Judkins technique 3.0 cope 25 10 4 39
Coronary guide catheter (without side holes) 6F, Left Judkins technique 3.5 cope 150 10 20 10 190
Coronary guide catheter (without side holes) 6F, Left Judkins technique 4.0 cope 50 20 10 10 90
Coronary guide catheter (without side holes) 6F, Left Judkins technique 4.5 cope 35 10 10 55
Coronary guide catheter (without side holes) 6F, Left Judkins technique 5.0 cope 20 10 4 34
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 3.5 cope 700 5 40 100 845
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 4.0 cope 200 5 20 200 425
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 4.5 cope 40 5 10 30 85
Coronary guide catheter (Side holes) 7F, Left, Judkins technique 5.0 cope 35 5 6 5 51
Coronary guide catheter (without side holes)6F,left, Amplatz | cope 50 6 56
Coronary guide catheter (without side holes)6F,left, Amplatz 11 cope 20 6 2%
Coronary guide catheter (without side holes)6F,left, Amplatz 111 cope 10 6 16
Coronary guide catheter (Side holes) 7F, Left, Amplatz | cope 60 20 6 5 91
Coronary guide catheter (Side holes) 7F, Left, Amplatz |1 cope 70 10 6 5 91
Coronary guide catheter (Side holes) 7F, Left, Amplatz 111 cope 5 5 6 5 21
IMA (internal mammary) cope 40 4 20 64
Coronary guide catheter (without side holes)6F, right,judkins technique 3.0 cope 10 4 14
Coronary guide catheter (without side holes)6F, right,judkins technique 3.5 cope 35 400 60 10 505
Coronary guide catheter (with side holes)6F, right judkins technique 3.5 cope
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170 20 - 190

Coronary guide catheter (without side holes)6F, right judkins technique 4.0 cope 35 20 10 10 75
Coronary guide catheter (without side holes)6F, right judkins technique 4.5 cope 15 20 ) 5 40
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 3.0 cope 50 10 i 60
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 3.5 cope 2,210 10 100 50 2,370
Coronary guide catheter (without Side holes) 7F, Right, Judkins technique cone
35 P 30 10 10 50
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 4.0 cope 50 10 10 150 290
Coronary guide catheter (Side holes) 7F, Right, Judkins technique 4.5 cope 20 10 6 20 56
Coronary guide catheter (without side holes)6F, Right Amplatz | cope 10 6 16
Coronary guide catheter (without side holes)6F, Right Amplatz I1 cope 5 6 11
Coronary guide catheter (Side holes) 7F, Right, Amplatz | cope 70 5 6 5 86
Coronary guide catheter (Side holes) 7F, Right, Amplatz |1 cope 80 5 6 5 9%
PTCA guidewire 0.014" (hydrophylic) floppy 180-200 cm cope 9,000 600 200 9,800
PTCA guidewire 0.014" (standart) cope 120 100 200 420
PTCA guidewire 0.014 (hydrophylic-extra floppy) 180-200cm. guide cone
angioplastike e forte P 50 40 90
Inflation device (Pistoleta e fryrjes se ballonit) cope 5,400 1,000 500 500 7,400
Set: Torque+metallic insertion tool for PCI guidewire in guiding catheter:
dTroerjI:llJJ;sShmnge (age) metalike per futjen e e guides se PCI ne kateterin cope 5,400 500 500 6,400
Catheter for intra-aortal balloon equivalent adapted or equivalent for
Autocat 2 equipment (Katetere per ballon intra-aortal te pershtatshem per cope

: 10 - 10
aparatin Autocat 2)

Lot4 Drug Eluting Balloon catheter-kateter ballon i medikuar )
Drug eluting balloon Catheter, catheter 145 cm, the RX design. The proxy.
part spindle 2F, a dist.part 2.2-2.6 F or equivalent with max. accept wire
0.014 " FLEXITEC HF material or equivalent, LFC hydrofilic coating that
provides superior reliability and stability within the lesion during surgery. 1
or 2 Pt-Ir markers provide excellent visualization in the cylinder of the
balloon. Nominal pressure of 7 bar and RPB 15-17 bar. The body of the
balloon coated with the active substance (paclitaxel, sirolimus or
zotarolimus), which is the time during the dilatation of 30-60 sec resorbed
into the tissue. (Kateter ballon i medikuar, kateter 145 cm, me RX design. i
Pjesa e majes proximale 2F, pjesa distale 2.2-2.6 F ose ekuivalente ge
pranon guide max 0.014", material flexitech ose ekuivalente, LFC
hidrofilike ge siguron stabilitet dhe arritje te lehte ne lezion gjate
procedures. 1 deri 2 Pt-Ir marker ge te sigurojne nje shikueshmeri shume te
mire te cilindrit te balonit. Presioni nominal 7 Bar dhe RPB 15-17 Bar.
Trupi i ballonit i veshur me me substance aktive (paclitaxel ose sirolimus
ose zotarolimus) i cili gjate kohes se fryrjes se ballonit prej 30-60 sek te
reabsorbohet ne ind
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 cone
marker) 2.5/14-16 mm P 5 1 2 8
Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2 cone
marker) 2.5/18-20 mm P 5 1 2 5 13
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Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 2.5/28-30 mm

cope

10

18

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 2.75/14-16 mm

cope

10

20

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 2.75/18-20 mm

cope

10

20

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 2.75/28-30 mm

cope

10

20

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 3.0/14-16 mm

cope

15

26

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 3.0/18-20 mm

cope

10

19

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 3.0/28-30 mm

cope

10

19

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 3.5/14-16 mm

cope

20

31

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 3.5/18-20 mm

cope

15

26

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 3.5/28-30 mm

cope

10

19

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 4.0 / 14-15mm

cope

10

17

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 4.0 / 19-20mm

cope

12

Drug-eluting balloon catheter with 2 markers (Ballon | medikuar me 2
marker) 4.0 / 28-30mm

cope

12

Catheter for Aspiration of Thrombus: it should have twoo lumen, vacuum
available in 6F and 7F, length 140-145 cm, compatible with 0.014" wire, in
a set with two syringes and two filter basket. (Kateter per aspirim trombi:
duhet te kete 2 lumene, vakum te vlefshem ne 6F dhe 7F, gjatesi 140-145
cm, kompatibel me guide 0.014", ne nje set me 2 shiringa dhe 2 filter
basket)

cope

60

10

10

85

Snare Set with atraumatic nitinol Loop diameter 25mm —variable, Length
125cm, Introducer 110cm-5F. Set snare me lak atraumatik ninitoli ne
diameter 25mm - variabel, gjatesi 125cm, Introduktor 110cm - 5F.

cope

Lot5 Coronary stent graft system- Graft stente koronare

Coronary stent graft system, Micro-porous ePTFE graft material with one
layer, CoCr single stent, 100% covered, 3 year shelf life, Guide Catheter
Compatibility 6Fr for all sizes - Graft stente koronare, material mikroporoz
ePTFE me nje shtrese, stent teke CoCr, 100% e veshur, jetegjatesi 3 vjet,
kompatibel me Guide Kateter 6Fr per te gjitha permasat

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.5 /7-8 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.5 /11-12 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.5 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.5 /18-20 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.5 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.5 /24-26 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.75 /14-16 mm

cope
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Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 2.5 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.0 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.0 /18-20 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.0 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.0 /24-26 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.5 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.5 /18-20 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.5 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 3.5 /24-26 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 4.0 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 4.0 /18-20 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 4.0 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 4.0 /24-26 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 4.5 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 4.5 /21-22 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 5.0 /14-16 mm

cope

Coronary stent graft, micro porous ePTFE graft material, 100% covered
(Graft Stent koronare material mikroporoz 100 i veshur) 5.0 /21-22 mm

cope

Lot6 Stenta te medikuara

Drug-eluting stents covered with cytostatic drugs: serolimus, everolimus,
biolimus or zotarolimus. Obligatory characteristics: architecture for
flexibility, cobalt or platinium alloy, crossing profiles under 0.049 inch,
thickness strut under 0.0038 inch, tested in multicentric studies for their
efficacy and with American FDA or CE approvals) (Stente te veshura me
medikamente citostatike: serolimus, everolimus, biolimus ose zotarolimus.
Karakteristika te detyrueshme: arkitekture fleksibile, material kobalt ose
platinium, me profil kalueshmerie nen 0.049 inch, dhe trashesine e trutit nen
0.0038 inch, te provuar ne studime multicentrike, per efikasitet dhe te
aprovuara nga FDA amerikane ose Komun.Europian CE)

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.5
mm 8-10 mm

cope

40

51

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.5
mm 12-14 mm

cope

80

14

99

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.5

cope

220

10

20

30

280
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mm 15-16 mm

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.5 cope

mm 18-20 mm 130 ! 20 157

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.5 cope

mm 21-24 mm 150 10 30 20 210

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.5 cope

mm 25-28 mm 200 10 40 250

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.5 cope

mm 32-33mm 90 5 10 105

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.75 cope

mm 12-14 mm 70 15 14 99

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.75 cope

mm 15-16 mm 0| 15 20 30 195

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.75 cope

mm 16-18 mm 10| 18 20 10 175

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.75 cope

mm 18-20 mm 30| 15 20 10 175

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.75 cope

mm 21-24 mm 140 20 20 180

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.75 cope

mm 25-28 mm 140 20 20 10 190

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.75 cope

mm 32-33mm 120 15 20 5 160

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm 12-14 mm 10| 20 20 20 170

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm 15-16 mm 230 20 20 30 300

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm 18-20 mm 260 25 30 10 325

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm 21-24 mm 270 20 40 20 350

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm 25-28 mm 75 | 25 30 30 360

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm >30 mm 185 20 30 235

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm 32-33mm 160 20 ) 5 185

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.0 cope

mm 38-40mm 130 15 10 5 160
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Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 12-14 mm 120 15 20 10 165

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 15-16 mm 0| 15 30 30 295

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 18-20 mm 0| 20 40 20 340

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 21-24 mm 0| 15 40 10 335

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 25-28 mm 0| 15 30 20 285

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm >30 mm 70 15 ) 85

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 32-33mm 80 15 20 5 120

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 38 mm 80 10 10 5 105

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 3.5 cope

mm 48 mm 50 10 4 64

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.0 cope
mm 10-12 mm 80

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.0 cope

mm 14-16 mm mo| ! 20 10 147

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.0 cope

mm 18-20 mm 190 7 30 10 237

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.0 cope

mm 20-24 mm 190 3 30 223

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.5 cope
mm 10-12 mm 50

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.5 cope

mm 14-16 mm 100 2 14 15 131

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.5 cope

mm 18-20 mm 90 2 16 5 113

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 4.5 cope

mm 20-24 mm 90 2 20 112

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.25 cope

mm 12-13 mm 55 10 10 E

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.25 cope
mm 15-16 mm 75

Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)
stents (Stente te veshura me medikament per angioplastike koronare) 2.25 cope

mm 18-20 mm 110 3 14 127
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Drug eluting (cytostatic: sirolimus, everolimus, biolimus or zotarolimus)

stents (Stente te veshura me medikament per angioplastike koronare) 2.25 cope
14 116

mm 21-24 mm 100

Lot7 Drug-eluting stent for restenosis- stetnta te medikuara per

restenoze -

Drug-eluting stent for restenosis, LM and bifurcation, Obligatory
characteristics: Coronary stent that releases drug (drug-eluting) made of
cobalt alloy (CoCr) or Platinium (PtCr), markers of platinum iridium,
sinusoidal technology connecting from one wire, or in combination CWT
technology, Multi-link technology or combination of mentioned
technologies or equivalent, with the active component - cytostatic with anti-
inflammatory and antiproliferative activity - Everolimus, Zotarolimus or
Serolimus. The drug carries BioLinx polymer, or fluoropolymer, or PVDF
or an equivalent polymer with drug delivery through 120 to 180 days or
equivalent, tested in multicentric studies for their efficacy, CE aproval for
use in patients with diabetes or equivalent. (Stente te veshura me
medikamente citostatike: Stente te veshura me me dikament per ristenoza, -
LM dhe bifurkime, Karakteristika te detyrueshme: Stent koronar gé léshon
ilac (i medikuar) e pérbéré prej aliazh Kobalti (CoCr) ose Platini (PtCr)”,
markues platinium iridium, teknologji sinusoidale me lidhje nga njé tel,
teknologji CWT, teknologji Multi-Link ose kombinim i teknologjive tw
sipérpérmendura, ose ekuivalente me komponent aktiv, citostatik
Everolimus, Zotarolimus ose Serolimus me aktivitet anti-inflamator dhe
anti-proliferativ, Mbajtési i ilagit BioLinx polymer ose Fluoropolymer ose
PVDF ose polimer ekuivalent shpérndan ilagin né 120 deri né 180 dité ose
ekuivalent, te provuara ne studime multicentrike per efikasitet, CE per
perdorim ne pacient diabetik ose ekuivalent)
Diameter 2.0mm, gjatesi 11-12mm cope ) 5
Diameter 2.0mm, gjatesi 15-16mm cope i 5
Diameter 2.0mm, gjatesi 18-20 mm cope ) 5
Diameter 2.0mm, gjatesi 21-24mm cope ) 3
Diameter 2.0mm, gjatesi 26-28mm cope ) 3
Diameter 2.0mm, gjatesi 29-33mm cope ) 2
Diameter 2.25mm, gjatesi 7-8mm cope 5 ) 8
Diameter 2.25mm, gjatesi 11-12mm cope 10 ) 13
Diameter 2.25mm, gjatesi 15-16mm cope 20 ) o5
Diameter 2.25mm, gjatesi 18-20mm cope 20 ) 23
Diameter 2.25mm, gjatesi 21-24mm cope 20 ) 25
Diameter 2.25mm, gjatesi 25-28mm cope 30 ) 33
Diameter 2.25mm, gjatesi 29-30mm cope 20 ) 23
Diameter 2.25mm, gjatesi 32-34mm cope 0 ) 3
Diameter 2.25mm, gjatesi 37-38mm cope 10 ) 13
Diameter 2.50mm, gjatesi 7-8mm cope 10 ) 13
Diameter 2.50mm, gjatesi 11-12mm cope 20
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27
Diameter 2.50mm, gjatesi 15-16mm cope 80 85
Diameter 2.50mm, gjatesi 18-20mm cope 80 89
Diameter 2.50mm, gjatesi 21-24mm cope 90 97
Diameter 2.50mm, gjatesi 25-28mm cope 160 169
Diameter 2.50mm, gjatesi 29-30mm cope 120 129
Diameter 2.50mm, gjatesi 32-34mm cope 60 65
Diameter 2.50mm, gjatesi 37-38mm cope 60 64
Diameter 2.75mm, gjatesi 7-8mm cope 10 13
Diameter 2.75mm, gjatesi 11-12mm cope 10 17
Diameter 2.75mm, gjatesi 15-16mm cope 80 89
Diameter 2.75mm, gjatesi 18-20mm cope 80 89
Diameter 2.75mm, gjatesi 21-24mm cope 90 99
Diameter 2.75mm, gjatesi 25-28mm cope 90 99
Diameter 2.75mm, gjatesi 29-30mm cope 50 55
Diameter 2.75mm, gjatesi 32-34mm cope 40 47
Diameter 2.75mm, gjatesi 37-38mm cope 40 47
Diameter 3mm, gjatesi 7-8mm cope 10 13
Diameter 3mm, gjatesi 11-12mm cope 20 27
Diameter 3mm, gjatesi 15-16mm cope 110 2 123
Diameter 3mm, gjatesi 18-20mm cope 70 81
Diameter 3mm, gjatesi 21-24mm cope 9 2 103
Diameter 3mm, gjatesi 25-28mm cope 120 2 133
Diameter 3mm, gjatesi 29-30mm cope 100 109
Diameter 3mm, gjatesi 32-34mm cope 110 117
Diameter 3.0mm, gjatesi 37-38mm cope 100 105
Diameter 3.5mm, gjatesi 7-8mm cope 10 12
Diameter 3.5mm, gjatesi 11-12mm cope 20 27
Diameter 3.5mm, gjatesi 15-16mm cope 130 2 143
Diameter 3.5mm, gjatesi 18-20mm cope 130 141
Diameter 3.5mm, gjatesi 21-24mm cope 135
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148

Diameter 3.5mm, gjatesi 25-28mm

cope

110

121

Diameter 3.5mm, gjatesi 29-30mm

cope

90

99

Diameter 3.5mm, gjatesi 32-34mm

cope

100

107

Diameter 3.5mm, gjatesi 37-38mm

cope

100

105

Diameter 4.0mm, gjatesi 11-12mm

cope

20

25

Diameter 4.0mm, gjatesi 15-16mm

cope

50

55

Diameter 4.5mm, gjatesi 18-20mm

cope

30

35

Diameter 4.5mm, gjatesi 21-24mm

cope

30

35

Diameter 5.0mm, gjatesi 11-12mm

cope

10

12

Afatet e lévrimit:

Pér arsye té krijimit té njé sigurie né lévrimin e mallit pa krijuar vonesa dhe mbulimin né kohé
dhe pa probleme té shérbimit, Autoritetet Kontraktore do té lidhin me operatorin ekonomik
fitues té dalé nga procedurat e prokurimit, kontrata bazuar né nevojat e tyre brenda nje periudhe

12 mujore,si me poshte:

- Deri né 50% té sasive - 4 mujorine |
- Derine 25 % té sasive -4 mujorine Il

- Deri né 25% té sasive

-4 mujorin e 11l

Pérjashtimisht kétij pércaktimi, autoritetet kontraktore mund té lidhin kontraté pér ¢cdo nevojé pér

artikujt e listés sé planifikuar, qé del e paparashikuar dhe éshté e domosdoshme né cdo kohé.

Pér cdo kontrate té lidhur sipas percaktimit mé sipér, afatet e lévrimit do té pércaktohen sipas
kérkesés sé Autoritetit Kontraktor.
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Shtojca 13
[ Shtojcé pér t'u plotésuar nga Autoriteti Kontraktor]

NJOFTIM STANDARD PER OFERTUESIN E SKUALIFIKUAR*

[Vendi dhe data]

[Emri dhe adresa e autoritetit kontraktor]

[Adresa e ofertuesit]

I/E Nderuar, Z/Zj. <emri i kontaktit>

Ju falenderoj pér pjesémarrjen né procedurén e lartpérmendur té prokurimit publik. Procedura e
kryer né pérputhje me Ligjin nr. 9643 daté 20.11.2006 “Pér Prokurimin Publik”.

Oferta juaj u vlerésua me kujdes sipas kushteve dhe kérkesave té pércaktuara né njoftimin e
kontratés dhe né€ dosjen e oferté€s. Me kegardhje ju informoj se u s’kualifikuat, sepse oferta e
dorézuar nga ju u refuzua pér shkak té arsyes (-ve) sé/té méposhtme:

Nése mendoni se Autoriteti Kontraktor ka shkelur LPP ose RrPP gjaté procedurés sé prokurimit
publik, atéheré keni té drejté té filloni njé proceduré rishikimi sic parashikohet né Kreun VII té
LPP.

Edhe pse nuk mundém té pérdornim shérbimet tuaja né kété rast, besoj se do té vazhdoni té jeni i
interesuar né nismat tona té prokurimit.

Me respekt

<Emri>

4 Ky njoftim duhet té pérdoret né rastin e procedurave té prokurimit gé zhvillohen né rrugé shkresore
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Shtojca 14

[ Shtojcé pér t’u plotesuar nga Autoriteti Kontraktor]

FORMULARI | NJOFTIMIT TE FITUESIT
[Data]

Pér: [Emri dhe adresa e ofertuesit té shpallur fitues]

* *x *

Procedura e prokurimit:

Numri i referencés sé procedurés/lotit:

Pérshkrim i shkurtér i kontratés: [Sasia ose géllimi dhe kohézgjatja e kontratés]

Publikime té méparshme (nése zbatohet): Buletini i Njoftimeve Publike [Data] [Numri]
Kriteret e pérzgjedhjes sé fituesit: ¢mimi mé i ulét [ oferta ekonomikisht mé e favorshme [J
Njoftojme se, kane gené pjesémarrés né proceduré kéta ofertues me vlerat pérkatése té ofruara:

1.

Emri i ploté i shogérisé numri i NIPT-it
Vlera

(me numra dhe fjalé)
2.
Emri i ploté i shogérisé numri i NIPT-it
Vlera
(me numra dhe fjalé)

Etj.

Jané skualifikuar ofertuesit e méposhtém:

1.
Emri i ploté i shogérisé numri i NIPT-it
2.
Emri i ploté i shogérisé numri i NIPT-it

Pérkatésisht pér arsyet e méposhtme:
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* * %

Duke iu referuar procedurés sé lartpérmendur, informojmé [emri dhe adresa e ofertuesit té
shpallur fitues] se oferta e paragitur, me njé vleré té pérgjithshme prej [shuma pérkatése e
shprehur né fjalé dhe shifra]/pikét totale té marra | |éshté identifikuar si oferta e
suksesshme.

Rrjedhimisht, jeni i lutur té paraqgisni prané [emri dhe adresa e autoritetit kontraktor dhe
referenca e kontaktit] sigurimin e kontratés, si¢ parashikohet né dokumentat e tenderit, brenda
ditéve nga dita e marrjes/publikimit té kétij njoftimi.

Né rast se nuk pajtoheni me kété kérkesé, ose térhigeni nga nénshkrimi i kontratés, do té
konfiskohet sigurimi i ofertés suaj (nése éshté kérkuar) dhe kontrata do t’i akordohet ofertuesit
vijues né klasifikimin pérfundimtar, oferta e té cilit éshté dorézuar me njé vleré té pérgjithshme
prej [vlera pérkatése e shprehur né fjalé dhe shifra], si¢ parashikohet né nenin 58 té Ligjit

nr.9643 daté 20.11.2006 “Pér prokurimin publik”, i ndryshuar.

Njoftimi i Klasifikimit éshté béré né daté

Ankesa: ka ose jo
(nése ka) ka marré pérgjigje né daté

* * *

[ Titullari i autoritetit kontraktor]
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Shtojca 15

[ Shtojcé pér t'u plotésuar nga Autoriteti Kontraktor né rastin e marréveshjes kuadér]

FORMULARI | NJOFTIMIT TE OPERATOREVE EKONOMIKE TE SUKSESSHEM
NE MARREVESHJEN KUADER

[Data]

Pér: [Emri dhe adresa e operatoréve ekonomiké té shpallur fitues]
1.
2.
3.

* * *

Procedura e prokurimit:
Numri i referencés sé procedurés/lotit:

Pérshkrim i shkurtér i kontratés: [Sasia, objekti , kohézgjatja e kontratés etj]

Publikime té méparshme (nése zbatohet): Buletini i Njoftimeve Publike [Data] [Numri]
Kriteret e pérzgjedhjes sé fituesit: [ oferta ekonomikisht mé e favorshme CJgmimi mé i ulét

Njoftojmé se, kané gené pjesémarrés né proceduré kéta operatoré ekonomiké, me shumatoren e
¢mimeve pér njési té ofruar/ me vlerat pérkatése té ofruara:

1.
Emri i ploté i shogérisé numri i NIPT-it

Shumatorja e gmimeve pér njési té ofruar/vlera

(me numra dhe fjalé)

Emri i ploté i shogérisé numri i NIPT-it
Shumatorja e gmimeve pér njési té ofruar/vlera

(me numra dhe fjalé)
Etj.

Jané skualifikuar operatorét ekonomikeé té méposhém:
1.
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Emri i ploté i shogérisé numri i NIPT-it
2.
Emri i ploté i shogérisé numri i NIPT-it

Perkatésisht pér arsyet e méposhtme:

* * *

Duke iu referuar procedurés sé lartpérmendur, informojmé se jane identifikuar si operatoré
ekonomike té suksesshém:

1.
Emri i ploté i shogérisé numri i NIPT-it
Shumatorja e gmimeve pér njési té ofruar/Vlera / Pikét totale té marra
(me numra dhe fjalé)
2.
Emri i ploté i shogérisé numri i NIPT-it
Shumatorja e ¢gmimeve pér njési té ofruar/Vlera /Pikét totale té marra
(me numra dhe fjalé)
Etj.__

Rrjedhimisht, jeni i lutur té paragiteni prané [emri dhe adresa e autoritetit kontraktor dhe
referenca e kontaktit], brenda ditéve nga dita e marrjes/publikimit té kétij
njoftimi pér té lidhur draft marréveshjen.

Njoftimi i Klasifikimit éshté béré né daté

Ankesa: ka ose jo
(nése ka) ka marré pérgjigje né daté

[Titullari i autoritetit kontraktor]
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Shtojca 16

KUSHTET E PERGJITHSHME
Mallrat — Tender i Hapur

Neni1:  Qellimi

11

1.2

1.3

14

1.5

Kéto kushte té pérgjithshme té kontratés (KPK) do té zbatohen pér blerjen e Mallrave té
prokuruara me ané té procedurés me negociim.

Ligji pér Prokurimin Publik né Republikén e Shqipérise parashikon se dispozitat e Kodit
Civil Shqiptar do té zbatohen pér kontratat e prokurimit publik. Disa dispozita té Kodit
Civil jané rishprehur né KPK me géllim gé té rrisin transparencén e kushteve té kontratés.
Megjithaté, citimi i disa dispozitave kétu nuk mohon né asnjé ményré zbatimin e
dispozitave té tjera té Kodit Civil té késaj kontrate.

Né ményré té ngjashme, disa dispozita té Ligjit mbi Prokurimin Publik jané rishprehur né
KPK me q@éllim gé té rrisin transparencén e ligjit qé rregullon prokurimin publik.
Megjithaté, citimi i disa dispozitave kétu nuk mohon né asnjé ményré zbatimin e
dispozitave té tjera té Ligjit mbi Prokurimin Publik mbi té drejtat, detyrat dhe detyrimet e
paléve.

KPK do té zbatohen deri né até masé qé té mos Iéné ménjané kushtet ose dispozitat e
paragitura né pjesé té tjera té kontratés.

Kushtet e kontratés pérfshijné gjithashtu Kushtet e Vecanta té Kontratés (KVK). Né rast se
ka njé konflikt midis KPK dhe KVK, KVK do té mbizotérojné mbi KPK.

Neni 2:  Pérkufizime

2.1

2.2

2.3

2.4

“kontrat€” do t€ thoté marréveshja e shkruar e lidhur midis Autoritetit Kontraktor dhe
Kontraktuesit qé pérbéhet nga Dokumentat e Tenderit duke pérfshiré KPK dhe KVK, té
gjitha shtojcat dhe formularét e plotésuar dhe té gjitha dokumentat e tjera gé pérfshihen né
referimin e ¢do dokumenti.

“cmim kontrate” do t€ thot€ ¢mimi q€ 1 paguhet Kontraktuesit sipas kontratés pér zbatimin
e ploté dhe té pérpikté té detyrimeve té tij kontaktore.

“Incoterms” do té thoté termat ndérkombétare tregtare qé p€rbéjné rregullat e interpretimit
té termave tregtare gé pércaktojné detyrimet pérkatése, kostot, dhe risget e lidhura me
transferimin e Mallrave nga shitési tek blerési.

“Lévrimi” do té thoté t& gjitha aktivitetet dhe veprimet q¢ mundésojné marrjen e Mallrave
né vendin e shpérndarjes si¢ specifikohet né kontraté si paketimi, transportimi, sigurimi,

88



Dokumentat Standarde té Tenderit

2.5

2.6

2.7

2.8

2.9

2.10

211

tarifat, procedura doganore, ngarkimi dhe shkarkimi, instalimi, mbledhja, bashkimi,
kontrollimi i veprimeve dhe mbikéqyrja e gjithé késaj veprimtarie.

“Autoriteti Kontraktor” do té thoté Autoriteti Kontraktor qé éshté pjesé e késaj kontrate
dhe sipas dispozitave té késaj kontrate blen Mallrat. Ky term kudo ge pérdoret ka kuptim té
njéjté me ate te perkufizuar ne ligj.

“Kontraktues” do té€ thoté personi fizik ose juridik qé €shté palé€ e késaj kontrate dhe sipas
dispozitave té késaj kontrate furnizon Mallrat.

“Palé (t)” do té thoté nénshkruesit e kontratés.

“Mallrat” do té thoté materialet e papérpunuara, produktet, makinerité dhe pajisjet, objektet
né formé té ngurté, té 1éngshme ose té gazté.

“Shérbimet e lidhura me to” do t€ thoté shérbimet ndihmése ose t€ paparashikuara té
furnizimit t¢ Mallrave, si transportimi, instalimi, mirémbajtja, trajnimi, shérbimet
mbéshtetése ose detyrime té ngjashme né lidhje me furnizimin e Mallrave.

“Objekt 1 kontratés” do té thoté t&€ gjitha Mallrat dhe Shérbimet e lidhura me to qé
Kontraktuesi do té sigurojé sipas kushteve té kontratés.

“Standarde Teknike” do t&€ thoté specifikimet e aprovuara nga njé organ i posacém
standardizimi pér zbatimin e vazhdueshém ose té pérséritur. Standarde té tilla pérdoren si
rregulla, rregullore ose pérkufizim té karakteristikave pér té siguruar se materialet dhe
shérbimet e procesuara i pérgjigjen géllimit.

Neni 3: Hartimi i Kontratés

3.1

3.2

Njoftimi i ofertés fituese do té shérbejé pér hartimin e kontratés midis paléve, e cila duhet
té firmoset brenda afatit té parashikuar né Dokumentat e Tenderit.

Egzistenca e kontratés do té konfirmohet me nénshkrimin e dokumentit t& kontratés duke
trupézuar té gjitha marrveshjet midis paléve.

Neni 4:  Praktikat e Korruptuara, Konflikti i Interesit dhe Kontrolli i Procesverbaleve

4.1

4.2

4.3

Atoriteti Kontraktor mund t’i kérkojé gjykatés té deklarojé té paligjshme kontratén nése
zbulon se Kontraktuesi ka kryer veprime korruptive. Veprimet korruptive pérfshijné
veprimet e pérshkruara né Nenin 26 té Ligjit mbi Prokurimin Publik.

Kontraktuesi nuk duhet té keté lidhje (té tashme ose té shkuara) me asnjé konsulent ose
ndonjé ent tjeter qé ka marré pjesé né pérgatitjen e Dokumentave té Tenderit pér kété
prokurim.

Kontraktuesi duhet té lejojé Autoritetin Kontraktor té inspektojé llogarité dhe regjistrat qé

kané lidhje me zbatimin e kontratés ose t’i kontrollojé ato me ané té kontrolloréve té
eméruar nga Autoriteti Kontraktor.
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Neni 5: Informacioni Konfidencial

5.1

5.2

Kontraktuesi dhe Autoriteti Kontraktor duhet té mbajné né konfidencé té gjitha
dokumentat, té dhénat dhe informacionet e tjera t¢ dhéna nga pala tjetér né lidhje me
kontratén.

Kontraktuesi mund t’i japé€ nénkontraktuesit dokumenta té tilla, t&€ dhéna ose informacione
té tjera g€ merr nga Autoriteti Kontraktor deri né masén e kérkuar pér nénkontraktuesin té
kryejé punén e tij sipas kontatés. Né rast té tillé, Kontraktuesi duhet té pérfshijé né
kontratén e tij me nén-Kontraktuesin njé dispozité @€ parashikon ruajtjen e
konfidencialitetit si¢ thuhet né Paragrafin 5.1 mé sipér.

Neni 6:  Pronésia Intelektuale

6.1

6.2

6.3

6.4

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté, té gjitha té drejtat e pronés
intelektuale t€ siguruara nga Kontraktuesi gjaté zbatimit t€ kontratés do t’i pérkasin
Autoritetin Kontraktor i cili mund t’i pérdoré€ ato sipas gjykimit té tij.

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté, Kontraktuesi, pas
pérfundimit t€ kontratés, duhet t’i parashtrojé Autoriteti Kontraktor té gjitha raportet dhe té
dhénat si hartat, diagramet, skicimet, specifikimet, planet, statistikat, llogaritjet dhe
regjistrat mbéshtetés ose materialet e fituara, mbledhura ose pérgatitura nga Kontraktuesi
gjaté zbatimit té kontratés. Kontraktuesi mund té mbajé kopje té kétyre dokumentave dhe
té dhénave, por nuk duhet t’i pérdoré pér géllime qé s’kané lidhje me kontratén pa leje
paraprake me shkrim nga Autoriteti Kontraktor.

Kontraktuesi duhet té shkarkojé Autoritetin Kontraktor nga pérgjegjésia pér shkelje té té
drejtave té pronésisé intelektuale gé mund té dalin nga prodhimi ose shpérndarja e
Mallrave sipas kontratés.

Né rast se ngrihet ndonjé pretendim ose padi kundér Autoritetit Kontraktor né lidhje me
ndonjé shkelje té pronésisé intelektuale té shkaktuar nga zbatimi i kontratés ose nga
pérdorimi 1 Mallrave té furnizuara sipas kontratés, Kontraktuesi duhet t’i japé Autoritetit
Kontraktor té gjitha provat dhe informacionin né posedim té Kontraktuesit gé kané té b&jné
me kété padi apo pretendim.

Neni 7:  Origjina e Mallrave

7.1

7.2

7.3

Nuk ka asnjé kufizim pér kombésiné e origjinés sé mallrave, pérvec atyre gé mund té jené
pércaktuar né ndonjé Rezoluté té Asamblesé sé Pérgjithshme té Kombeve té Bashkuara.

Kontraktuesi mund té jeté i detyruar té verifikojé origjinén e mallrave.

Pér géllime verifikimi, “origjiné” do té thoté vendi ku mallrat jané nxjerré, ose prodhuar.
Mallrat jané prodhuar kur, népérmjet pérpunimit, procesimit, ose mbledhjes sé
mjaftueshme té komponentéve, rezulton njé produkt i ri i njohur né tregti qé éshté mjaft i
ndryshém né karakteristikat bazé ose né qéllim apo pérdorim nga komponentét e tij.
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7.4

Origjina e mallrave ka dallim nga kombésia e Kontraktuesit ose nenkontraktuesit qé
siguron mallrat.

Neni 8:  Qéllimi i Furnizimit dhe Pérshtatshméria e Mallrave me Specifikimet

8.1

8.2

8.3

Kontraktuesi duhet té dorézojé Mallrat né pérputhje me cilésing, sasiné dhe llojin e
specifikuar né kontraté, si dhe té vendosura dhe paketuara né ményrén e pércaktuar né
kontraté.

Mallrat nuk jané né perputhje me kontratén, nése ato nuk jané té pérshtatshme pér
pérdorimin e posacém té parashikuar né kontraté. Kur nuk éshté e mundur té pércaktohet
njé gjé e tillg, thuhet se Mallrat nuk jané né pérputhje me kontratén nése ato nuk jané té
pérshtatshme pér pérdorimin per te cilin sherbejne zakonisht sendet e tjera té té njéjtit lloj.

Nése shitja éshté béré né bazé té njé modeli ose kampioni, shitési (Kontraktuesi) duhet té
dorézojé sendet qé kané té njéjtat cilési si té modelit ose kampionit.

Neni 9:  Pérputhshméria e Mallrave me Standardet Teknike

9.1

9.2

9.3

9.4

Mallrat e furnizuara sipas kontratés duhet té jené konform kodeve dhe Standardeve
Teknike té parashikuara né specifikimet teknike. Nése gjaté ekzekutimit té kontratés, ka
ndryshime né kodet pérkatése ose né Standardet Teknike, kéto ndryshime do té zbatohen
vetém pas aprovimit nga Autoriteti Kontraktor.

Me pérjashtim té rasteve kur parashikohet nga ndonjé dispozite tjetér e kontratés, kur nuk
éshté pércaktuar asnjé Standard Teknik pérkatés né specifikimet teknike, Mallrat duhet té
jené konform Standardeve Teknike ndérkombétare. Nése nuk ekzistojné Standarde
Teknike ndérkombétare, Mallrat duhet té jené konform Standardeve Teknike pérkatése
Shqiptare.

Kontraktuesi nuk mban pérgjegjési pér gabime né skicim, té dhéna, vizatim ose ¢do aspekt
tjetér té specifikimeve teknike té dhéna nga Autoriteti Kontraktor me pérjashtim té rastit
kur gabimi ishte aq i dukshém sa Kontraktuesi duhet ta kishte paré dhe késhilluar
Autoritetin Kontraktor pér té.

Shitési (Kontraktuesi) nuk mban pérgjegjési pér defekte té Mallrave pér té cilat Autoriteti
Kontraktor ishte né dijeni né momentin e lidhjes sé kontratés ose nuk ishte né dijeni pér faj
té tij, me pérjashtim té rastit kur defektet kané té béjné me cilesiné e Mallrave té
specifikuar sipas kontratés ose pérfagésimin e reklamés se shitesit (Kontraktuesit).

Neni 10: Pjesét e KEmbimit

10.1

10.2

Nése éshté e parashikuar né kontraté, Kontraktuesi duhet té pérfshijé me Mallrat e l1évruara
njé sasi pjesésh kémbimi, né pérputhje me specifikimet teknike dhe ¢do dispozité pérkatése
té kontratés.

Me pérjashtim té rasteve kur parashikohet ndryshe, pjesét e kémbimit do té dorézohen
bashké me Mallrat.
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10.3

10.4

10.5

Kontraktuesi duhet té garantojé disponueshmériné e pjeséve té kémbimit pér njé periudhé
té specifikuar né ofertén e tij dhe té barabarté me jetégjatésiné e pérdorimit t¢ Mallrave.

Né rast té njé vendimi té ndérprerjes sé prodhimit té pjeséve té kémbimit, Kontraktuesi
duhet té njoftojé Autoritetin Kontraktor brenda njé kohe té arsyeshme/mjaftueshme pér t’i
I6né mundési atij gé té prokurojé sasi té mjaftueshme pér pérdorim té mévonshém.

Pas ndérprerjes sé prodhimit té pjeséve té kémbimit, Kontraktuesi duhet t’i japé pa pagesé
Autoritetit Kontraktor, nése ai e kérkon, ¢do prodhim, vegél, skicim té pjeséve té kémbimit
té pérdorura né prodhimin dhe mirémbajtjen e Mallrave.

Neni 11: Ambalazhimi

111

11.2

Kontraktuesi duhet té dorézojé Mallrat té vendosura dhe té ambalazhuara né ményrén e
pércaktuar né kontraté.

Me pérjashtim té rasteve kur parashikohet nga ndonjé nen tjetér i kontratés, mund té thuhet
se Mallrat nuk jané vendosur dhe paketuar né pérputhje me kontratén nése ato nuk jané
vendosur dhe paketuar né té njéjtén ményré gé béhet zakonisht pér gjérat e té njéjtit lloj
ose, nése ményra e zakonshme nuk éshté e disponueshme, né njé ményré qé éshté e
pérshtatshme pér ruajtjen dhe mbrojtjen e Mallrave.

Neni 12:  Testimet dhe Inspektimet

121

12.2

12.3

12.4

12,5

Kontraktuesi duhet té€ béjé té gjitha testet dhe inspektimet e kérkuara nga dispozitat e
kontratés. Kosto e kétyre testimeve dhe inspektimeve duhet té financohet térésisht nga
Kontraktuesi brenda kushteve té cmimit té kontratés

Me shpenzimet e tij, Autoriteti Kontraktor ka té drejté té ndjeké testimet dhe/ose
inspektimet.

Autoriteti Kontraktor gjithashtu mund t’i kérkojé Kontraktuesit t€ béj€ testime ose
inspektime shtesé té paparashikuara né kontraté por té gjykuara té nevojshme pér té
verifikuar se Mallrat jané konform specifikimeve dhe kushteve té kontratés. Autoriteti
kontraktor do té mbajé pérgjegjési pér koston e kétyre testimeve. Mé tej, nése kéto teste
ndalojné progresin e punés sé Kontraktuesit, Autoriteti Kontraktor do té& pranojé té
ndryshojé grafikun e Iévrimit.

Autoriteti Kontraktor do té refuzojé cdo Mall gé nuk e kalon testimin dhe/ose inspektimin
ose nuk éshté konform specifikimeve teknike dhe kushteve té kérkuara né zbatimin e
kontratés.

Ekzekutimi i testeve, apo inspektimi i Mallrave nuk e shkarkojné Kontraktuesin nga
garancité apo detyrimet e tjera sipas kontratés.

Neni 13: Kushtet e Dorézimit
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131

13.2

13.3

13.4

135

Kontraktuesi éshté i detyruar té kryejé té gjitha aktivitetet dhe veprimet e dorézimit
pérvecse kur Kontraktuesi pérjashtohet né ményré specifike nga njé aktivitet ose veprim i
tillé nga ndonjé dispozité e kontratés. Nése njé Incoterm pérdoret pér té pérshkruar
detyrimet e paléve, termi do té keté kuptimin gé i ka dhéné botimi i fundit i Incotermave
botuar nga Dhoma Ndérkombétare e Tregtiseé.

Vendi i dorézimit té Mallrave do té jeté sipas specifikimit té kontratés.

Koha e dorézimit té Mallrave dhe data e pérfundimit té Shérbimeve té lidhura me to do té
jeté sipas specifikimit né kontraté.

Dorézimi i Mallrave duhet té béhet gjaté orarit t€ punés me pérjashtim té rastit kur kjo
kérkesé bie ndesh me ndonjé dispozité té kontratés.

Kontraktuesi éshté i detyruar té njoftojé Autoritetin Kontraktor brenda njé periudhe kohore
té arsyeshme pér dorézimin e Mallrave pérpara arritjes sé tyre.

Neni 14  Transportimi i Mallrave

141

14.2

14.3

Kontraktuesi éshté i detyruar té sigurojé ngarkimin dhe transportimin e Mallrave si¢
kérkohet, me géllim qé té plotésojé afatet dhe kushtet e dorézimit té specifikuara né
kontraté.

NéAurtoriteti Kontraktor éshté i detyruar t& marré Mallrat nga ndonjé mjet transporti apo
agjenci transporti, Kontraktuesi duhet té japé lajmérim paraprak té arsyeshém pér
transportin dhe t’1 dorézojé Autoritetit Kontraktor té gjitha dokumentat e nevojshme pér
marrjen e Mallrave.

Nése shitési, [Kontraktuesi] €shté 1 detyruar t’i dorézojé mallrat né mjetin e transportit né
njé vend té specifikuar né kontraté, risku i humbjes kalon tek Autoriteti Kontraktor vetém
kur mallrat i dorézohen mjetit té transportit né vendin e specifikuar. Fakti se shitési
[Kontraktuesi] éshté i autorizuar té mbajé dokumentat pérfagésuese té mallrave nuk
influencon né kalimin e rriskut.

Neni 15: Siguracioni

15.1

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté, Kontraktuesi duhet té
sigurojé gée Mallrat qé do té dorézohen sipas kontratés jané plotésisht té siguruara ndaj
humbjes ose démtimit gjaté transportit, magazinimit ose dorézimit té tyre.

Neni 16: Verifikimi dhe Pranimi i Mallrave

16.1

Pérpara pranimit, Autoriteti Kontraktor ka té drejté té verifikojé, inspektojé dhe testojé
Mallrat. Kéto veprime duhet té kryhen menjéheré pas dorézimit té Mallrave. Kontraktuesi
ka té drejté té marré pjesé né kété proces dhe té shqyrtojé raportet pérkatése té prérgatitura
nga Autoriteti Kontraktor ose agjentét e tij.
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16.2

Autoriteti Kontraktor pranon ose refuzon Mallrat menjéheré pas dorézimit duke njoftuar
me shkrim Kontraktuesin né lidhje me vendimin e tij pér té pranuar ose refuzuar Mallrat.

Neni 17: Garancité

17.1

17.2

17.3

17.4

17.5

17.6

17.7

17.8

17.9

Kontraktuesi garanton se Mallrat jané té reja, té papérdorura dhe té modeleve té fundit dhe
se ato trupézojné pérmirésimet e fundit né skicim dhe materiale, me pérjashtim té rasteve
kur parashikohet ndryshe né kontraté.

Shitési (Kontraktuesi) mban pérgjegjési pér cdo defekt ose mospérputhje qé ekziston né
momentin kur risku kalon tek Autoriteti Kontraktor, edhe kur defekti shfaget pas kétij
momenti.

Shitési (Kontraktuesi) mban pérgjegjési pér mospéputhjen gé verifikohet pas momentit té
treguar né paragrafin e mésipérm dhe gé vjen nga mospérmbushja e ndonjé detyrimi, duke
pérfshiré garanciné gé Mallrat duhet té jené té pérshtatshme pér pérdorimin e tyre té
zakonshém dhe specifik pér njé periudhé té caktuar kohe, ose se ato do té ruajné cilésité
dhe karakteristikat e caktuara.

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté ose né ligj, Autoriteti
Kontraktor humbet té drejtén e tij pér té kundérshtuar lidhur me té metat e sendit nése ai
nuk 1 denoncon ato té shitési (Kontraktuesi), duke specifikuar natyrén e tyre, brenda dhjeté
ditéve nga zbulimi i tyre.

Autoriteti Kontraktor s i mundéson Kontraktuesit té gjitha mjetet e nevojshme pér té
inspektuar kéto defekte.

Pas marrjes sé kétij njoftimi, Kontraktuesi duhet té riparojé menjéheré ose té zévendésojé
Mallrat defektoze ose pjesét e tyre pa pagesé shtesé pér Autoritetin Kontraktor.

Nése pas marrjes sé njoftimit, Kontraktuesi déshton né rregullimin e defektit brenda njé
periudhe té arsyeshme, Autoriteti Kontraktor mund té ndérmarré veprime pér rregullimin e
nevojshém, me shpenzimet e Kontraktuesit.

Né cdo rast, Autoriteti Kontraktor humbet té drejtén pér té kundérshtuar pér t€ metat e
sendit nése ai nuk e ushtron té drejtén e tij brenda dy vjetésh nga data kur sendet i jané
dorézuar atij, po ge se ky afat nuk bie né kundérshtim me kohézgjatjen e garancisé
kontraktore.

Shitési (Kontraktuesi) nuk mund té shfrytézojé rregullat e parashikuara ketu nése defektet
kané té béjné me fakte té njohura prej tij ose qé nuk mund té ishin té panjohura pér té dhe
gé nuk i jané véné né dukje Autoritetit Kontraktor.

Neni 18: Cmimi i Kontratés

18.1

Cmimi i kontratés éshté ¢cmimi i dhéné né ofertén e Kontraktuesit dhe i pranuar nga
Autoriteti Kontraktor.
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18.2

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté, cmimi i kontratés pérfshin
kostot dhe tarifat, duke pérfshiré taksat dhe tarifat doganore té lidhura me dorézimin e
Mallrave, pagesa pér transportin, sigurimin, instalimin, testimet, ngarkimin, shkarkimin,
udhézimet, manualet dhe dokumentat né gjuhén e specifikuar dhe té nevojshme pér
pérdorim té rrégullt, mirémbajtje dhe riparime té Mallrave. Vlera e taksave dhe tarifave
duhet té pércaktohet sipas legjislacionit pérkatés, né fuqi 28 dité para hapjes sé ofertave.

Neni 19: Afatet e Pagesés

191

19.2

19.3

19.4

195

Cmimi i kontratés, duke pérfshiré ¢do pagesé paraprake, duhet té paguhet né kohé sic
specifikohet né kontraté.

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté, pagesa duhet béré né
monedhé Shqiptare. Kursi i kémbimit t&é monedhave té ndryshme do té jeté kursi i Bankes
sé Shqiperise i fiksuar né ditén e dérgimit pér botim té njoftimit té kontratés.

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté, kérkesa e Kontraktuesit pér
pagesé duhet t’i béhet Autoritetit Kontraktor me shkrim. Pér ¢do kérkesé, Kontraktuesi
duhet té paragesé origjinalin dhe kopjen sé bashku me njé listé té sendeve gé pérshkruan
Mallrat e dorézuara dhe shérbimet e kryera.

Me pérjashtim té rasteve kur parashikohet ndryshe né kontraté, pagesa pér Mallrat do té
béhet brenda 30 ditéve kalendarike nga dita gé jané pranuar Mallrat ose nga dita e marrjes
sé kérkesés pér pageseé cilado té jeté mé voné.

Data e pagesés do té jete dita qé fondet xhirohen nga llogaria e Autoritetit Kontraktor.

Neni 20: Vonesa né Bérjen e Pagesés

Né rast té verifikimit té vonesave né kryerjen e pagesave nga ana e Autoritetit Kontraktor,
megjithése kontraktuesi ka pérmbushur té gjitha detyrimet e tij né pérputhje me kushtet e
kontratés, detyrimet e prapambetura dhe kamatévonesat pérkatése do té kryhen né
pérputhje me parashikimet e ligjit nr. 48/2014 “Pér pagesat e vonuara né detyrimet
kontraktore e tregtare”.

Neni 21: Nryshimi i Ligjeve dhe Rregulloreve

21.1

Nése pas datés sé nénshkrimit té kontratés, ndonjé ligj, rregullore, urdhéresé, urdhér ose
proceduré me efektin e ligjit né Republikén e Shqgipérisé hyn né fuqi, nxirret ose ndryshon
dhe ndikon kushtet, duke pérfshiré datén e dorézimit, ose ¢gmimin e kontratés, kushtet ose
¢mimi i kontratés do té rregullohen né até masé sa Kontraktuesi éshté ndikuar né
pérmbushjen e detyrimeve té tij sipas kontratés.

Neni 22: Forca Madhore

22.1

Kontraktuesi nuk mban pérgjegjési pér humbjen e sigurimit té kontratés, démeve té
likuiduara ose ndérprerjen pér mosplotésim, nése dhe deri né masén gé vonesa né zbatim
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22.2

22.3

ose ndonjé déshtim tjetér né zbatimin e detyrimeve té tij sipas kontratés vijné si rezultat i
verifikimit te rasteve té Forcés Madhore.

Pér géllimet e kétij neni “Forcé Madhore” do té thoté njé ngjarje jashté kontrollit t&
Kontraktuesit mbi fajin ose neglizhimin dhe e paparashikueshme nga ana e tij. Ngjarje té
tilla mund té pérfshijné, por nuk jané té limituara nga, veprimet e Autoritetit Kontraktor
gofté né kapacitetin e tij sovran ose kontraktual, lufta ose revolucionet, zjarri, pérmbytja,
térmeti, epidemité, shtréngime té karantinés dhe embargo tranziti.

Nése ndodh ndonjé situaté e Forcés Madhore, Kontraktuesi duhet té njoftojé menjéheré
Autoritetin Kontraktor. Me pérjashtim kur Autoriteti Kontraktor jep direktiva té ndryshme,
Kontraktuesi duhet té vazhdojé té zbatojé detyrimet e tij sipas kontratés né masén
praktikisht té arsyeshme dhe duhet té kérkojé té gjitha mjetet e arsyeshme pér zbatimin gé
nuk pengohet nga Forca Madhore.

Neni 23: Vonesa né Zbatim dhe Zgjatja e Afatit

23.1

23.2

23.3

234
23.5

Me pérjashtim té rasteve kur parashikohet ndryshe, Kontraktuesi duhet té fillojé zbatimin e
kontratés menjéheré pas nénshkrimit té saj.

Me pérjashtim té rasteve kur Autoriteti Kontraktor éshté dakord pér zgjatje té afatit té
kontratés, Autoriteti Kontraktor ka té drejté té likuidojé démet pér vonesén né zbatim nése
Kontraktuesi déshton né dorézimin e Mallrave brenda periudhés sé zbatimit té specifikuar
né kontraté.

Autoriteti Kontraktor mund té zbresé shumén e démeve té likuiduara gé duhet paguar nga
shuma e pagesés ndaj Kontraktuesit. Né rast té tillé Autoriteti Kontraktor duhet té njoftojé
Kontraktuesinme shkrim pér shumén dhe arsyen e zbritjes.

Autoriteti Kontraktor pranon zgjatjen e afatit né rastin e Forcés Madhore.

Autoriteti Kontraktor mund pranojé zgjatjen e afatit edhe né rrethana té tjera nése éshté né
interesin publik pér ta béré kété. Ne rast se Kontraktuesi ndeshet me kushte gé pengojné
zbatimin né kohé, Kontraktuesi duhet té njoftojé me pérpikméri Autoritetin Kontraktor me
shkrim pér vonesén, shkakun dhe datén e propozuar té dorézimit ose pérfundimit.
Autoriteti Kontraktor duhet té vlerésojé kérkesén. Nése Autoriteti Kontraktor éshté dakort
me vonesén, zgjatja do té hyjé né fugi me njé amendament me shkrim té kontratés té
nénshkruar nga Autoriteti Kontraktor dhe Kontraktuesi.

Neni 24: Likuidimi i Démeve pér Dorézimin e Vonuar

24.1

Démet e likuiduara pér dorézimin e vonuar do té llogariten me tarifat e méposhtme ditore::
a) Pér kontratat me periudhé zbatimi jo mé shumé se 6 muaj, tarifa ditore do té jeté
4/1000 té vlerés koresponduese té mbetur pa u zbatuar nga cmimi total i kontratés

por kjo vlere do te llogaritet minimalisht mbi 25% té vlerés sé kontrates.
b) Pér kontratat me periudhé zbatimi jo mé shumé se 12 muaj, tarifa ditore do té jeté
2/1000 té vlerés koresponduese té mbetur pa u zbatuar nga cmimi total i kontratés

por Kkjo vlere do te llogaritet minimalisht mbi 25% té vlerés sé kontrates.
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c) Pér kontratat me periudhé zbatimi mé shumé se 12 muaj, tarifa ditore do té jeté
1/1000 té vlerés koresponduese té mbetur pa u zbatuar nga cmimi total i kontratés
por kjo vleré do te llogaritet minimalisht mbi 25% té vlerés sé kontrates.

Neni 25: Negociatat dhe Amendamentet

25.1

25.2

25.3

Palét nuk mund té negociojné ndryshime ose amendamente té asnjé elementi té kontratés
gé do té sillnin ndryshime thelbésore né kushtet bazé pér pérzgjedhjen e Kontraktuesit.

Asnjé amendament ose ndryshim tjetér i kontratés nuk éshté i vliefshém nése ai nuk béhet
me shkrim apo nuk ka njé daté té pércaktuar, si edhe nése ai nuk i referohet shprehimisht
kontratés apo nuk nénshkruhet nga njé pérfagésues i autorizuar i Kontraktuesit dhe
Autoriteti Kontraktor.

Cdo hegje dore nga té drejtat, pushtetet ose ndregjet gé mund té béhen nga palét sipas
kontratés duhet té béhet me shkrim, té keté daté dhe té firmoset nga njé pérfagésues i
autorizuar i palés gé bén kété doréheqgje dhe duhet té specifikojé té drejtén dhe masén né té
cilén ajo léshohet.

Neni 26: Ndryshimi i Porosisé

26.1

Autoriteti Kontraktor rezervon té drejtén té porosisé Mallra ose Shérbime shtesé deri né njé
masé gé nuk i kalon 20% té ¢mimit total té kontratés. Cdo porosi shtesé duhet t& béhet né
ményré konsistente mé rregullat dhe procedurat e parashikuara né Ligjin mbi Prokurimin
Publik.

Neni 27: Ndérprerja pér Mosplotésim

27.1

27.2

Autoriteti Kontraktor mund té ndérpresé kontratén né térési ose pjesérisht nése:

a) Kontraktuesi déshton né dorézimin e Mallrave brenda periudhés sé specifikuar né
kontraté ose brenda zgjatjes sé dhéné; ose,

b) Kontraktuesi déshton té zbatojé ndonjé detyrim tjetér té kontratés.

Autoriteti Kontraktor duhet té njoftojé me shkrim Kontraktuesin pér ndérprerjen pér
mosplotésim dhe t’i japé Kontraktuesit 15 dité té ndregé mosplotésimin me pérjashtim kur
ndérprerja éshté béré pér veprime korruptive ose té paligjshme, rast né té cilin ndérprerja
do té jeté e menjéhershme.

Neni 28: Ndérprerja pér Shkak té Falimentimit

28.1

28.2

Autoriteti Kontraktor mund té ndérpresé kontratén né c¢do kohé nése Kontraktuesi
falimenton ose béhet i paafté té paguajé.

Autoriteti Kontraktor duhet t’i japi Kontraktuesit njoftim me shkrim pér ndérprerjen.

Neni 29: Ndérprerja pér Shkak té Interesit Publik
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29.1 Autoriteti Kontraktor mund té ndérpresé kontratén né ¢do kohé nése gjykon se ky veprim
duhet ndérmarré€ pér t’i shérbyer sa mé mir€ interesit publik.

29.2 Autoriteti Kontraktor duhet té njoftojé me shkrim Kontraktuesin pér ndérprerjen..

29.3 Autoriteti kontraktor duhet té paguajé Kontraktuesin pér té gjitha Mallrat e pranuara dhe
Shérbimet e lidhura me to té kryera pérpara ndérprerjes dhe duhet t’i paguajé Kontraktuesit
démet e shkaktuara pér kryerjen e pjesshme té Mallrave dhe Shérbimeve té lidhura me to.
N¢ llogaritjen e shumés s€¢ démeve, Kontraktuesit do t’i kérkohet t& ndérmarré té gjitha
veprimet e nevojshme pér té minimizuar démet.

Neni 30: Nénkontraktimi

30.1.Njé nénkontraté do té jeté e vlefshme vetém nése éshté né formén e njé marréveshjeje té
shkruar me ané té sé cilés kontraktori i beson kryerjen e njé pjese té detyrimeve té kontratés
sé tij njé pale té treté.

30.2 Kontraktori nuk duhet té nénkontraktojé pa aprovimin paraprak me shkrim té Autoritetit
Kontraktor dhe jo mé shumé se 40% té vlerés sé kontratés. Kontraktori duhet té njoftojé
Autoritetin Kontraktor pér elementet e kontratés gé nénkontraktohet dhe dokumentacionin
gé provon aftésiné e nén kontraktorit. Autoriteti Kontraktor duhet té lajmérojé kontraktorin
pér vendimin e tij, brenda 5 ditéve nga marrja e njoftimit, duke shprehur arsyet nése e
aprovon apo jo até.

30.3 Cdo nénkontraktor ka té drejté té marré pjesé né prokurimin publik sipas Ligjit mbi
Prokurimin Publik. Autoriteti mund té parashikojé pagesa direkte tek nénkontraktori pér
mallrat gé do té furnizojé.

30.4 Kontraktori mbetet plotésisht pérgjegjés pér zbatimin e kontratés pavarésisht nga sjellja e
nénkontraktorit.

Neni 31: Transferimi i té Drejtave

31.1 Kontraktuesi nuk mund té transferojé, térésisht ose pjesérisht, detyrimet e tij sipas
kontratés me pérjashtim kur jepet miratimi paraprak i Autoritetit Kontraktor.

Neni 32: Sigurimi i Kontratés

32.1 Pérpara nénshkrimit té kontratés, kontraktuesi duhet t’i dorézojé Autoritetit Kontraktor
sigurimin e kontratés né shumén dhe formén e kérkuar.

32.2 Shuma e sigurimit té kontratés duhet t’i paguhet Autoritetit Kontraktor si kompensim pér
¢cdo humbje té rezultuar nga déshtimi i Kontraktuesit né plotésimin e detyrimeve té tij sipas
kontratés.

32.3 Garancia e sigurimit t& kontratés do t’i kthehet Kontraktuesit jo mé voné se 30 dité pas
datés sé pranimit té Mallrave. Megjithaté, pesé (5) pérgind e depozités do té mbahet deri
né pérmbushjen e kénagshme té detyrimeve té kontratés.
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Neni 33: Baza Ligjore
33.1 Kontrata do té rregullohet dhe interpretohet sipas legjislacionit shqiptar né fuqi.
Neni 34: Zgjidhja e Mosmarréveshjeve

34.1 Autoriteti Kontraktor dhe Kontraktuesi duhet té béjné cdo pérpjekje té zgjidhin
mosmarérveshjet ose konfliktet e ndodhura midis tyre ose né lidhje me kété marréveshje
me negociata direkte.

34.2 Né se palét déshtojné né zgjidhjen e mosmarréveshjes ose konfliktit, problemet do té
konsiderohen me ané té zgjidhjes sé mosmarréveshjeve sipas kontratés dhe procedurave
juridike né fuqi sipas legjislacionit té Republikés sé Shqipériseé.

Neni 35: Pérfagésimi i Paléve

35.1 Cdo palé duhet té emérojé me shkrim njé person ose post organizativ, gé do té jeté
pérgjegjés, né emér té palés, pér marrjen e komunikatave dhe pér pérfagésimin e palés né
céshtjet e lidhura me ekzekutimin e kontratés.

35.2 Secila palé duhet té lajmérojé palén tjetér menjéheré pér ndonjé ndryshim né emérimin e
pérfagésuesit té palés. Nése njéra palé déshton té lajmérojé, duhet té marré pérsipér ¢do
humbje té shkaktuar nga déshtimi pér té dhéné njoftim té mjaftueshém.

35.3 Palét mund té emérojné persona ose njési organizative shtesé pér té pérfagésuar palén né
veprime ose veprimtari té vecanta, rast né té cilin njoftimi me shkrim duhet dhéné dhe
duhet té pércaktojé shtrirjen e autoritetit té pérfagésuesit.

Neni 36: Lajmérimet

36.1 Cdo lajmérim i dhéné nga njéra palé tjetrés sipas kontratés duhet té béhet me shkrim né
adresén e specifikuar né kontraté.

36.2 Njoftimi do té keté efekt sapo té dorézohet.

Neni 37: Llogaritja e Afateve

37.1 Té gjitha referencat e ditéve do té jené dité kalendarike.
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Shtojca 17
[ Shtojcé pér t'u plotésuar nga Autoriteti Kontraktor]

KUSHTET E VECANTA
Mallrat — Proceduré e Hapur

Kushtet e vecanta té Kontratés hartohen né pérputhje me objektin konkret té kontratés.
NEé rast se ka mospérputhje midis KPK dhe KVK do té mbizotérojne Kushtet e veganta té
kontratés.

Neni 1: Pérkufizime

1.1 Autoriteti Kontraktor éshté

1.2 Kontraktuesi éshté

Neni 2:  Sigurimi i Kontrates

2.1 Sigurimi i Kontratés né shumén prej (10% té vlerés sé ofertés) duhet té ofrohet nga
Kontraktuesi pér té siguruar egzekutimin e detyrimeve té tij sipas kontratés.

2.2 Sigurimi i Kontratés do t’i léshohet ose kthehet, menjehere Kontraktuesit
sipas formularit té méposhtém:

Neni 3:  Fillimi i Zbatimit

3.1 Zbatimi i kontratés duhet té fillojeée mé . Nése data nuk éshté e
pércaktuar, zbatimi do té fillojé né datén gé Kontraktuesi nénshkruan formularin e
kontratés.

Neni 4:  Inspektimet dhe Testimet

4.1 Inspektimet dhe testimet para pranimit té Mallrave do té béhen:

Neni 5: Kushtet e Dorézimit

5.1 Data (t) dhe vendi (et) i dorézimit té Mallrave do té béhet sipas Grafikut té Lévrimit
té parashikuar né kété kontraté.

5.2 Kontraktuesi duhet té njoftojé Autoritetin Kontraktor dité para ¢do dorézimi
té Mallrave.
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5.3 Lajmérimi i dorézimit duhet té béhet me shkrim, faks, posté, e-mail etj, tek:

5.4 Neése Autoriteti Kontraktor i merr Mallrat nga njé palé e treté, lajmérimi i dorézimit
duhet té pérfshijé listén e dokumentave té nevojshme pér marrjen e Mallrave dhe té
tregojé se ku dhe kur do t’i jepen dokumentat Autoriteti Kontraktor.

5.5 Nése Autoriteti Kontraktor i merr Mallrat nga njé palé e treté, Kontraktuesi duhet té
dorézojé té gjitha dokumentat e nevojshme pér marrjen e Mallrave tek:

Neni 6:  Kushtet e Pagesés

6.1 Pagesa e Mallrave duhet béré brenda ditéve nga data e pranimit té
Mallrave ose nga data e marrjes se kerkeses me shkrim te pagesés, sado vone ge te
vije. Nése nuk éshté specifikuar, periudha kohore do té jeté 30 dité.

6.2 Monedha e pagesés do té jeté . Nése éshté Iéné e paplotésuar, pagesa do
béhet me monedhén Shqiptare.

Neni 7. Pagesa Paraprake

7.1 Pérgindja e pagesés paraprake do té jeté . Nése nuk éshté specifikuar,
Kontraktuesi nuk do té marré pagesé paraprake.

7.2 Neése éshté premtuar njé pagesé paraprake, avanca do té paguhet brenda
ditéve nga marrja e sigurimit te kontrates.

7.3 Nése jepet pagesa paraprake, shuma do té higet nga pagesa qé duhet t’i jepet
Kontraktuesit sipas formulés sé méposhtme:

Neni 8.  Shérbimet né Lidhje me to

8.1 Kushtet e vecanta té méposhme do té zbatohen pér kryerjen e pagesés sé
shérbimeve té lidhura

Neni 9. Zbritja e garancisé sé kontratés

9.1 Nése parashikohet zbritje periodike té garancisé sé kontratés ajo kryhet si mé poshté

Nése nuk plotésohet, garancia mbetet e pandryshuar.
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Shtojca 18

[ Shtojcé pér t’u plotésuar nga Autoriteti Kontraktor]

FORMULARI | PUBLIKIMIT TE NJOFTIMIT TE KONTRATES SE

NENSHKRUAR
Seksioni 1 Autoriteti Kontraktor

1.1 Emri dhe adresa e autoritetit kontraktor
Emri

Adresa

Tel/Fax

E-mail

Fagja né Internet

1.2 Lloji i autoritetit kontraktor:
Institucion Qéndror
O
Njesi e Qeverisjes Vendore
O

Seksioni 2. Obijekti i Kontratés

2.1 Numri i referencés sé procedurés/lotit
2.2 Lloji i “Kontratave Publike pér Mallra”
Blerje  Qira Leasing Blerje me késte
H H H H

2.3 Kontraté né bazé t&¢ Marréveshjes Kuadér

Po 0 Jo
Nése Po, lloji i Marreveshjes Kuadér

Me 1 Operator Ekonomik O

Me disa operatoré ekonomiké 0

Institucion i Pavarur
O
Tjetér
O

Njé kombinim i tyre
H
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Té gjitha kushtet jané té pércaktuara Po [1Jo O

24 Pérshkrim i shkurtér i kontratés
1 Fondi limit

2. Burimi i Financimit

3. Objekti i kontratés/marréveshjes kuadér

2.5 Kohézgjatja e kontratés ose afati kohor pér ekzekutimin:
Kohézgjatja né muaj L1 [ [ ose dite [ 1[0
ose

duke filluarnga 0 O0/00/0000 meperfundimne 00/00/000O0
2.6 Ndarjané LOTE:

Po 0 Jo 0
Nése Po, numri i LOTEVE: [I[]

2.7  Opsionet:
Numri i rinovimeve t&€ mundshme(nése ka): [ []

ose:nga L1 ne L0 00O

2.8 Kontrate me_nenkontraktim:
Po 0 Jo 0

Seksioni 3.  Procedura

3.1 Lloji i procedurés: E Hapur

3.2 Kriteret e pérzgjedhjes sé fituesit:
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A) cmimi mé i ulét O
ose
B) oferta ekonomikisht mé e favorshme O

lidhur me réndésiné: Cmimi OO piké[
etj. OO piké

3.3 Numriiofertave té dorézuara: [1[][]

Numri i ofertave té rregullta: [1[1[]

3.4. Gjaté procesit té prokurimit né fushen e Teknologjisé té Informacionit dhe
Komunikimit (TIK) jané pérdorur standartet e pérgatitura nga Agjencia
Kombetare e Shogérise sé Informacionit:

Po 0 Jo O

3.5. Gjaté procesit té prokurimit né fushén e Teknologjisé té Informacionit dhe
Komunikimit (TIK), né rastin kur standartet jané té paaplikueshme, éshté marré
miratimi paraprak nga Agjencia Kombetare e Shogérisé sé Informacionit

Po 0 Jo O

Seksioni 4 Informacion mbi kontratén

4.1  Numrii Kontratés: Data e Kontrates [11/000/0000

4.2 Emri dhe adresa e kontraktorit
Emri

Adresa

Tel/Fax

E-mail

Fagja e Internetit

4.2.1 Emri dhe adresa e nenkontraktorit/eve

Emri
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Adresa

Tel/Fax

E-mail

Fagja e Internetit

4.3  Vleratotale pérfundimtare e kontratés (duke pérfshiré lotet opsionet dhe
nenkontraktimin):

Vlera (pa TVSH)  Monedha
Vlera (me TVSH)  Monedha

4.3.1 Vleratotale e nenkontraktimit :

Vlera (pa TVSH)  Monedha
Vlera (me TVSH)  Monedha

4.4 Informacione shtesé

Data e shpérndarjes sé kétij njoftimi U /0 0/0000
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Shtojca 18/1

[ Shtojcé pér t’u plotésuar nga Autoriteti Kontraktor pér publikim né Buletinin e
Njoftimeve Publike]

1.Emri dhe adresa e autoritetit kontraktor
Emri

Adresa

Tel/Fax

E-mail

Fagja né Internet

2. Lloji i procedurés:

3. Objekti i kontratés/marréveshjes kuadér

4.Numri i referencés sé procedurés/lotit

5. Fondi limit

6. Vlera totale pérfundimtare e kontratés (duke pérfshiré lotet opsionet dhe
nenkontraktimin):

Vlera (me TVSH)  Monedha

Vlera e nenkontraktimit me Tvsh Monedha

7. Data e lidhjes sé kontratés

7. Emri dhe adresa e kontraktorit /nenkontraktorit
Emri

Adresa

Nr. NIPT
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Shtojca 19

[Letér me koké e Bankés / Kompanisé sé Sigurimeve]

[ Shtojcé pér t’'u paragitur nga Operatori Ekonomik]

FORMULARI | SIGURIMIT TE KONTRATES

[Data]
Pér: [Emri dhe adresa e autoritetit kontraktor]
Né emér té: [Emri dhe adresa e ofertuesit té siguruar]

* * *

Procedura e prokurimit: [lloji i procedurés ]
Pérshkrim i shkurtér i kontratés: [ objekti]
Publikimi (nése zbatohet): Buletini i Njoftimeve Publike [Data] [Numri]

* * *

Duke iu referuar procedurés sé lartpérmendur, dhe me kusht gé [emri i ofertuesit té
pércaktuar fitues] t’i jeté akorduar kontrata,

Ne vértetojmé se [emri i ofertuesit t€ pércaktuar fitues] ka derdhur njé depozité prané
[emri dhe adresa e bankés / kompanisé sé sigurimeve] né njé shumé prej [monedha dhe
vlera, e shprehur né fjalé dhe shifra] si kusht pér sigurimin e ekzekutimit té kontratés, qé
do té nénshkruhet me [emri i autoritetit kontraktor]

Marrim pérsipér té transferojmé né llogariné e [emri i autoritetit kontraktor] vlerén e
siguruar, brenda 15 (pesémbédhjeté) ditéve nga kérkesa juaj e thjeshté dhe e paré me
shkrim, pa kérkuar shpjegime, me kusht gé kjo kérkesé té pérmendé mos-pérmbushjen e
kushteve té kontratés.

Ky Sigurim éshté i vlefshém deri né zbatimin ploté té kontratés.

[Pérfagésuesi i bankés / kompanisé sé sigurimeve]
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Shtojca 20

FORMULARI | ANKESES PRANE AUTORITETIT KONTRAKTOR

Ankesé drejtuar: Autoriteti Kontraktor D

Seksioni 1. Identifikimi i Ankimuesit

Ankimuesi mund té jeté njé ofertues ose ofertues i mundshém (psh, si individ, né
partneritet, né bashképunim, né bashkim shogérish).

Emri i ploté i ankimuesit (ju lutem shtypeni)

Adresa

Qyteti Shteti Kodi Postar/Kodi
Zip

Nr. Telefoni (duke pérfshiré edhe Nr. Faksi (duke pérfshiré edhe prefiksin

prefiksin e zonés) € ZOneés)

E-mail

Emri dhe pozicioni i zyrtarit té autorizuar gé plotéson ankesén (ju lutem, shtypeni)

Firma e zyrtarit té autorizuar Data (viti/muaji/dita)
Nr. Telefoni (duke pérfshiré prefiksin e Nr. Faksi (duke pérfshiré prefiksin e
ZOnés) ZOonés)

109



Dokumentat Standarde té Tenderit

Seksioni I1. Informacion pér Procedurén

1.

Numeér Identifikimi

Plotésoni numrin e kontratés né njoftimin e kontratés ose né dokumentat e
tenderit, duke pérfshiré llojin e procedurés sé pérdorur pér prokurimin né fjalé
(psh, Kérkesé pér Propozime(KP), Proceduré e Hapur(PH), Proceduré e
Kufizuar(PK), Proceduré me Negociim(PN), Shérbim Konsulence (SHK),
Konkurs Projektimi (KP).

2. Autoriteti Kontraktor
Emri i autoritetit kontraktor qé administron procesin e prokurimit.
3. Vlera e Pérllogaritur e Prokurimit
Llogaritja e vlerés sé kontratés (shuma e shprehur né shifra dhe fjalé)
4. Objekti i Kontratés
Pérshkrim i shkurtér i punéve/mallrave/shérbimeve gé blihen.
5. Afati Pérfundimtar pér Dorézimin e Ofertés
Afati pérfundimtar pér dorézimin e ofertave.
Data (viti/muaii/dita)
6. Data e Pércaktimit té Kontratés Fituese
Data (viti/muaii/dita) nése zbatohet
Seksioni I11. Pérshkrimi i ankesés

1. Baza Ligjore e Ankesés

(shkruani shkeljen ligjore, bazuar né vendime, akte, dokumenta, etj)
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2. Deklaraté e Hollésishme e Fakteve dhe Argumenteve
Jepni njé deklaraté té hollésishme té fakteve dhe argumenteve qé mbéshtesin
ankesén tuaj. Pér cdo arsye té ankesés specifikoni datén né té cilén u vuté né
dijeni pér faktet e lidhura me arsyet e ankesés. Pérmendni edhe seksionet
perkatése té dokumentave té tenderit, nése zbatohen. Pérdorni fage shtesé, nése
éshté e nevojshme.

3. Lista e Shtojcave

Q& njé ankeseé té konsiderohet e dorézuar, ajo duhet té jeté e ploté. Bashkangjisni njé
kopje té lexueshme té té gjithé dokumentave gé kané lidhje me ankesén tuaj dhe njé
listé té té gjithé kétyre dokumentave. Dokumentat duhet té pérfshijné normalisht ¢do
njoftim té publikuar, té gjitha dokumentat e tenderit, me té gjitha ndryshimet dhe
shtojcat, propozimin tuaj . Pércaktoni se cili prej informacioneve éshté konfidencial,
nése ka té tillé. Shpjegoni se pérse informacioni éshté i tillé, ose dorézoni njé version
té dokumentave pérkatése me pjesét konfidenciale té hequra dhe njé pérmbledhje té
pérmbajtjes.

Dérgojeni formularin e plotésuar té ankesés pér prokurimin, té gjitha shtojcat e
nevojshme dhe disa kopje shtesé, prané autoritetit kontraktor

Shénim: Pér ankesat prané Komisionit té Prokurimit Publik duhet ti referoheni Formulari
té Ankesés se nxjerré nga ky institucion.

Nr. Faks:
E-mail:

Nénshkrimi dhe Vula e ankuesit
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Shtojca 21

DRAFTI | MARREVESHJES KUADER

(KU TE GJIITHA KUSHTET JANE TE PERCAKTUARA)
PER PUNE / MALLRA / SHERBIME

[Pérdorimi i ketij draft marréveshje éshté detyruese pér té gjitha Autoritetet
Kontraktore qé do té pérdorin marréveshjen kuadér)

Nr

DATA:

Kjo kontraté lidhet mé [data], midis [emri dhe adresa e Autoritetit Kontraktor] tani e
tutje t€ referuar si “Autoriteti Kontraktor” dhe [emri dhe adresa e Kontraktuesit] té
pérfagésuar nga [pérfagésuesi], tani e tutje i quajtur si “Kontraktuesi”.

Kontraktori, me ané té ofertés sé tij, me daté [data] bie dakord té furnizojé mallrat, ashtu
si¢ jané té specifikuara né kushtet e pércaktuara né:

— KE&té kontrate

Formularin e Deklarimit té Ofertés, té paragitur nga Ofertuesi
Specifikimet Teknike

— Formularin e ¢cmimit té ofertés

Té gjitha kéto dokumenta té bashkangjitur pérbéjné pjesé integrale té késaj kontrate.

Nenil Objekti

1.1 Objekti i marreveshjes kuadér éshté té pércaktojé kushtet, pérfshiré ¢cmimet per
njési dhe rregullat pér dorézimin e mallrave/sherbimeve/puneve né vijim.

[pérshkrimi i pérgjithshém]

1.2 Marréveshja kuadér do té zbatohet me dérgimin e ftesave pér oferté tek operatorét
ekonomiké, palé né marréveshje. P.sh. kurdoheré gé Autoriteti Kontraktor i
pérfshiré né kété marreveshje, do té blejé artikuj né bazé té késaj kontrate, duhet
qé t& dérgojé “ftesén pér oferté” tek kontraktuesi, duke specifikuar listén me
artikuj pér furnizim me sasité e tyre pérkatése.

1.3 Sasité e parashikuara, jané vetém sasi orientuese dhe NUK e kushtézojné
Autoritetin Kontraktor pér t’i bleré ato. Autoriteti Kontraktor ka té drejté té blejé
mé pak apo mé shumé sasi se sa ato te parashikuara.
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1.4 Kontraktuesi nuk do té keté té drejté kompensimi dhe NUK do t’i lejohet té béjé
ndryshime té ¢cmimeve té njésisé, pér shembull né rast se autoriteti kontraktor
vendosé té blejé mé pak apo mé shumé sasi se sa ato té specifikuara dhe/ose né
rast se autoriteti kontraktor vendos t€ mos blejé asnjé nga kéto sasi pér disa
artikuj.

1.5 Kohézgjatja e marréveshjes kuadér:

Neni 2 Cmimi

2.1 Cmimet pér njési pér puné/mallra /shérbime jané treguar né Formularin e Cmimit té
Ofertés.

2.2  Cmimet e njésive duhet té jené fikse dhe nuk duhet t’i nénshtrohen ndryshimeve
pér porosité e vendosura né kété marréveshje kuadér.

Nénshkrimet dhe Datat

Pér Kontraktuesin Pér Autoritetin Kontraktues
Emri: Emri:

Pozita: Pozita:

Nénshkrimi: Nénshkrimi:

Data: Data:

Vula: Vula:
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Shtojca 22
DRAFTI | MARREVESHJES KUADER

(KU JO TE GJITHA KUSHTET JANE TE PERCAKTUARA)
PER PUNE / MALLRA / SHERBIME

Emri i Autoritetit Kontraktues,
Dhe
Emri i Kontraktuesit

Bien dakord si vijon:

Té nénshkruajné kété Marréveshje kuadér pér objektin : < vendosni titullin > me
numrin identifikues : <vendosni Numrin e Prokurimit>

Neni 1 Objekti

1.1  Objekti i késaj marreveshje kuadér éshté té vendosé rregullat pér kontratat té
cilat do té lidhen pérmes procesit t€ mini-konkursit vetém ndérmjet operatoréve
ekonomike gé jané palé e késaj marréveshje kuadeér.

1.2 Kjo marréveshje kuadér nuk é&shté njé kontraté né vete, por pércakton kushtet pér
kontratat gé do té lidhen né bazé té saj.

1.3 Kontraktuesi éshté vetém njé nga palét e marréveshjes kuadér.

Neni 2 Detyrimet e Paléve

2.1 Autoriteti Kontraktues, palé né kété marréveshje, do t’i dérgojé kontraktuesit
“Ftesén pér Oferte” kurdo gé paragitet nevoja pér puné/mallra/shérbime.

2.2 Kontraktuesi, detyrohet té dorézojé njé oferté kurdo gé kérkohet nga Autoriteti
Kontraktor.

Neni 3 Kontratat né zbatim té marréveshjes kuadér
3.1 Kontratat do té nenshkruhen vetém pas procesit té¢ mini-konkursit.

Neni 4 Procesi i mini-konkurrencés

4.1 Procesi i mini- konkursit do té kryhet me té gjithe operatoret ekonomike, palé né
marréveshjen kuadér, kurdoheré gé paragitet nevoja pér puné /mallra/shérbime pér
Autoritetet Kontraktore.
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4.2 Autoriteti Kontraktor do té ri-hapé konkursin né bazé té kushteve té njéjta ose té
kushteve té tjera té vendosura né ftesén pér oferté, sipas pércaktimeve né dokumentat e
tenderit.

4.3  Kurdoheré gé paragitet nevoja pér puné/mall /shérbim Autoriteti Kontraktor duhet
té pérgatisé Ftesat pér Oferte dhe t’ua dérgojé té gjithé operatoréve ekonomike, palé né
marréveshjen kuadér. Vlerésimi i ofertave do té béhet sipas kritereve té pércaktuara né
Ftesén pér Oferté.

Neni 5 Kohézgjatja e marréveshjes kuadér

Nénshkrimet dhe datat

PérKontraktuesin Pér Autoritetin Kontraktues
Emri : Emri:

Pozita: Pozita:

Nénshkrimi: Nénshkrimi:

Data: Data:

Vula: Vula:
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Shtojca 23
[ Shtojcé pér t'u plotésuar nga Autoriteti Kontraktor]
FORMULARI I NJOFTIMIT TE ANULIMIT
1.Emri dhe adresa e autoritetit kontraktor

Emri

Adresa

Tel/Fax

E-mail

Fagja né Internet

1. Llojiiprocedurés:

2. Numri i Referencés:

3. Objekti i kontratés

4. Fondi limit

5.  Arsyet e Anulimit:

Bazuar né Ligjin Nr. 9643, daté€ 20.11.2006 “Pér Prokurimin Publik” i ndryshuar,
neni 24, pika 1:

a) ;
b) ;
o
¢
d) ;
dh) ;
Etj.

6. Informacione shtesé

Data e shpérndarjes sé kétij njoftimi.
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